Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 6083107

QC Batch: WETA/13590 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples: 6083107001, 6083107002

METHOD BLANK: 681176 Matrix: Water
Associated Lab Samples: 6083107001, 6083107002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 08/04/10 13:41
LABORATORY CONTROL SAMPLE: 681177
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 5 5.0 100 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 681178 681179
MS MSD
6083069001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L ND 5 5 4.7 4.7 94 94 68-120 0 16
Date: 08/16/2010 12:59 PM REPORT OF LABORATORY ANALYSIS Page 8 of 13
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6083107

QC Batch: WETA/13652 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

6083107001

METHOD BLANK: 683985

Matrix: Water

Associated Lab Samples: 6083107001
Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 08/10/10 17:27
Sulfate mg/L ND 1.0 08/10/10 17:27
LABORATORY CONTROL SAMPLE: 683986

Spike LCS LCS % Rec

Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 5 5.1 102 90-110
Sulfate mg/L 5 51 102 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 683987 683988

MS MSD
6082877002  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L ND 100 100 97.1 96.8 93 93 75-110 0 10
Sulfate mg/L 1500 1000 1000 2460 2440 96 93 61-119 1 10
MATRIX SPIKE SAMPLE: 683989
6083107001 Spike MS MS % Rec

Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 2.6 5 7.5 100 75-110
Sulfate mg/L 354 100 475 121 61-119 MO
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 6083107
QC Batch: WETA/13661 Analysis Method: EPA 300.0
QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions
Associated Lab Samples: 6083107002
METHOD BLANK: 684535 Matrix: Water
Associated Lab Samples: 6083107002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 08/11/10 17:47
Sulfate mg/L ND 1.0 08/11/1017:47
LABORATORY CONTROL SAMPLE: 684536
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 5 5.1 102 90-110
Sulfate mg/L 5 51 101 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 684537 684538
MS MSD
6082977002  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual

Fluoride mg/L ND 2500 2500 2380 2380 95 95 75-110 0 10
Sulfate mg/L ND 2500 2500 2620 2560 93 91 61-119 2 10

Date: 08/16/2010 12:59 PM
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6083107

QC Batch: WETA/13595 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

6083107001, 6083107002

METHOD BLANK: 681486

Associated Lab Samples:

6083107001, 6083107002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 08/04/10 16:40
LABORATORY CONTROL SAMPLE: 681487
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 105 90-110
MATRIX SPIKE SAMPLE: 681488
6082919002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.8 91 90-110
MATRIX SPIKE SAMPLE: 681490
6083107002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 12.0 2 10.7 -68 90-110 MO
SAMPLE DUPLICATE: 681489
6082950001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 30.3 32.7 18

Date: 08/16/2010 12:59 PM
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6083107

QC Batch: WETA/13606 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

6083107001, 6083107002

METHOD BLANK: 682169

Associated Lab Samples:

6083107001, 6083107002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 08/06/10 19:33
LABORATORY CONTROL SAMPLE: 682170
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 104 90-110
MATRIX SPIKE SAMPLE: 682171
6082700002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 17.0 8 23.9 86 72-121
MATRIX SPIKE SAMPLE: 682173
6082919001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 11.8 8 15.7 49 72-121 MO
SAMPLE DUPLICATE: 682172
6082687001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 14 1.4 15

Date: 08/16/2010 12:59 PM
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 6083107

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.

MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 08/16/2010 12:59 PM REPORT OF LABORATORY ANALYSIS Page 13 of 13
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

September 21, 2010

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 6085009

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on September 07, 2010.
The results relate only to the samples included in this report. Results reported herein conform to the
most current NELAC standards, where applicable, unless otherwise narrated in the body of the
report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust
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aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6085009

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116
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CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

Analytical”
www.pacelabs.com
SAMPLE SUMMARY
Project: MONTHLY NPDES
Pace Project No.: 6085009
Lab ID Sample ID Matrix Date Collected Date Received

6085009001 SLO001 Water 09/07/10 13:10 09/07/10 22:45
6085009002 WTO003 Water 09/07/10 13:00 09/07/10 22:45

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6085009

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Analytes

Lab ID Sample ID Method Analysts Reported Laboratory
6085009001 SL001 SM 2540D EKN 1 PASI-K
SM 4500-H+B APS 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 RAB 1 PASI-K
EPA 365.4 AIM 1 PASI-K
6085009002 WTO003 SM 2540D EKN 1 PASI-K
SM 4500-H+B APS 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 RAB 1 PASI-K
EPA 365.4 AIM 1 PASI-K
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ace Analytical

www.pacelabs.com

ANALYTICAL RESULTS

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6085009

Sample: SL001 Lab ID: 6085009001 Collected: 09/07/10 13:10 Received: 09/07/10 22:45 Matrix: Water
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

2540D Total Suspended Solids Analytical Method: SM 2540D

Total Suspended Solids 9.0 mg/L 5.0 1 09/09/10 14:20

4500H+ pH, Electrometric Analytical Method: SM 4500-H+B

pH at 25 Degrees C 7.3 Std. Units 0.10 1 09/08/10 21:00 H6

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 3.1 mg/L 0.10 1 09/08/10 12:21 14797-55-8

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Fluoride 3.5 mg/L 0.20 1 09/20/10 19:01 16984-48-8

Sulfate 522 mg/L 50.0 50 09/20/10 19:13 14808-79-8

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 4.5 mg/L 0.10 1 09/09/10 12:00 7664-41-7

365.4 Total Phosphorus Analytical Method: EPA 365.4

Phosphorus 0.87 mg/L 0.10 1 09/11/10 16:26 7723-14-0

Sample: WT003

Lab ID: 6085009002

Collected: 09/07/10 13:00 Received: 09/07/10 22:45 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids 9.0 mg/L 5.0 1 09/10/10 07:32
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.1 Std. Units 0.10 1 09/08/10 21:00 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 3.7 mg/L 0.10 1 09/08/10 11:45 14797-55-8
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 4.7 mg/L 0.20 1 09/20/10 20:38 16984-48-8
Sulfate 1030 mg/L 50.0 50 09/20/10 20:51 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 12.1 mg/L 0.50 1 09/09/10 12:02 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 6.7 mg/L 0.20 1 09/11/10 16:43 7723-14-0
Date: 09/21/2010 11:36 AM REPORT OF LABORATORY ANALYSIS Page 5 of 13
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6085009
QC Batch: WET/25315 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 6085009001
METHOD BLANK: 696972 Matrix: Water
Associated Lab Samples: 6085009001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 09/09/10 14:20
SAMPLE DUPLICATE: 696973
6085014006 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 14.0 14.0 25
SAMPLE DUPLICATE: 696974
6085041002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25

Date: 09/21/2010 11:36 AM

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6085009
QC Batch: WET/25334 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 6085009002
METHOD BLANK: 697592 Matrix: Water
Associated Lab Samples: 6085009002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 09/10/1007:30
SAMPLE DUPLICATE: 697593
6085105001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 5.0 6.0 25
SAMPLE DUPLICATE: 697594
6085011005 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 86.0 87.0 25

Date: 09/21/2010 11:36 AM

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6085009
QC Batch: WET/25308 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 6085009001, 6085009002
SAMPLE DUPLICATE: 696955
6085010001 Dup
Parameter Units Result Result RPD Qualifiers
Std. Units 8.0 8.0 5 H6

pH at 25 Degrees C

Date: 09/21/2010 11:36 AM

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 6085009

QC Batch: WETA/13919 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples: 6085009001, 6085009002

METHOD BLANK: 696514 Matrix: Water
Associated Lab Samples: 6085009001, 6085009002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 09/08/10 09:55
LABORATORY CONTROL SAMPLE: 696515
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 5 4.9 98 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 696522 696523
MS MSD
6085007003  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L 7.1 5 5 12.2 12.2 102 102 68-120 0 16
Date: 09/21/2010 11:36 AM REPORT OF LABORATORY ANALYSIS Page 9 of 13
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6085009

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WETA/14022
QC Batch Method:  EPA 300.0

Analysis Method: EPA 300.0

Analysis Description: 300.0 IC Anions

Associated Lab Samples: 6085009001, 6085009002

METHOD BLANK: 702455

Matrix: Water

Associated Lab Samples: 6085009001, 6085009002

Blank Reporting
Parameter Units Result Limit Analyzed
Fluoride mg/L ND 0.20 09/20/10 16:23
Sulfate mg/L ND 1.0 09/20/10 16:23
LABORATORY CONTROL SAMPLE: 702456
Spike LCS LCS
Parameter Units Conc. Result % Rec Qualifiers
Fluoride mg/L 5 4.9 99
Sulfate mg/L 5 5.1 102
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 702457 702458
MS MSD
6085009001  Spike Spike MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec Limits RPD RPD Qual
Fluoride mg/L 35 5 5 8.3 8.4 75-110 1 10
Sulfate mg/L 522 250 250 737 732 61-119 1 10

Date: 09/21/2010 11:36 AM

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6085009

QC Batch: WETA/13930 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

6085009001, 6085009002

METHOD BLANK: 697020

Associated Lab Samples:

Matrix: Water

6085009001, 6085009002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 09/09/10 11:49
LABORATORY CONTROL SAMPLE: 697021
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 697022
6085007006 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 0.26 2 1.8 78 90-110 MO
SAMPLE DUPLICATE: 697023
6085009001 Dup Max
Parameter Units Result Result RPD RPD
Nitrogen, Ammonia mg/L 4.5 4.6 18

Date: 09/21/2010 11:36 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

W ACCo,
S o

<
) 4,
<, -
:Nelac:
S %
2 z

Page 11 of 13



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6085009

QC Batch: WETA/13945 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

6085009001, 6085009002

METHOD BLANK: 698249

Associated Lab Samples:

Matrix: Water

6085009001, 6085009002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 09/11/10 16:04
LABORATORY CONTROL SAMPLE: 698250
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 105 90-110
MATRIX SPIKE SAMPLE: 698251
6085073001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 16.5 10 24.5 80 72-121
MATRIX SPIKE SAMPLE: 698253
6085026001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 2.2 108 72-121
SAMPLE DUPLICATE: 698252
6084801008 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 93.9 91.5 15

Date: 09/21/2010 11:36 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 6085009

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.

MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 09/21/2010 11:36 AM REPORT OF LABORATORY ANALYSIS Page 13 of 13

This report shall not be reproduced, except in full,
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CHAIN-OF-CUSTODY / Analytical Request Document

ace \— :N\P\QON\. The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fields must be completed accurately.
7 wivw. pacelabs.com
/
Section A Section B Section C page: of
Required Client Information: Required Project information: Invoice Information:
Company: Fi MO Remediation Trust Report To: Keith Brown Attention:
Radress: 4400 College Bivd Copy To: - Doug Engel, Kamyar Manesh Company Name: REGULATORY AGENCY
Joplin, MO 64801 Address: V| NPDES _@ GROUND WATER ﬂ DRINKING WATER
Email To: Purchase Order No.: - 9 2 Pace Quote ]
- m. h \ u A\w —mma_.m:nﬁ j usT wr.h RCRA OTHER
Phone: Project Name:  Monthly NPDES Pace Project  Sherri Guess Site Location
Manager: MO
Requested Due Date/TAT: Project Number: Pace Profile # 76 STATE:
4
Requested Analysis Filtered (Y/N)- \\\ \\ \\\\ \\
-
Section D Valid Matrix Codes gly . z \
Required Client Information MATRIX CODE 2|2 COLLECTED Preservatives =
DRINKING WATER  DW g1 O z
WATER wT E 8 I Q
WASTE WATER  WW hat © COMPOSITE COMPOSITE _m =
PRODUCT P b =4 START END/GRAB E =
SOILISOLID sL - % 2 - bl P
ol oL 3 il O D - [} ’ ﬂ e
WIPE wp ~“lo o 7] c
SAMPLEID W w28 sl g gl |s £l (po8les s
(A-Z,0:9/ ) OTHER or oluw el o L s =
Sample IDs MUST BE UNIQUE ~ TISSUE TS w a w g m k] s » S
x £ = W @ o]l S .W. g g =
3t z|= ulolal < ] 12IQ|G1.015 5 A 3
= gl gl |5121S]<lojalsl el el |&lelgl8|g]|e 3
w <z 2zl ° |El2iz]l0| 8|S 2|s] < a|E8|8]8E|S5|¢E ] R B
= Z | o | patE | TIME DATE Tve §o] # [S|TITIE[Z|ZIZ|Olel L] 122118 £ o4 Pace Project No./ Lab I.D. /)
§ F 2
1 SLOO1 WW \&&b ..Wc 3 12]1 x ] x| x] x| xt x]«x N %WN: B3N B8P 5\
2 WT003 WW| \Q\§ c_ 31211 x| x b x] x} x] x] x & r\\ \ \\ Of
3
4.
5
=
7
8
9
10
11
12
ADDITIONAL COMMENTS Em_._ch_mH:mU w<~>m,—u_r_>._._02 DATE TIME ~ > .>Oomv._.mw BY./ Qu_uw&sr._._WZ DATE TIME SAMPLE CONDITIONS
g ; §
o > " w, " = o
&%&w\ \ 7 o/ 132 |\ J I W u XA i4/5 s | t1ho
LML 1A liies At |22V oA y |y 1Y
L hal ¢
SAMPLER NAME AND SIGNATURE o s | &z 8
£ 3 X ==
PRINT Name of SAMPLER: \\70&&5\\\“&“ s el o o 5 z EX: 35
i . DATE Signed @ 3 2 Z 9 3
SIGNATURE of SAMPLER: “Nu\ m M \\\\\. N“ m — (MM/DDIYY): \\ - M\’\Nv = [4 3 [} 3

*important Note: By signing this form you are accepting Pace's NET 30 day umvi_mb" terms and agreeing to late charges of 1.5% per month for any invoices not paid within 30 days.

F-ALL-Q-020rev.07, 15-Feb-2007



Sample Condition Upon Receipt

PaceAnalyiical et Name: \“N\ Mo .Qx%@& Project # @0_%@% Y5

13

{

Courier: [JFed Ex [JUPS [JUSPS [Ctient %ssmﬁm_ [Pace  [other NQ% Optional J
Tracking #: Pace Shipping Label Used? (JYes [1 No W“M“ m“qm:w.mﬁm“ / L\\A.V
Custody Seal on Cooler/Box Present: es D No Seals intact: &\mw [J Ne . .
Packing Material: [ JBubble Wrap [ JBubble Bags {Foam \%sm [bther
Thermometer Used: { T-19% / T-194 Type of _no"%m_cm None 7] Samples on ice, cooling process has begun
Cooler Temperature: %h M Date and _amm_w\m erson examining
Temperature should be above freezing to 6°C - Comments: contents: \_Q ! 0 _\“\J
Chain of Custody present: &wm ONo  OInia 1. -
Chain of Custody filled out: EA.mm ONo  [CINA |2
Chain of Custody relinquished: G«% OONo ONA 3
Sampler name & signature on COC: _U«.mm Ono ONAl4
Samples arrived within holding time: Yes [ONo [INA|5.
Short Hold Time analyses (<72hr): ﬁ&wm ONo, CINA |6, Eb WA
Rush Turn Around Time requested: Cyes EAO OnNA |7 ’
Sufficient volume: ,U‘% ONo  [IN/A {8
Correct containers used: ,Nam Ono [OnA 9

-Pace containers used: Oves CINo [INA
Containers intact: /ka\m OiNo  CIN/A |10,
Unpreserved 5035A soils frozen w/in 48hrs? CIves ONo \%\y 11.
Filtered volume received for dissolved tests Oves ONo g 12.
Sample labels match COC: Wv% One  [OIN/A |13.

-Includes date/time/ID/analyses Matrix: WIS
Al containers needing preservation have been checked. Q\mm Ono [N |14,
All containers needing preservation are found to be in % CNe  CIN/A
compliance with EPA recommendation. 4
wmmmwp___mw VOA, coliform, TOC, O&G, WI-DRO (water), Clves & ”H”w_ when k Lot # of m.aama

. pleted _JA preservative
Trip Blank present: OvYes CiNo UA,» 15. -~
Pace Trip Blank lot # (if purchased): \
Headspace in VOA vials ( >6mm): - Oves Do ‘N%_;/ 16.
A
Project sampled in USDA Regulated Area: Oyes [No - Q\\WP 17. List State:
N

Client Notification/ Resolution: Copy COC to Client? //M@\ N Field Data Required? Y / N
Person Contacted: Date/Time:

Comments/ Resolution:

)

C_ T N .

L A T
Project Manager Review: d\@\r\r\/\ Date: _- K 0L (U

Note: Whenever there is a discrepancy affecting North Carolina compliance samples, a copy of this form will be sent to the North Carolina DEHNR
Certification Office (i.e out of hold, _:oo:.mn» preservative, out of temp, incorrect containers)

F-KS-C-003-Rev.05, 19February2010



® Pace Analytical Services, Inc.

aceAnalytical 9608 Loiret Bivd.

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

October 15, 2010

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 6086845

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on October 05, 2010.
The results relate only to the samples included in this report. Results reported herein conform to the
most current NELAC standards, where applicable, unless otherwise narrated in the body of the
report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS Page 1 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6086845

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

<< s,
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& N
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E e

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
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(913)599-5665

Page 2 of 12



Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

Analytical”
www.pacelabs.com
SAMPLE SUMMARY
Project: MONTHLY NPDES
Pace Project No.: 6086845
Lab ID Sample ID Matrix Date Collected Date Received

6086845001 SLO001 Water 10/04/10 17:30 10/05/10 22:45
6086845002 WTO001 Water 10/04/10 17:15 10/05/10 22:45

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6086845

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Analytes

Lab ID Sample ID Method Analysts Reported Laboratory
6086845001 SL001 SM 2540D DSM 1 PASI-K
SM 4500-H+B JML 1 PASI-K
EPA 300.0 RAB 1 PASI-K
EPA 300.0 RAB 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 AIM 1 PASI-K
6086845002 WTO001 SM 2540D DSM 1 PASI-K
SM 4500-H+B JML 1 PASI-K
EPA 300.0 RAB 1 PASI-K
EPA 300.0 RAB 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 AIM 1 PASI-K

REPORT OF LABORATORY ANALYSIS Page 4 of 12

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES

Pace Project No.: 6086845

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 6086845001

Collected: 10/04/10 17:30 Received: 10/05/10 22:45 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids 7.0 mg/L 5.0 1 10/07/10 17:10
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.3 Std. Units 0.10 1 10/06/10 15:00 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 3.1 mg/L 0.10 1 10/06/10 13:00 14797-55-8
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 2.7 mg/L 0.20 1 10/08/10 15:08 16984-48-8
Sulfate 304 mg/L 50.0 50 10/08/10 15:23 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 3.2 mg/L 0.10 1 10/14/10 18:44 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 0.74 mg/L 0.10 1 10/12/10 18:53 7723-14-0

Sample: WT001

Lab ID: 6086845002

Collected: 10/04/10 17:15 Received: 10/05/10 22:45 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids 7.0 mg/L 5.0 1 10/07/10 17:11
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 8.0 Std. Units 0.10 1 10/06/10 15:00 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 5.5 mg/L 0.10 1 10/06/10 12:11 14797-55-8
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 7.8 mg/L 0.20 1 10/08/10 16:08 16984-48-8
Sulfate 705 mg/L 100 100 10/08/10 16:24 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 11.6 mg/L 1.0 1 10/14/10 19:06 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 0.21 mg/L 0.10 1 10/12/10 18:55 7723-14-0

Date: 10/15/2010 09:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6086845

QC Batch: WET/25828 Analysis Method: SM 2540D

QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids

Associated Lab Samples:

6086845001, 6086845002

METHOD BLANK: 713976

Associated Lab Samples:

Matrix: Water

6086845001, 6086845002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 10/07/1017:08
SAMPLE DUPLICATE: 713977
6086793001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 5.0 8.0 25
SAMPLE DUPLICATE: 713978
6086875002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 9.0 10 11 25

Date: 10/15/2010 09:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6086845
QC Batch: WET/25811 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 6086845001, 6086845002
SAMPLE DUPLICATE: 713286
6086845002 Dup
Parameter Units Result Result RPD Qualifiers
Std. Units 8.0 8.0 5 H6

pH at 25 Degrees C

Date: 10/15/2010 09:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6086845

QC Batch: WETA/14266 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples: 6086845001, 6086845

002

METHOD BLANK: 712753 Matrix: Water
Associated Lab Samples: 6086845001, 6086845002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 10/06/10 11:38
LABORATORY CONTROL SAMPLE: 712754
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 5 5.0 100 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 712755 712756
MS MSD
6086841003  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L ND 5 5 4.8 4.6 96 92 68-120 4 16
MATRIX SPIKE SAMPLE: 712768
6086846001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 0.90 5 55 93 68-120
Date: 10/15/2010 09:26 AM REPORT OF LABORATORY ANALYSIS Page 8 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 6086845

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WETA/14299 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples: 6086845001, 6086845002

METHOD BLANK: 714378 Matrix: Water
Associated Lab Samples: 6086845001, 6086845002
Blank Reporting
Parameter Units Result Limit Analyzed
Fluoride mg/L ND 0.20 10/08/10 11:51
Sulfate mg/L ND 1.0 10/08/10 11:51
LABORATORY CONTROL SAMPLE: 714379
Spike LCS LCS
Parameter Units Conc. Result % Rec Qualifiers
Fluoride mg/L 5 4.9 97
Sulfate mg/L 5 4.5 90
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 714380 714381
MS MSD
6086937002  Spike Spike MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result Limits RPD RPD Qual
Fluoride mg/L ND 50 50 49.4 48.6 75-110 2 10
Sulfate mg/L 99.9 50 50 144 145 61-119 1 10

Date: 10/15/2010 09:26 AM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6086845

QC Batch: WETA/14390 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

6086845001, 6086845002

METHOD BLANK: 717888

Associated Lab Samples:

Matrix: Water

6086845001, 6086845002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 10/14/10 18:15
LABORATORY CONTROL SAMPLE: 717889
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.2 110 90-110
MATRIX SPIKE SAMPLE: 717890
6086617001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 15.3 10 24.5 92 90-110
MATRIX SPIKE SAMPLE: 717892
6086951002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 2.3 115 90-110 MO
SAMPLE DUPLICATE: 717891
6086858001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L ND ND 18

Date: 10/15/2010 09:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6086845

QC Batch: WETA/14316 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

6086845001, 6086845002

METHOD BLANK: 715274

Associated Lab Samples:

6086845001, 6086845002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 10/12/10 18:09
LABORATORY CONTROL SAMPLE: 715275
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 1.9 97 90-110
MATRIX SPIKE SAMPLE: 715276
6086932002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2.0 2 3.8 91 72-121
MATRIX SPIKE SAMPLE: 715278
6086906002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 0.85 2 2.7 94 72-121
SAMPLE DUPLICATE: 715277
6086751001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 0.80 0.81 15

Date: 10/15/2010 09:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 6086845

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.

MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 10/15/2010 09:26 AM REPORT OF LABORATORY ANALYSIS Page 12 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

November 16, 2010

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES 11/1/10
Pace Project No.: 6088540

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on November 02, 2010.
The results relate only to the samples included in this report. Results reported herein conform to the
most current NELAC standards, where applicable, unless otherwise narrated in the body of the
report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS Page 1 of 12
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aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES 11/1/10
Pace Project No.: 6088540

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

Analytical”
www.pacelabs.com
SAMPLE SUMMARY
Project: MONTHLY NPDES 11/1/10
Pace Project No.: 6088540
Lab ID Sample ID Matrix Date Collected Date Received

6088540001 SL001 Water 11/01/10 17:40 11/02/10 22:05
6088540002 WTO003 Water 11/01/10 17:30 11/02/10 22:05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

®
aceAnalytical
www.pacelabs.com
SAMPLE ANALYTE COUNT
Project: MONTHLY NPDES 11/1/10
Pace Project No.: 6088540
Analytes
Lab ID Sample ID Method Analysts Reported Laboratory
6088540001 SL001 SM 2540D SRM1 1 PASI-K
SM 4500-H+B JPF 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 AIM 1 PASI-K
6088540002 WTO003 SM 2540D SRM1 1 PASI-K
SM 4500-H+B JPF 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 AIM 1 PASI-K

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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ace Analytical

www.pacelabs.com

ANALYTICAL RESULTS

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 6088540001

Collected: 11/01/10 17:40 Received: 11/02/10 22:05

Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed Qual

2540D Total Suspended Solids Analytical Method: SM 2540D

Total Suspended Solids ND mg/L 5.0 1 11/04/10 12:44

4500H+ pH, Electrometric Analytical Method: SM 4500-H+B

pH at 25 Degrees C 7.2 Std. Units 0.10 1 11/03/10 16:15 H6

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 3.6 mg/L 0.10 1 11/03/10 15:32

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Fluoride 2.8 mg/L 0.20 1 11/15/10 18:30

Sulfate 308 mg/L 100 100 11/15/10 18:45

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 2.4 mg/L 0.10 1 11/10/10 14:25

365.4 Total Phosphorus Analytical Method: EPA 365.4

Phosphorus 0.50 mg/L 0.10 1 11/09/10 16:31

Sample: WT003 Lab ID: 6088540002 Collected: 11/01/10 17:30 Received: 11/02/1022:05 Matrix: Water
Parameters Results Units Report Limit DF Prepared Analyzed Qual

2540D Total Suspended Solids Analytical Method: SM 2540D

Total Suspended Solids ND mg/L 5.0 1 11/04/10 12:44

4500H+ pH, Electrometric Analytical Method: SM 4500-H+B

pH at 25 Degrees C 6.5 Std. Units 0.10 1 11/03/10 16:15 H6

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 4.9 mg/L 0.10 1 11/03/10 15:16

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Fluoride 5.6 mg/L 0.20 1 11/15/10 19:00

Sulfate 783 mg/L 200 200 11/15/10 19:15

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 9.0 mg/L 0.50 1 11/10/10 14:36

365.4 Total Phosphorus Analytical Method: EPA 365.4

Phosphorus 0.30 mg/L 0.10 1 11/09/10 16:32

Date: 11/16/2010 10:15 AM REPORT OF LABORATORY ANALYSIS Page 5 of 12

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/26296
QC Batch Method:  SM 2540D

Analysis Method: SM 2540D

Analysis Description: 2540D Total Suspended Solids

Associated Lab Samples: 6088540001, 6088540002

METHOD BLANK: 730409

Matrix: Water

Associated Lab Samples: 6088540001, 6088540002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 11/04/10 12:42
SAMPLE DUPLICATE: 730410
6088539001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 216 212 2 25
SAMPLE DUPLICATE: 730411
6088555002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25

Date: 11/16/2010 10:15 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

QC Batch: WET/26283 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH

Associated Lab Samples: 6088540001, 6088540002

SAMPLE DUPLICATE: 729876

6088539002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 8.4 8.4 0 5 H6
Date: 11/16/2010 10:15 AM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

QC Batch: WETA/14619 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

6088540001, 6088540002

METHOD BLANK:

Associated Lab Samples:

729809

Matrix: Water

6088540001, 6088540002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 11/03/10 16:17
LABORATORY CONTROL SAMPLE: 729810
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 5 5.0 101 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 729811 729812
MS MSD
6088564001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L 39.6 50 50 89.3 90.1 99 101 68-120 1 16
MATRIX SPIKE SAMPLE: 729813
6088504001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 1020 500 1640 124 68-120 MO
Date: 11/16/2010 10:15 AM REPORT OF LABORATORY ANALYSIS Page 8 of 12

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

QC Batch: WETA/14740 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

6088540001, 6088540002

METHOD BLANK: 736062

Associated Lab Samples:

Matrix: Water

6088540001, 6088540002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 11/15/2017:14
Sulfate mg/L ND 1.0 11/15/1017:14
LABORATORY CONTROL SAMPLE: 736063
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 5 5.0 100 90-110
Sulfate mg/L 5 4.7 95 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 736064 736065
MS MSD
6088478006  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L ND 50 50 46.4 47.0 91 92 75-110 1 10
Sulfate mg/L 136 50 50 179 181 84 89 61-119 1 10
Date: 11/16/2010 10:15 AM REPORT OF LABORATORY ANALYSIS Page 9 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

QC Batch: WETA/14691 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

6088540001, 6088540002

METHOD BLANK: 733187

Associated Lab Samples:

6088540001, 6088540002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 11/10/10 13:58
LABORATORY CONTROL SAMPLE: 733188
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.0 101 90-110
MATRIX SPIKE SAMPLE: 733190
6088712002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.3 64 90-110 MO
MATRIX SPIKE SAMPLE: 733191
6088496002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.9 97 90-110
SAMPLE DUPLICATE: 733189
6088872001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 4640 4600 18

Date: 11/16/2010 10:15 AM

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES 11/1/10

Pace Project No.: 6088540

QC Batch: WETA/14642 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

6088540001, 6088540002

METHOD BLANK: 730482

Associated Lab Samples:

6088540001, 6088540002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 11/09/10 16:04
LABORATORY CONTROL SAMPLE: 730483
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.0 100 90-110
MATRIX SPIKE SAMPLE: 730485
6088299002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2.9 2 3.7 41 72-121 MO
MATRIX SPIKE SAMPLE: 730486
6088244001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 0.47 23 72-121 MO
SAMPLE DUPLICATE: 730484
6088251001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L ND ND 15

Date: 11/16/2010 10:15 AM

Page 11 of 12
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES 11/1/10
Pace Project No.: 6088540

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.

MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 11/16/2010 10:15 AM REPORT OF LABORATORY ANALYSIS Page 12 of 12
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ace Analytical”
wivw, pacelans.com

i
i
i

CHAIN-OF-CUSTODY / Analytical Request Document "

The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fields must be completed accurately.

Section A Section B Section C Page: of
Required Client Information: Required Project Information: invoice Information: ¢
Company: Fi MO Remediation Trust Report To: Keith Brown Attention:
Address: 4400 College Blvd Copy To:  Doug Engel, Kamyar Manesh Company Name: REGULATORY AGENCY
Joplin, MO 64801 Address: @ NPDES m GROUND WATER _ﬂ DRINKING WATER
Email To: Purchase Order No.. ¢~ i Pace Quote ]
= w \ N *m Reference: M.J UsTt H i RCRA —|J OTHER
Phone: Project Name:  Monthly NPDES '_,_u\_mom Project  Sherri Guess Site Location
anager:
Requested Due Date/TAT: Project Number: Pace Profile # 76 STATE: MO \
Requested Analysis Filtered (Y/N) \ 7 Y
. —
Section D Valid Matrix Codes gla z \
Required Client information MATRIX CODE ° w COLLECTED Preservatives = . A
DRINKING WATER  OW H [ z
WATER WT B n__u @]
WASTE WATER  WW - COMPOSITE COMFOSITE 5 =
PRODUCT P 5|2 START END/GRAB ] 4
SOIUSOLID sL - 4 o >
oL oL 8l g gl e - P .
SAMPLEID  we W & 4 gl | 2 s 6
. AR AR w <}z o 2 5 € {
(A-Z,0-9/ - OTHER oT ol w sl Z o b= B =
Sample IDs MUST BE UNIQUE ~ Tissue Ts o W 2 Elg 0} e 2 o
— @ =
x | wlg e SNMERE RE 2 g
3 x| = 21 O |3l @ rinlsl s @ al .18 2
= A 15 158|Slslo|2ls|8l el |[g]e]e| 8|8 -
¢ = I 21 © [=|R|z|ol 5| £ 8| &)< o|BIE|z|5]|E @ .
= =1a4 pate | tive | oare | Tme | B = |S|ZIE(Z|2|2]1E|51S AN EIF I o Pace Project No./ Lab L.D.
1 SL0O1 wwl sttt |} 430 3 2|1 x| xd x| x| «f x| x 4 pedo Infowige Gy
2 WT003 wwi__|f~tr1/ LY 0P| s 2] s x o x o]« £ [ L o
3
4
5
-6
7
8
g
10
11
12
ADDITIONAL COMMENTS RE| _ZDC_MImU BY / AFFILIATION DATE TIME >00m_u,_.m0 m<\>—uk_|®_02 DATE TIME SAMPLE CONDITIONS
(ALY =2 Y/ Z
74 p =17
( \ Vafy 1238 f\ LI TV& Var/i] 1235
B 7 y
V&Nf\§“\ ~7& .\: \a\mva xn@\ \.\N\\\\ YA A 24 J J P_
SAMPLER NAME AND SIGNATURE o 5 8 f:
£ g= A ==
PRINT Name of SAMPLER: ] ¢ hé\\%&c\\\‘ = | 22| =% 8%
DATE Signed ., k] ¢ 2 %3 €
SIGNATURE of SAMPLER: § ; _ IMIDBIY): { .I\Mu -/ & 3s 3

“Important Note: By signing this form you are accepting Pace's NET 30 day umS:Q:

d

tterms and agreeing to late charges of 1.5% per month for any invoices not paid within 30 days.

F-ALL-Q-020rev.07, 15-Feb-2007




Sample Condition Upon Receipt

, s

- smmmm@mﬁmm\ Client Name: £/ Ao foned Project # QCA Al g

{ 7 {

Courier: [ JFed Ex [ JUPS _.ll_cm_um [Jclient [JCommercial [ JPace [ Other Optional
Tracking #: Pace Shipping Labe! Used? 7 Yes S No W”M_ m“wsw.mﬂm” 2 \ <
Custody Seal on Cooler/Box Present: Q%mm D No Seals intact: E,xmm _H_ No > . {
Packing Material: [ _JBubble Wrap [TIBubble Bags [(Foam  [/None [ DPther
Thermometer Used: 191/ T-194 Type of Ice: % Blue None (] samples on ice, cooling process has begun
Cooler Temperature: b,\:\ Date and Initials of person examining
Temperature should be above freezing to 6°C Comments: contents: & ¢ \ Nh\\ +
Chain of Custody present: gmm Cne  Cva i,
Chain of Custody filled out: Zves Ono Oniaf2,
Chain of Custody relinquished: ﬂ<8 Ono ONva 3.
Sampler name & signature on COC: Pves Oino  CINAA |4,
Samples arrived within holding time: D,am Onals W7 Fove. oly o) fL. A
Short Hold Time analyses (<72hr): w\.\Wz?raDz\\» 6. \L.w N .
Rush Turn Around Time requested: r_u<8 o ONA|7. {
Sufficient volume: Eém OnNo  ON/A[8.
Correct containers used: &<mm ONe  Onva (9.

-Pace containers used: _m,am OnNo  [nva
Containers intact: Bém Ono  OOnal10.
Unpreserved 5035A soils frozen w/in 48hrs? D<mm ONo \Dz\> 11.
Filtered volume received for dissolved tests Oves [INo \&z\\y 12.
Sample labels match COC: fves TNo [N [13.

-Includes date/time/iD/analyses Matrix: il
All containers needing preservation have been checked. m?mm ONo  [Inia |14,
A cotares esing pesenatin e I 1002 s Do O
_m“omww_“m VOA, coliform, TOC, O&G, WI-DRO (water), Clves E‘ZO _oﬂmw_ when Lot # of added

pleted . #%_ preservative
Trip Blank present: Oves Ono Dz%, 15.
Pace Trip Blank lot # (if purchased):
Headspace in VOA vials ( >6mm): Oves [no ﬁz\> 16.
Project sampled in USDA Regulated Area: Oves [No .Bz\> 17. List State:
=

Client Notification/{Re o&._\n on: Copy COC to Client? 6\ Field Data Required? Y / N

Person Contacted: K 04 |~> QHCJ\J Date/Time: _ U;\ ~

6irments/ Resolution: 2 .
W et T ruzaming 07 racuoc ez g holds 57
Clowt, cdnee @, unll ImP?vCr N

C /

\
Project Manager _um<_m<<J Oﬁ\f.\r\/\

Note: Whenever there is a discrepancy affecting North Carolina compliance samples, a copy of this form will be sent to the North Carolina DEHNR
Certification Office (i.e out of hold, incorrect preservative, out of temp, incorrect containers)

F-KS-C-003-Rev.05, 19February2010



Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

February 04, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 6092621

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on January 21, 2011.
The results relate only to the samples included in this report. Results reported herein conform to the
most current NELAC standards, where applicable, unless otherwise narrated in the body of the
report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS Page 1 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6092621

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

<< s,

>, G
& N
g :
E e

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

Analytical”
www.pacelabs.com
SAMPLE SUMMARY
Project: MONTHLY NPDES
Pace Project No.: 6092621
Lab ID Sample ID Matrix Date Collected Date Received

6092621001 SLO001 Water 01/18/11 14:30 01/21/11 22:45
6092621002 WTO003 Water 01/18/11 14:20 01/21/11 22:45

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6092621

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Analytes

Lab ID Sample ID Method Analysts Reported Laboratory
6092621001 SL001 SM 2540D JPF 1 PASI-K
SM 4500-H+B CMG 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 RAB 1 PASI-K
6092621002 WTO003 SM 2540D JPF 1 PASI-K
SM 4500-H+B CMG 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 RAB 1 PASI-K

REPORT OF LABORATORY ANALYSIS Page 4 of 12

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES

Pace Project No.: 6092621

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 6092621001 Collected: 01/18/11 14:30 Received: 01/21/11 22:45

Matrix: Water

Parameters Results Units Report Limit DF Prepared CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 01/24/11 12:48
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.8 Std. Units 0.10 1 01/22/11 11:20 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 1.0 mg/L 0.10 1 02/02/11 11:20 14797-55-8 H1
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 1.1 mg/L 0.20 1 02/02/11 11:20 16984-48-8
Sulfate 153 mg/L 200 20 02/02/11 11:34 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 1.5 mg/L 0.10 1 02/01/11 13:32 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 0.38 mg/L 0.10 1 01/25/11 11:38 7723-14-0

Sample: WT003

Lab ID: 6092621002 Collected: 01/18/11 14:20 Received: 01/21/11 22:45 Matrix: Water

Parameters Results Units Report Limit DF Prepared CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 01/24/11 12:48
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.7 Std. Units 0.10 1 01/22/11 11:20 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 3.8 mg/L 0.10 1 02/02/11 12:42 14797-55-8 H1
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 5.6 mg/L 0.20 1 02/02/11 12:42 16984-48-8
Sulfate 693 mg/L 50.0 50 02/02/11 12:56 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 12.0 mg/L 0.50 1 02/01/11 13:33 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 0.11 mg/L 0.10 1 01/25/11 11:39 7723-14-0

Date: 02/04/2011 10:24 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6092621

QC Batch: WET/27378 Analysis Method: SM 2540D

QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids

Associated Lab Samples:

6092621001, 6092621002

METHOD BLANK: 763253

Associated Lab Samples:

Matrix: Water

6092621001, 6092621002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 01/24/11 12:46
SAMPLE DUPLICATE: 763254
6092590001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 11.0 10 10 25
SAMPLE DUPLICATE: 763255
6092504006 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25

Date: 02/04/2011 10:24 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6092621
QC Batch: WET/27370 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 6092621001, 6092621002
SAMPLE DUPLICATE: 763070
6092622001 Dup
Parameter Units Result Result RPD Qualifiers
Std. Units 7.9 7.9 5 H6

pH at 25 Degrees C

Date: 02/04/2011 10:24 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.

QUALITY CONTROL DATA

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6092621

QC Batch: WETA/15378 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

6092621001, 6092621002

METHOD BLANK: 767178

Associated Lab Samples:

6092621001, 6092621002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 02/02/11 10:26
LABORATORY CONTROL SAMPLE: 767179
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 5 4.7 94 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 767180 767181
MS MSD
6092621001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L 1.0 5 5 5.5 5.4 20 89 68-120 1 16

Page 8 of 12

Date: 02/04/2011 10:24 AM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 6092621

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WETA/15353 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples: 6092621001, 6092621002

METHOD BLANK: 766581 Matrix: Water
Associated Lab Samples: 6092621001, 6092621002
Blank Reporting
Parameter Units Result Limit Analyzed
Fluoride mg/L ND 0.20 02/02/11 10:26
Sulfate mg/L ND 1.0 02/02/1110:26
LABORATORY CONTROL SAMPLE: 766582
Spike LCS LCS
Parameter Units Conc. Result % Rec Qualifiers
Fluoride mg/L 5 4.7 94
Sulfate mg/L 5 4.7 95
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 766583 766584
MS MSD
6092621001  Spike Spike MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec Limits RPD RPD Qual
Fluoride mg/L 11 5 5 55 55 75-110 1 10
Sulfate mg/L 153 100 100 242 240 61-119 1 10

Date: 02/04/2011 10:24 AM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6092621

QC Batch: WETA/15342 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

6092621001, 6092621002

METHOD BLANK: 766390

Associated Lab Samples:

6092621001, 6092621002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 02/01/11 13:20
LABORATORY CONTROL SAMPLE: 766391
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 107 90-110
MATRIX SPIKE SAMPLE: 766393
6092537001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 0.20 2 2.0 89 90-110 MO
MATRIX SPIKE SAMPLE: 766394
6092852001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.9 93 90-110
SAMPLE DUPLICATE: 766392
6092536001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 4.1 4.1 18

Date: 02/04/2011 10:24 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6092621

QC Batch: WETA/15275 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

6092621001, 6092621002

METHOD BLANK: 763222

Associated Lab Samples:

6092621001, 6092621002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 01/25/11 11:13
LABORATORY CONTROL SAMPLE: 763223
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 763224
6092473001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 15 2 3.6 105 72-121
MATRIX SPIKE SAMPLE: 763226
6092545002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 7.1 10 16.4 93 72-121
SAMPLE DUPLICATE: 763225
6092533003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 4.3 4.2 15

Date: 02/04/2011 10:24 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 6092621

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H1 Analysis conducted outside the EPA method holding time.
H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 02/04/2011 10:24 AM REPORT OF LABORATORY ANALYSIS Page 12 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical”

7 wwav. pacelabs.com
/

{

i

CHAIN-OF-CUSTODY / Analytical Request Document

The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fields must be completed accurately.

&) Y

Section A Section B Section C Page: of
Required Client Information: Required Project Information: Invoice Information: )
Company: FI MO Remediation Trust Report To: Keith Brown Attention:
Address: 4400 College Blvd Copy To: - Doug Engel, Kamyar Manesh Company Name: REGULATORY AGENCY -
Joplin, MO 64801 Address: ¥ NPDES [~ GROUNDWATER [ DRINKING WATER
Email To: Purchase Order No.: Pace Quote :
i \w m_ /3 M« i Pace Quat I usT ™ RCRA _: OTHER
Phone: Project Name:  Monthly NPDES Pace Project  Sherri Guess " Site Location .
Manager: ! _<_O
Requested Due Date/TAT: Project Number: Pace Profile # 76 STATE:
. 'Requested Analysis Filtered (Y/N)
—
Section D Valid Matrix Codes glg ; SZ
Regquired Client Information MATRIX CODE s w COLLECTED Preservatives =
DRINKING WATER DW H [&] Z foE
WATER wT N ]
WASTEWATER  WW | COMPOSITE COMPOSITE 5 =
PRODUCT P b < START END/GRAB m m
SOIUSOLID st 2l x o bt
olL oL g | @ Sl e b Py )
SAMPLEID  we S ME! ol 8 Fi R 2
(A-Z,09/,-) OTHER ot Al w o M o o w m [ «w\H .W W\Qw VV
Sample IDs MUST BE UNIQUE ~ TisSUE TS m W m _M % ‘..b e 2 5 A
< | g2 SERE RE 2 g
#* R 21 O ol 2] o Tl &l l® 1] Gl of 8 E
E Elg Llu |5i3|C]=lolelsi8lel |2lelel8|Els 3
w L -4 Z2j] 0 |slRiZlols| s 2| El< alSI&IELIS|E ) .
= = | 4| paTE TIME DATE e o] = |SiT|E|Z|Z|Z|=[Ol=lZ]| 212l o121 E o Pace Project No./ Lab 1.D.
1 SL0O1 ww 2154/ fokS 3 [2]1 ol ke x] x ] x| x N Kﬂ\ww\r\f %\W«\p m\ww
2 WT003 WwW A | jo Do 3121 x{ x| x| x| x| x| «x rﬂ\ rF r\ &/
3
4.
5
m.
7
8
9
10
St
12
ADDITIONAL COMMENTS "RELINQUISHED BY / AFFILIATION DATE TIME * ACCEPTED m<\>mm_r_>._._wz : " pate , TIME SAMPLE CONDITIONS
»~
- IS
TuU” m§ 7 | 3k 1055 L[, TV ,J 215 f#r)0 55
I - = 2/ 05 Y 1)
mW&?\ W) AR = ZU7 | 23505 | Y | y
SAMPLER NAME AND SIGNATURE o 5 m = El
‘ ‘ e 9 g 3z sz
: = > pu £
PRINT Name of SAMPLER: At / \ \I\\\\\\c — g Y gs m z
.. - s gne - - L = %8
SIGNATURE of m>gvrmx‘§\\ \NAII‘\\* oy L=/ o g 53 5

*Important Note: By signing this form you are accepting Pace’s NET 30 uay payment terms and agreeing to late charges of 1.5% per month for any invoices not paid within 30 days.

F-ALL-Q-020rev.07, 15-Feb-2007



Sample Condition Upon Receipt

Rl Glont Namme: /T w0 flpmadioproject #__ a3 cap

Courier: [ JFed Ex [JuPs [JusPS []Client Commercial [ JPace [ [Other N\M%M Optional

N - Proj. Due Date: /
Tracking #: Pace Shipping Label Used? Yes No ] _f,
g 2 pping D Yes U Proj. Name: «’t
Custody Seal on Cooler/Box Present: gmm [J No  Seals intact: &mw [] No

Packing Material: [ |Bubble Wrap [ JBubble Bags [Foam _ &6 [Tbther

Thermometer Used:

Type of _omm<\mﬂ"\V Biue None {1 samples on ice, cooling process has begun

Cooler Temperature: a5 Date m:o_._:zw ow.u mo_~ examining
Temperature should be above freezing to 6°C . Comments: contents: 7 / 14 !
Chain of Custody present: me One  Onia .
Chain of Custody filled out: 'ﬂ@mm ONo  [Cna |2.
Chain of Custody relinquished: N?mm CINo [N |3,
Sampler name & signature on COC: &om [INo  [na |4,
Samples arrived within holding time: M&mm CNo  [CIn/A |5,
Short Hold Time analyses (<72hr); . G‘Am Oy Onale. A=, . 2 Ji
Rush Turn Around Time requested: Cves 'm%_o O 7. 4
Sufficient volume: .U«wm CNo (A |8,
Correct containers used: \Nﬂ Ono DOnajg.
-Pace containers used: .h ONo  Owa
Containers intact: ..Dﬁm OnNo  [CINia 110,
Unpreserved 5035A sails frozen wiin 48hrs? Oves TINo ‘EA\.» 11.
Filtered volume _‘mn.m_.<ma for dissolved tests Ovyes 0o .EA\, 12
Sample labels match COC: .DA& ONo  OINA (13,
-Includes date/time/iD/analyses Matrix: ?..Un,;
All containers needing preservation have been checked. R Ono Onmal14.
All containers needing preservation are found to be in mv% ONe DA
compliance with EPA recommendation.
mxnmum.ozm“ VOA, coliform, TOC, 0&G, WI-DRO (water), Olves g o Initial when Lot # of m.aama
Phenolics \ completed § preservative
Trip Blank present: Ovyes [no QA\> 15. -
Pace Trip Blank lot # (if purchased): \
Headspace in VOA vials ( >6mm): Oyes [No Nﬁz\> 16.
/
Project sampled in USDA Regulated Area: Oves CNo - EA\> 17. List State:
Client Notification/ Resolution: Copy COC to Client? N Field Data Required? Y | N

Person Contacted:

Comments/ Resolution:

"
S~

Project Manager Review: C Date: % - :D‘ ~ w v

Note: Whenever there is a discrepancy affecting North Carolina compliance samples, a copy of this form will be sent to the North Carolina DEHNR
Certification Office (i.e out of hold, incorrect preservative, out of temp, incorrect containers)

F-KS-C-003-Rev.05, 19February2010



® Pace Analytical Services, Inc.

aceAnalytical 9608 Loiret Bivd.

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

March 01, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 6093598

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on February 15, 2011.
The results relate only to the samples included in this report. Results reported herein conform to the
most current NELAC standards, where applicable, unless otherwise narrated in the body of the
report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS Page 1 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6093598

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

<< s,

>, G
& N
g :
E e

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Page 2 of 13



Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

Analytical”
www.pacelabs.com
SAMPLE SUMMARY
Project: MONTHLY NPDES
Pace Project No.: 6093598
Lab ID Sample ID Matrix Date Collected Date Received

6093598001 SLO001 Water 02/15/11 10:45 02/15/11 23:05
6093598002 WTO003 Water 02/15/11 10:30 02/15/11 23:05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 6093598

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Analytes

Lab ID Sample ID Method Analysts Reported Laboratory
6093598001 SL001 SM 2540D JPF 1 PASI-K
SM 4500-H+B SRM1 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 CMG 1 PASI-K
EPA 365.4 CMG 1 PASI-K
6093598002 WTO003 SM 2540D JPF 1 PASI-K
SM 4500-H+B SRM1 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 CMG 1 PASI-K
EPA 365.4 CMG 1 PASI-K

REPORT OF LABORATORY ANALYSIS Page 4 of 13

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES

Pace Project No.: 6093598

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 6093598001 Collected: 02/15/11 10:45 Received: 02/15/11 23:05

Matrix: Water

Parameters Results Units Report Limit DF Prepared CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids 11.0 mg/L 5.0 1 02/17/11 14:40
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.3 Std. Units 0.10 1 02/16/11 14:40 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 0.99 mg/L 0.10 1 02/16/11 22:05 14797-55-8
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 0.43 mg/L 0.20 1 02/26/11 16:46 16984-48-8
Sulfate 76.4 mg/L 200 20 02/26/11 17:28 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia ND mg/L 0.10 1 02/23/11 17:22 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 0.58 mg/L 0.10 1 02/17/11 15:48 7723-14-0

Sample: WT003

Lab ID: 6093598002 Collected: 02/15/11 10:30 Received: 02/15/11 23:05 Matrix: Water

Parameters Results Units Report Limit DF Prepared CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 02/17/11 14:40
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.3 Std. Units 0.10 1 02/16/11 14:40 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 1.1 mg/L 0.10 1 02/16/11 21:20 14797-55-8
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 0.59 mg/L 0.20 1 02/26/11 17:42 16984-48-8
Sulfate 255 mg/L 50.0 50 02/26/11 17:57 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 0.47 mg/L 0.10 1 02/23/11 18:19 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus ND mg/L 0.10 1 02/17/11 15:50 7723-14-0

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6093598
QC Batch: WET/27712 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 6093598001
METHOD BLANK: 772179 Matrix: Water
Associated Lab Samples: 6093598001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 02/17/11 14:36
SAMPLE DUPLICATE: 772180
6093689001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 170 175 25
SAMPLE DUPLICATE: 772183
6093592001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 41.0 38.0 25

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6093598
QC Batch: WET/27713 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 6093598002
METHOD BLANK: 772196 Matrix: Water
Associated Lab Samples: 6093598002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 02/17/11 14:40
SAMPLE DUPLICATE: 772197
6093598002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25
SAMPLE DUPLICATE: 772198
6093626001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 67.0 68.0 25

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

W ACCo,
S o

<
) 4,
<, -
:Nelac:
S %
2 z

Page 7 of 13



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6093598
QC Batch: WET/27690 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 6093598001, 6093598002
SAMPLE DUPLICATE: 771483
6093595002 Dup
Parameter Units Result Result RPD Qualifiers
Std. Units 7.6 7.6 5 H6

pH at 25 Degrees C

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6093598

QC Batch: WETA/15457 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

6093598001, 6093598002

METHOD BLANK: 771534

Associated Lab Samples:

Matrix: Water

6093598001, 6093598002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 02/16/11 17:47
LABORATORY CONTROL SAMPLE: 771535
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 5 4.5 91 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 771536 771537
MS MSD
6093624001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L 6.4 10 10 155 15.8 91 94 68-120 2 16
MATRIX SPIKE SAMPLE: 771538
6093556002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 9.1 5 145 107 68-120
Date: 03/01/2011 12:25 PM REPORT OF LABORATORY ANALYSIS Page 9 of 13
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6093598

QC Batch: WETA/15534 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

6093598001, 6093598002

METHOD BLANK: 776283

Associated Lab Samples:

Matrix: Water

6093598001, 6093598002

Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 02/26/11 14:52
Sulfate mg/L ND 1.0 02/26/11 14:52
LABORATORY CONTROL SAMPLE: 776284

Spike LCS LCS % Rec

Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 5 4.8 97 90-110
Sulfate mg/L 5 5.0 100 90-110
MATRIX SPIKE SAMPLE: 776287

6093622001 Spike MS MS % Rec

Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 3.1 5 7.8 95 75-110
Sulfate mg/L 2.7 5 7.5 97 61-119
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 776288 776289

MS MSD
6093696001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual

Fluoride mg/L 0.29 5 5 5.0 5.0 94 95 75-110 1 10
Sulfate mg/L 12.3 5 5 17.3 17.4 99 101 61-119 1 10

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6093598

QC Batch: WETA/15490 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

6093598001, 6093598002

METHOD BLANK: 774289

Associated Lab Samples:

Matrix: Water

6093598001, 6093598002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 02/23/11 16:52
LABORATORY CONTROL SAMPLE: 774290
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.0 101 90-110
MATRIX SPIKE SAMPLE: 774291
6093333002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 5.6 20 34.4 144 90-110 MO
MATRIX SPIKE SAMPLE: 774293
6093538001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.2 61 90-110 MO

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 6093598

QC Batch: WETA/15463 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

6093598001, 6093598002

METHOD BLANK: 771779

Associated Lab Samples:

6093598001, 6093598002

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 02/17/11 15:22
LABORATORY CONTROL SAMPLE: 771780
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 104 90-110
MATRIX SPIKE SAMPLE: 771781
6093400003 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2.2 2 4.0 88 72-121
MATRIX SPIKE SAMPLE: 771783
6093601001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 13 2 3.2 100 72-121
SAMPLE DUPLICATE: 771782
6093401002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 15.2 14.4 15

Date: 03/01/2011 12:25 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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W ACCo,
S o

<
) 4,
<, -
:Nelac:
S %
2 z

Page 12 of 13



Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 6093598

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 03/01/2011 12:25 PM REPORT OF LABORATORY ANALYSIS Page 13 of 13
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aceAnalytical

wiww. pacelabs.com

May 20, 2005

M. KAMYAR MANESH

FI M SSOURI REMEDI ATI ON TRUST
103 W 26TH

KANSAS CI TY, MO 64116

RE: Lab Project Nunmber: 6094592

Cient Project ID NPDES SAMPLI NG 5/ 2/ 05

Dear M. MANESH

Encl osed are the analytical results for sanple(s) received by the I aboratory on My 4, 2005.

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Resul ts reported

herein conformto the nost current NELAC standards, where applicable, unless otherwi se narrated in the body of

the report.

If you have any questions concerning this report please feel free to contact ne.

Sincerely,

Conni e Gardner
conni e. gar dner @acel abs. com
Proj ect Manager

Kansas/ NELAP Certification Nunber E-10116

Encl osures

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAMPLE SUMVARY

Lab Project Nunber:
Cient Project ID

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6094592
NPDES SAMPLI NG 5/ 2/ 05

Proj ect Sanpl e

Sanpl e Nunber Nunber Cient Sanple ID Mat rix Date Collected Date Received
6094592- 001 608125001  SL001 Wt er 05/02/05 08:15 05/04/05 06:10
6094592- 002 608125019  WI003 at er 05/02/05 08:25 05/04/05 06: 10

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAVMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

Lab Project Nunber: 6094592

9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 5/2/05

Proj ect Anal ysi s Anal yt es
Sanpl e Nunber Sanple No Cient Sanple ID Code Anal ysis Description Report ed
6094592- 001 608125001 SLOO1 1501 EPA pH 1
1602 VEPA Total Suspended Solids 1
3000 WNC3  Anions | C 48hr Water 1
3000 WPAC Anions, lon Chromatography 2
3501 WEPA  Amonia 1
3532 WEPA Nitrogen, Nitrate plus Nitrite 1
3654T WEPA  Phosphorus, Total 1
6094592- 002 608125019 Wr003 1501 EPA pH 1
1602 WEPA Total Suspended Solids 1
3000 WNGB  Anions |C 48hr Water 1
3000 WPAC  Anions, lon Chromatography 2
3501 WEPA  Ammoni a 1
3532 WEPA Nitrogen, Nitrate plus Nitrite 1
3654T WEPA  Phosphorus, Total 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Lab Project Nunber:
Cient Project ID:

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6094592
NPDES SAMPLI NG 5/ 2/ 05

Lab Sanple No:

608125001
Client Sanple ID SLOO1

Proj ect Sanple Nunber: 6094592-001

Matrix: Water

Date Col | ected: 05/02/05 08:15
Dat e Received: 05/04/05 06:10

Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry
pH Met hod: EPA 150.1
pH 7.97 05/ 04/ 05 VRL 1
Total Suspended Solids Met hod: EPA 160. 2
Total Suspended Solids ND mg/ | 5.00 05/ 09/ 05 VRL
Anions | C 48hr Water Met hod: EPA 300.0
Nitrate as N 1.13 my/ | 1.00 05/ 04/05 11:47 PDA 2
Ani ons, |on Chromat ography Met hod: EPA 300.0
Fl uori de 1.21 my/ | 0.200 05/19/05 18:12 PDA 16984-48-8
Sulfate 147. my/ | 10.0 05/19/05 18:12 PDA 14808-79-8
Ammoni a Met hod: EPA 350. 1
Ni trogen, Amonia 3.32 my/ | 0.200 05/06/05 KNS 7727-37-9
Nitrogen, Nitrate plus Nitrite Method: EPA 353.2
Ni trogen, NO2 plus NGB 1.65 nmy/ | 0.500 05/16/05 KNS
Phosphorus, Tot al Met hod: EPA 365. 4
Phosphor us 1.43 ny/ | 0.500 05/10/05 ACM 7723-14-0
Date: 05/20/05 Page: 1 of 11

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Lab Project Nunber:

Cient Project ID:

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6094592
NPDES SAMPLI NG 5/ 2/ 05

Lab Sanple No:

608125019
Client Sanple ID: WI003

Proj ect Sanple Nunmber: 6094592- 002

Matrix: Water

Date Col | ected: 05/02/05 08: 25
Dat e Received: 05/04/05 06:10

Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry

pH Met hod: EPA 150.1

pH 7.27 05/ 04/ 05 VRL 1
Total Suspended Solids Met hod: EPA 160. 2

Total Suspended Solids ND mg/ | 5.00 05/ 09/ 05 VRL

Anions | C 48hr Water Met hod: EPA 300.0

Nitrate as N 2.80 my/ | 1.00 05/ 04/05 11:59 PDA 2
Ani ons, |on Chromat ography Met hod: EPA 300.0

Fl uori de 2.96 my/ | 0.200 05/19/05 19:02 PDA 16984-48-8

Sulfate 675. my/ | 20.0 05/19/05 19:02 PDA 14808-79-8
Ammoni a Met hod: EPA 350. 1

Ni trogen, Amonia 19.7 my/ | 2.00 05/ 06/ 05 KNS 7727-37-9
Nitrogen, Nitrate plus Nitrite Method: EPA 353.2

Ni trogen, NO2 plus NGB 3.55 nmy/ | 1.00 05/ 16/ 05 KNS

Phosphorus, Tot al Met hod: EPA 365. 4

Phosphor us 0.536 ny/ | 0.500 05/10/05 ACM 7723-14-0

Date: 05/20/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

wisw. pacelabs.com Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

PARAMETER FOOTNOTES

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Esti mated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt

MDL Adj usted Method Detection Linmit

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

[2] Anal ysi s conducted in excess of EPA recomended hol ding tinme.

Date: 05/20/05 Page: 3 of 11

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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QUALITY CONTROL DATA

Lab Project Nunber: 6094592

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193438

QC Batch Method: EPA 150.1

Anal ysi s Method: EPA 150.1
Anal ysi s Description: pH

Associ ated Lab Sanpl es: 608125001 608125019
SAMPLE DUPLI CATE: 608128013
608125001 DUP Max
Par anet er Units Resul t Resul t RPD RPD Foot notes
pH 7.970 7.960 0 10 1
Date: 05/20/ 05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193772
QC Batch Method: EPA 160. 2

Anal ysi s Method: EPA 160. 2
Anal ysis Description: Total Suspended Solids

Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608142709
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting

Par anet er Units Resul t Linmt Foot not es
Total Suspended Solids mg/ | ND 5.00
SAMVPLE DUPLI CATE: 608142717

608126066 DUP Max
Par anet er Units Resul t Resul t RPD RPD  Footnotes
Total Suspended Solids my/ | ND ND NC 18

Date: 05/20/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.

9608 Loriet Bivd.
b \ . \... Lenexa, KS 66219
mﬂm :m ‘—\N\ﬁm Phone: 913.599.5665
- www. pacelabs.com Fax: 913.599.1759
QUALI TY CONTROL DATA
Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05
QC Batch: 193396 Anal ysi s Method: EPA 300.0
QC Batch Method: EPA 300.0 Anal ysi s Description: Anions |C 48hr Water
Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608125563
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting
Par anet er Units Resul t Limt Foot not es
Nitrate as N mg/ | ND 1.00
LABORATORY CONTROL SAMPLE: 608125571
Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Nitrate as N my/ | 25.00 25.85 103 90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608125589 608125597
608122420 Spi ke VB VBD VB MSD % Rec Max
Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Linits RPD RPD Footnotes
Nitrate as N my/ | 19. 94 25. 00 50.72 47.32 123 110 90-110 7 2
SAMPLE DUPLI CATE: 608125605
608123022 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Nitrate as N my/ | 1.570 1. 450 8 10
Dat e: 05/20/ 05 Page: 6 of 11

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.



Pace Analytical Services, Inc.

9608 Loriet Bivd.
b \ . \... Lenexa, KS 66219
ace Analytica Phone: 913.599.5665
- www. pacelabs.com Fax: 913.599.1759
QUALI TY CONTROL DATA
Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05
QC Batch: 193598 Anal ysis Method: EPA 353.2
QC Batch Method: EPA 353.2 Anal ysis Description: Nitrogen, Nitrate plus Nitrite
Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608134284
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting
Par anet er Units Resul t Linmt Foot not es
Nitrogen, NO2 plus NO3 mg/ | ND 0. 500
LABORATORY CONTROL SAMPLE: 608134292
Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Nitrogen, NO2 plus NO3 my/ | 2.000 2.200 110  90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608134300 608134318
608128658 Spi ke VS MSD S MSD % Rec Max
Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Limts RPD RPD Footnotes
Nitrogen, NO2 plus NO3 my/ | 17.62 10. 00 26.75 26.92 91 93 90-110 1
SAMPLE DUPLI CATE: 608134326
608099776 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Nitrogen, N2 plus NGB my/ | 0. 2430 0. 3080 0 20
Dat e: 05/20/ 05 Page: 7 of 11

REPORT OF LABORATORY ANALYSIS
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QUALITY CONTROL DATA

Lab Project Nunber: 6094592

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193646
QC Batch Method: EPA 350.1
Associ ated Lab Sanpl es: 608125001

Anal ysis Method: EPA 350.1
Anal ysi s Description: Amonia
608125019

METHCD BLANK: 608136933

Associ ated Lab Sanpl es: 608125001 608125019

Bl ank Reporting
Par anet er Units Resul t Limt Foot not es
Ni trogen, Ammonia mg/ | ND 0. 200
LABORATORY CONTROL SAMPLE: 608136941

Spi ke LCS LCS % Rec

Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Amonia my/ | 3.000 3.225 108  90-110

MATRI X SPI KE: 608136966

608128955 Spi ke MS VS
Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Ammonia my/ | 41. 56 20.00 62. 25 103 90-110
SAMPLE DUPLI CATE: 608136958

608128955 DUP Max
Par anet er Units Resul t Resul t RPD RPD
Ni trogen, Amonia my/ | 41. 60 41. 30 1 20
Date: 05/20/05 Page: 8 of 11

REPORT OF LABORATORY ANALYSIS
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193840
QC Batch Method: EPA 365. 4

Anal ysis Method: EPA 365. 4
Anal ysi s Description: Phosphorus, Total

Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608144754
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Phosphor us mg/ | ND 0. 500
LABORATORY CONTROL SAMPLE: 608144762

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 2.000 1. 926 96 86-117
MATRI X SPI KE: 608144770

608133518 Spi ke VB MS % Rec

Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 1.001 2.000 3.083 104 61-134
SAMPLE DUPLI CATE: 608144788

608133559 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Phosphor us mg/ | 1. 900 1.870 2 17

Date: 05/20/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 194625
QC Batch Method: EPA 300.0

Anal ysis Method: EPA 300.0
Anal ysi s Description: Anions, |on Chromatography

Associ ated Lab Sanpl es: 608125001 608125019
METHCD BLANK: 608175832
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Fl uori de mg/ | ND 0. 200
Sul fate my/ | ND 1.00
LABORATORY CONTROL SAMPLE: 608175840

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Fl uori de my/ | 20. 00 19. 18 96  90-110
Sul fate my/ | 150.00 145.9 97  90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608175857 608175865

608137659 Spi ke MS MSD Ms MSD % Rec Max

Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Limts RPD RPD Footnotes
Fl uori de ny/ | 2.768 50. 00 56. 21 54. 47 107 103 90-110 3
Sul fate my/ | 607.7 50. 00 617.6 600. 8 20 0 90-110 3 3
SAMPLE DUPLI CATE: 608175873

608137675 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Fl uori de my/ | 4. 070 4. 260 5 10
Sul fate ny/ | 565.0 571.0 1 10

Date: 05/20/05 Page: 10 of 11
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

wisw. pacelabs.com Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QUALI TY CONTROL DATA PARAMETER FOOTNOTES

Consi stent with EPA guidelines, unrounded concentrations are displayed and have been used to cal cul ate % Rec and RPD val ues.

LCS(D) Laboratory Control Sanple (Duplicate)

MS(D)  Matrix Spike (Duplicate)

DUP Sanpl e Duplicate

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Estimated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt

MDL Adj usted Method Detection Linmt

RPD Rel ative Percent Difference

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

[2] The spi ke recovery was outside acceptance limts for the M5 and /or MSD due to matrix interference. The LCS
and/or LCSD were within acceptance linits showing that the anal ytical systemwas in control.

[3] The sanple matrix affected the Matrix Spike and Matrix Spike Duplicate (MS/ MSD) compound recovery. The
successful recovery of the Laboratory Control Sanple (LCS) denonstrates the analytical systemwas in control
for this Q& QC sanple group.

Date: 05/20/05 Page: 11 of 11
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May 20, 2005

M. DOUG ENGEL

PCS PHOSPHATE COMPANY, | NC.
PO BOX 225

301 STATE LINE AVE

JOPLIN, MO 64802

RE: Lab Project Nunmber: 6094592

Cient Project ID NPDES SAMPLI NG 5/ 2/ 05

Dear M. ENGCEL:

Encl osed are the analytical results for sanple(s) received by the I aboratory on My 4, 2005.

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Resul ts reported

herein conformto the nost current NELAC standards, where applicable, unless otherwi se narrated in the body of

the report.

If you have any questions concerning this report please feel free to contact ne.

Sincerely,

Conni e Gardner
conni e. gar dner @acel abs. com
Proj ect Manager

Kansas/ NELAP Certification Nunber E-10116

Encl osures

REPORT OF LABORATORY ANALYSIS
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SAMPLE SUMVARY

Lab Project Nunber:
Cient Project ID

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6094592
NPDES SAMPLI NG 5/ 2/ 05

Proj ect Sanpl e

Sanpl e Nunber Nunber Cient Sanple ID Mat rix Date Collected Date Received
6094592- 001 608125001  SL001 Wt er 05/02/05 08:15 05/04/05 06:10
6094592- 002 608125019  WI003 at er 05/02/05 08:25 05/04/05 06: 10

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAVMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

Lab Project Nunber: 6094592

9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 5/2/05

Proj ect Anal ysi s Anal yt es
Sanpl e Nunber Sanple No Cient Sanple ID Code Anal ysis Description Report ed
6094592- 001 608125001 SLOO1 1501 EPA pH 1
1602 VEPA Total Suspended Solids 1
3000 WNC3  Anions | C 48hr Water 1
3000 WPAC Anions, lon Chromatography 2
3501 WEPA  Amonia 1
3532 WEPA Nitrogen, Nitrate plus Nitrite 1
3654T WEPA  Phosphorus, Total 1
6094592- 002 608125019 Wr003 1501 EPA pH 1
1602 WEPA Total Suspended Solids 1
3000 WNGB  Anions |C 48hr Water 1
3000 WPAC  Anions, lon Chromatography 2
3501 WEPA  Ammoni a 1
3532 WEPA Nitrogen, Nitrate plus Nitrite 1
3654T WEPA  Phosphorus, Total 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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aceAnalytical

wiww. pacelabs.com

Lab Project Nunber:
Cient Project ID:

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6094592
NPDES SAMPLI NG 5/ 2/ 05

Lab Sanple No:

608125001
Client Sanple ID SLOO1

Proj ect Sanple Nunber: 6094592-001

Matrix: Water

Date Col | ected: 05/02/05 08:15
Dat e Received: 05/04/05 06:10

Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry
pH Met hod: EPA 150.1
pH 7.97 05/ 04/ 05 VRL 1
Total Suspended Solids Met hod: EPA 160. 2
Total Suspended Solids ND mg/ | 5.00 05/ 09/ 05 VRL
Anions | C 48hr Water Met hod: EPA 300.0
Nitrate as N 1.13 my/ | 1.00 05/ 04/05 11:47 PDA 2
Ani ons, |on Chromat ography Met hod: EPA 300.0
Fl uori de 1.21 my/ | 0.200 05/19/05 18:12 PDA 16984-48-8
Sulfate 147. my/ | 10.0 05/19/05 18:12 PDA 14808-79-8
Ammoni a Met hod: EPA 350. 1
Ni trogen, Amonia 3.32 my/ | 0.200 05/06/05 KNS 7727-37-9
Nitrogen, Nitrate plus Nitrite Method: EPA 353.2
Ni trogen, NO2 plus NGB 1.65 nmy/ | 0.500 05/16/05 KNS
Phosphorus, Tot al Met hod: EPA 365. 4
Phosphor us 1.43 ny/ | 0.500 05/10/05 ACM 7723-14-0
Date: 05/20/05 Page: 1 of 11
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Lab Project Nunber:

Cient Project ID:

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6094592
NPDES SAMPLI NG 5/ 2/ 05

Lab Sanple No:

608125019
Client Sanple ID: WI003

Proj ect Sanple Nunmber: 6094592- 002

Matrix: Water

Date Col | ected: 05/02/05 08: 25
Dat e Received: 05/04/05 06:10

Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry

pH Met hod: EPA 150.1

pH 7.27 05/ 04/ 05 VRL 1
Total Suspended Solids Met hod: EPA 160. 2

Total Suspended Solids ND mg/ | 5.00 05/ 09/ 05 VRL

Anions | C 48hr Water Met hod: EPA 300.0

Nitrate as N 2.80 my/ | 1.00 05/ 04/05 11:59 PDA 2
Ani ons, |on Chromat ography Met hod: EPA 300.0

Fl uori de 2.96 my/ | 0.200 05/19/05 19:02 PDA 16984-48-8

Sulfate 675. my/ | 20.0 05/19/05 19:02 PDA 14808-79-8
Ammoni a Met hod: EPA 350. 1

Ni trogen, Amonia 19.7 my/ | 2.00 05/ 06/ 05 KNS 7727-37-9
Nitrogen, Nitrate plus Nitrite Method: EPA 353.2

Ni trogen, NO2 plus NGB 3.55 nmy/ | 1.00 05/ 16/ 05 KNS

Phosphorus, Tot al Met hod: EPA 365. 4

Phosphor us 0.536 ny/ | 0.500 05/10/05 ACM 7723-14-0

Date: 05/20/05

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

wisw. pacelabs.com Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

PARAMETER FOOTNOTES

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Esti mated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt

MDL Adj usted Method Detection Linmit

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

[2] Anal ysi s conducted in excess of EPA recomended hol ding tinme.

Date: 05/20/05 Page: 3 of 11
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QUALITY CONTROL DATA

Lab Project Nunber: 6094592

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193438

QC Batch Method: EPA 150.1

Anal ysi s Method: EPA 150.1
Anal ysi s Description: pH

Associ ated Lab Sanpl es: 608125001 608125019
SAMPLE DUPLI CATE: 608128013
608125001 DUP Max
Par anet er Units Resul t Resul t RPD RPD Foot notes
pH 7.970 7.960 0 10 1
Date: 05/20/ 05

REPORT OF LABORATORY ANALYSIS
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193772
QC Batch Method: EPA 160. 2

Anal ysi s Method: EPA 160. 2
Anal ysis Description: Total Suspended Solids

Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608142709
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting

Par anet er Units Resul t Linmt Foot not es
Total Suspended Solids mg/ | ND 5.00
SAMVPLE DUPLI CATE: 608142717

608126066 DUP Max
Par anet er Units Resul t Resul t RPD RPD  Footnotes
Total Suspended Solids my/ | ND ND NC 18

Date: 05/20/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.

Page: 5 of 11



Pace Analytical Services, Inc.

9608 Loriet Bivd.
b \ . \... Lenexa, KS 66219
mﬂm :m ‘—\N\ﬁm Phone: 913.599.5665
- www. pacelabs.com Fax: 913.599.1759
QUALI TY CONTROL DATA
Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05
QC Batch: 193396 Anal ysi s Method: EPA 300.0
QC Batch Method: EPA 300.0 Anal ysi s Description: Anions |C 48hr Water
Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608125563
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting
Par anet er Units Resul t Limt Foot not es
Nitrate as N mg/ | ND 1.00
LABORATORY CONTROL SAMPLE: 608125571
Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Nitrate as N my/ | 25.00 25.85 103 90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608125589 608125597
608122420 Spi ke VB VBD VB MSD % Rec Max
Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Linits RPD RPD Footnotes
Nitrate as N my/ | 19. 94 25. 00 50.72 47.32 123 110 90-110 7 2
SAMPLE DUPLI CATE: 608125605
608123022 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Nitrate as N my/ | 1.570 1. 450 8 10
Dat e: 05/20/ 05 Page: 6 of 11
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Pace Analytical Services, Inc.

9608 Loriet Bivd.
b \ . \... Lenexa, KS 66219
ace Analytica Phone: 913.599.5665
- www. pacelabs.com Fax: 913.599.1759
QUALI TY CONTROL DATA
Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05
QC Batch: 193598 Anal ysis Method: EPA 353.2
QC Batch Method: EPA 353.2 Anal ysis Description: Nitrogen, Nitrate plus Nitrite
Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608134284
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting
Par anet er Units Resul t Linmt Foot not es
Nitrogen, NO2 plus NO3 mg/ | ND 0. 500
LABORATORY CONTROL SAMPLE: 608134292
Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Nitrogen, NO2 plus NO3 my/ | 2.000 2.200 110  90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608134300 608134318
608128658 Spi ke VS MSD S MSD % Rec Max
Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Limts RPD RPD Footnotes
Nitrogen, NO2 plus NO3 my/ | 17.62 10. 00 26.75 26.92 91 93 90-110 1
SAMPLE DUPLI CATE: 608134326
608099776 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Nitrogen, N2 plus NGB my/ | 0. 2430 0. 3080 0 20
Dat e: 05/20/ 05 Page: 7 of 11
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QUALITY CONTROL DATA

Lab Project Nunber: 6094592

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193646
QC Batch Method: EPA 350.1
Associ ated Lab Sanpl es: 608125001

Anal ysis Method: EPA 350.1
Anal ysi s Description: Amonia
608125019

METHCD BLANK: 608136933

Associ ated Lab Sanpl es: 608125001 608125019

Bl ank Reporting
Par anet er Units Resul t Limt Foot not es
Ni trogen, Ammonia mg/ | ND 0. 200
LABORATORY CONTROL SAMPLE: 608136941

Spi ke LCS LCS % Rec

Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Amonia my/ | 3.000 3.225 108  90-110

MATRI X SPI KE: 608136966

608128955 Spi ke MS VS
Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Ammonia my/ | 41. 56 20.00 62. 25 103 90-110
SAMPLE DUPLI CATE: 608136958

608128955 DUP Max
Par anet er Units Resul t Resul t RPD RPD
Ni trogen, Amonia my/ | 41. 60 41. 30 1 20
Date: 05/20/05 Page: 8 of 11
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 193840
QC Batch Method: EPA 365. 4

Anal ysis Method: EPA 365. 4
Anal ysi s Description: Phosphorus, Total

Associ ated Lab Sanpl es: 608125001 608125019
METHOD BLANK: 608144754
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Phosphor us mg/ | ND 0. 500
LABORATORY CONTROL SAMPLE: 608144762

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 2.000 1. 926 96 86-117
MATRI X SPI KE: 608144770

608133518 Spi ke VB MS % Rec

Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 1.001 2.000 3.083 104 61-134
SAMPLE DUPLI CATE: 608144788

608133559 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Phosphor us mg/ | 1. 900 1.870 2 17

Date: 05/20/05

REPORT OF LABORATORY ANALYSIS
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without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QC Batch: 194625
QC Batch Method: EPA 300.0

Anal ysis Method: EPA 300.0
Anal ysi s Description: Anions, |on Chromatography

Associ ated Lab Sanpl es: 608125001 608125019
METHCD BLANK: 608175832
Associ ated Lab Sanpl es: 608125001 608125019
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Fl uori de mg/ | ND 0. 200
Sul fate my/ | ND 1.00
LABORATORY CONTROL SAMPLE: 608175840

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Fl uori de my/ | 20. 00 19. 18 96  90-110
Sul fate my/ | 150.00 145.9 97  90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608175857 608175865

608137659 Spi ke MS MSD Ms MSD % Rec Max

Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Limts RPD RPD Footnotes
Fl uori de ny/ | 2.768 50. 00 56. 21 54. 47 107 103 90-110 3
Sul fate my/ | 607.7 50. 00 617.6 600. 8 20 0 90-110 3 3
SAMPLE DUPLI CATE: 608175873

608137675 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Fl uori de my/ | 4. 070 4. 260 5 10
Sul fate ny/ | 565.0 571.0 1 10

Date: 05/20/05 Page: 10 of 11
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

wisw. pacelabs.com Fax: 913.599.1759

Lab Project Nunber: 6094592
Cient Project ID: NPDES SAMPLI NG 5/2/05

QUALI TY CONTROL DATA PARAMETER FOOTNOTES

Consi stent with EPA guidelines, unrounded concentrations are displayed and have been used to cal cul ate % Rec and RPD val ues.

LCS(D) Laboratory Control Sanple (Duplicate)

MS(D)  Matrix Spike (Duplicate)

DUP Sanpl e Duplicate

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Estimated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt

MDL Adj usted Method Detection Linmt

RPD Rel ative Percent Difference

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

[2] The spi ke recovery was outside acceptance limts for the M5 and /or MSD due to matrix interference. The LCS
and/or LCSD were within acceptance linits showing that the anal ytical systemwas in control.

[3] The sanple matrix affected the Matrix Spike and Matrix Spike Duplicate (MS/ MSD) compound recovery. The
successful recovery of the Laboratory Control Sanple (LCS) denonstrates the analytical systemwas in control
for this Q& QC sanple group.

Date: 05/20/05 Page: 11 of 11
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® Pace Analytical Services, Inc.

aceAnalytical 9608 Loiret Bivd.

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

March 28, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 6095669

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on March 22, 2011. The
results relate only to the samples included in this report. Results reported herein conform to the
most current NELAC standards, where applicable, unless otherwise narrated in the body of the
report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS Page 1 of 7
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Project: MONTHLY NPDES
Pace Project No.: 6095669

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

<< s,

>, G
& N
g :
E e

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665
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Project:
Pace Project No.:

Lab ID

MONTHLY NPDES
6095669

Sample ID

SLO001

Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

SAMPLE SUMMARY

Matrix

Water

Date Collected Date Received
03/20/11 09:30 03/22/11 22:32

6095669001

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

. ®
aceAnalytical
www.pacelabs.com
SAMPLE ANALYTE COUNT
Project: MONTHLY NPDES
Pace Project No.: 6095669
Analytes
Lab ID Sample ID Method Analysts Reported Laboratory
6095669001 SL001 EPA 365.4 CMG 1 PASI-K
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Pace Analytical Services, Inc
9608 Loiret Blvd.

Lenexa, KS 66219
(913)599-5665

. ®

aceAnalytical

www.pacelabs.com
ANALYTICAL RESULTS

Project: MONTHLY NPDES

Pace Project No 6095669

Sample: SL001 Lab ID: 6095669001 Collected: 03/20/11 09:30 Received: 03/22/11 22:32 Matrix: Water
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

Analytical Method: EPA 365.4
0.50 mg/L 0.10 1 03/26/11 12:53 7723-14-0

365.4 Total Phosphorus

Phosphorus

Date: 03/28/2011 10:48 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 6095669
QC Batch: WETA/15779 Analysis Method: EPA 365.4
QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus
Associated Lab Samples: 6095669001
METHOD BLANK: 788992 Matrix: Water
Associated Lab Samples: 6095669001
Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 03/26/11 12:50
LABORATORY CONTROL SAMPLE: 788993

Spike LCS LCS % Rec

Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.0 98 90-110
MATRIX SPIKE SAMPLE: 788994

6095669001 Spike MS MS % Rec

Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 0.50 2 2.4 94 72-121
MATRIX SPIKE SAMPLE: 788996

6095317001 Spike MS MS % Rec

Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 2.0 99 72-121
SAMPLE DUPLICATE: 788995

6095386002 Dup Max

Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 4.7 5.0 15
Date: 03/28/2011 10:48 AM REPORT OF LABORATORY ANALYSIS Page 6 of 7

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 6095669

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is NELAP accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

Date: 03/28/2011 10:48 AM REPORT OF LABORATORY ANALYSIS Page 7 of 7

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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o CHAIN-OF-CUSTODY / Analytical Request Document
\ P hm ce \b__s a § -_ ca \ ® The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fields must be nE,w_Em__mo. accurately.
www.pacelabs.com Required Client Information: Section B m m m |_| m b. .
. Heport To: ﬁ\\ § Page: of
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i 7 Project Name: Rush Tumaround Surcharge. Profile #:
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¥6 .1%.& -7 “mm:\ Analysis:
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Received on lc N
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aceAnalytical

wiww. pacelabs.com

July 27, 2005

M. KAMYAR MANESH

FI M SSOURI REMEDI ATI ON TRUST
103 W 26TH

KANSAS CI TY, MO 64116

RE: Lab Project Nunmber: 6097348

Cient Project ID NPDES SAMPLI NG 7/ 13/ 05

Dear M. MANESH

Encl osed are the analytical results for sanple(s) received by the laboratory on July 14, 2005.

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Resul ts reported

herein conformto the nost current NELAC standards, where applicable, unless otherwi se narrated in the body of

the report.

If you have any questions concerning this report please feel free to contact ne.

Sincerely,

Conni e Gardner
conni e. gar dner @acel abs. com
Proj ect Manager

Kansas/ NELAP Certification Nunber E-10116

Encl osures

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAMPLE SUMVARY

Lab Project Nunber:
Cient Project ID

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6097348
NPDES SAVPLI NG 7/13/05

Proj ect Sanpl e

Sanpl e Nunber Nunber Cient Sanple ID Mat rix Date Collected Date Received
6097348- 001 608354940  SLO01H2SO4 Wt er 07/13/05 06:30 07/14/05 06:10
6097348- 002 608354999  SL0OO1 at er 07/13/05 06:30 07/14/05 06:10
6097348- 003 608355004  WI0003H2SO4 Mt er 07/ 13/ 05 06:45 07/14/05 06:10
6097348- 004 608355012  WI0003 Wt er 07/13/05 06:45 07/14/05 06:10

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAVMPLE ANALYTE COUNT

Lab Project Number: 6097348

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 7/13/ 05

Proj ect Anal ysi s Anal yt es
Sanple Nunber Sanple No Cient Sanple ID Code Anal ysis Description Repor t ed
6097348- 001 608354940 SLO01H2SO4 3501 WEPA  Ammoni a 1
3654T WEPA  Phosphorus, Total 1
6097348- 002 608354999 SL001 1501 EPA pH 1
1602 WEPA Total Suspended Solids 1
3000 WNO3  Anions | C 48hr Water 1
3000 WPAC Anions, lon Chronatography 2
6097348- 003 608355004 WI0003H2SO4 3501 WEPA  Ammoni a 1
3654T WEPA  Phosphorus, Total 1
6097348- 004 608355012 \Wr0003 1501 EPA pH 1
1602 WEPA Total Suspended Solids 1
3000 WNO3  Anions | C 48hr Water 1
3000 WPAC Anions, lon Chronatography 2

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6097348
Cient Project ID: NPDES SAMPLING 7/13/05

Lab Sanple No: 608354940

Proj ect Sanple Nunber: 6097348-001 Date Col | ected: 07/13/05 06: 30

Cient Sanple ID: SLOOIH2SO4 Matrix: Water Date Received: 07/14/05 06:10
Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry
Anmoni a Met hod: EPA 350.1

Ni trogen, Ammonia 9.21 mg/ | 1.00 07/ 18/ 05 KMV 7727-37-9

Phosphorus, Total Met hod: EPA 365. 4

Phosphor us 1. 47 mg/ | 0.500 07/20/05 ACM 7723-14-0

Date: 07/27/05 Page: 1 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6097348
Cient Project ID: NPDES SAMPLING 7/13/05

Lab Sanple No: 608354999 Proj ect Sanple Nunber: 6097348-002 Date Col | ected: 07/13/05 06: 30
Client Sanple ID SLOO1 Matrix: Water Date Received: 07/14/05 06:10
Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry

pH Met hod: EPA 150.1

pH 7.13 07/ 14/ 05 17: 00 AJM 1

Total Suspended Solids Met hod: EPA 160. 2

Total Suspended Solids 6. 00 mg/ | 5.00 07/ 15/ 05 AIM

Anions | C 48hr Wter Met hod: EPA 300.0

Nitrate as N 2.29 mg/ | 1.00 07/ 15/ 05 03: 50 PDA

Ani ons, |on Chromat ography Met hod: EPA 300.0

Fl uori de 2.04 mg/ | 0.200 07/26/05 23:45 PDA 16984-48-8

Sulfate 376. my/ | 20.0 07/26/05 23:07 PDA 14808-79-8

Date: 07/27/05 Page: 2 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6097348
Cient Project ID: NPDES SAMPLING 7/13/05

Lab Sanple No: 608355004

Proj ect Sanple Nunber: 6097348-003 Date Col | ected: 07/13/05 06:45

Client Sanple ID: WI0003H2SO4 Matrix: Water Date Received: 07/14/05 06:10
Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry
Anmoni a Met hod: EPA 350.1

Ni trogen, Ammonia 28.5 mg/ | 2.00 07/ 18/ 05 KMV 7727-37-9

Phosphorus, Total Met hod: EPA 365. 4

Phosphor us 0.810 mg/ | 0.500 07/20/05 ACM 7723-14-0

Date: 07/27/05 Page: 3 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Lab Project Nunber: 6097348

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLING 7/13/05

Lab Sanple No: 608355012 Proj ect Sanple Nunber: 6097348- 004 Date Col | ected: 07/13/05 06:45
Client Sanple ID: WI0003 Matrix: Water Date Received: 07/14/05 06:10
Par anet er s Resul ts Units Report Limt Anal yzed By Qual  RegLnt
Vet Chemistry

pH Met hod: EPA 150.1

pH 7.02 07/ 14/ 05 17: 00 AJM 1

Total Suspended Solids Met hod: EPA 160. 2

Total Suspended Solids ND mg/ | 5.00 07/ 15/ 05 AIM

Anions | C 48hr Wter Met hod: EPA 300.0

Nitrate as N 3.16 mg/ | 1.00 07/ 15/ 05 04: 15 PDA

Ani ons, |on Chromat ography Met hod: EPA 300.0

Fl uori de 4.24 mg/ | 0.200 07/27/05 00:10 PDA 16984-48-8

Sulfate 927. my/ | 20.0 07/27/05 00: 10 PDA 14808-79-8

Date: 07/27/05 Page: 4 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Lab Project Nunber:
Cient Project ID:

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6097348
NPDES SAMPLI NG 7/ 13/ 05

PARAMETER FOOTNOTES

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Esti mated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt
MDL Adj usted Method Detection Linmit

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

Date: 07/27/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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QUALITY CONTROL DATA

Lab Project Number: 6097348

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 7/13/ 05

QC Batch: 198963

QC Batch Method: EPA 150.1

Anal ysi s Method: EPA 150.1
Anal ysi s Description: pH

Associ ated Lab Sanpl es: 608354999 608355012
SAMPLE DUPLI CATE: 608356945
608355624 DUP Max
Par anet er Units Resul t Resul t RPD RPD Foot notes
pH 7.550 7.550 0 10 1
Date: 07/27/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Number: 6097348
Cient Project |D: NPDES SAMPLING 7/13/05

QC Batch: 199010
QC Batch Method: EPA 160. 2

Anal ysi s Method: EPA 160. 2
Anal ysis Description: Total Suspended Solids

Associ ated Lab Sanpl es: 608354999 608355012
METHCD BLANK: 608360228
Associ ated Lab Sanpl es: 608354999 608355012
Bl ank Reporting

Par anet er Units Resul t Linmt Foot not es
Total Suspended Solids mg/ | ND 5.00
SAMVPLE DUPLI CATE: 608360236

608357224 DUP Max
Par anet er Units Resul t Resul t RPD RPD  Footnotes
Total Suspended Solids my/ | 844.0 808.0 4 18

Date: 07/27/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.

Page: 7 of 12



Pace Analytical Services, Inc.

9608 Em& Bivd.

. ™ Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

- www. pacelabs.com Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Number: 6097348
Cient Project |D: NPDES SAMPLING 7/13/05

QC Batch: 198990 Anal ysi s Method: EPA 300.0
QC Batch Method: EPA 300.0 Anal ysi s Description: Anions |C 48hr Water
Associ ated Lab Sanpl es: 608354999 608355012

METHCD BLANK: 608358479

Associ ated Lab Sanpl es: 608354999 608355012

Bl ank Reporting
Par anet er Units Resul t Linmt Foot not es
Nitrate as N mg/ | ND 1.00

LABORATORY CONTROL SAMPLE: 608358487

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Nitrate as N my/ | 25.00 23.42 94  90-110

MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608358503 608358511

608357224 Spi ke MS MSD MS MSD % Rec Max

Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Linits RPD RPD Footnotes
Nitrate as N my/ | 0 5. 000 6. 153 6. 156 123 123 90-110 O 10 2
SAMPLE DUPLI CATE: 608358495

608354999 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Nitrate as N my/ | 2.290 2.300 1 10

Date: 07/27/05 Page: 8 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Number: 6097348
Cient Project |D: NPDES SAMPLING 7/13/05

QC Batch: 199152
QC Batch Method: EPA 350.1

Anal ysis Method: EPA 350.1
Anal ysi s Description: Amonia

Associ ated Lab Sanpl es: 608354940 608355004
METHOD BLANK: 608369443
Associ ated Lab Sanpl es: 608354940 608355004
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Ni trogen, Ammonia mg/ | ND 0. 200
LABORATORY CONTROL SAMPLE: 608369450

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Amonia my/ | 2.000 2.181 109  90-110
MATRI X SPI KE: 608369476

608364188 Spi ke VB MS % Rec

Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Ammonia my/ | 0. 4421 2.000 2.521 104 90-110
SAMPLE DUPLI CATE: 608369468

608362091 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Ni trogen, Amonia my/ | ND ND NC 20

Date: 07/27/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Number: 6097348
Cient Project |D: NPDES SAMPLING 7/13/05

QC Batch: 199226
QC Batch Method: EPA 365. 4

Anal ysis Method: EPA 365. 4
Anal ysi s Description: Phosphorus, Total

Associ ated Lab Sanpl es: 608354940 608355004
METHOD BLANK: 608371258
Associ ated Lab Sanpl es: 608354940 608355004
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Phosphor us mg/ | ND 0. 500
LABORATORY CONTROL SAMPLE: 608371266

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 2.000 1. 930 96 86-117
MATRI X SPI KE: 608371282

608355632 Spi ke VB MS % Rec

Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 5.570 2.000 7.210 82 61-134
SAMPLE DUPLI CATE: 608371274

608361291 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Phosphor us mg/ | 2.450 2.410 2 17

Date: 07/27/05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Number: 6097348
Cient Project |D: NPDES SAMPLING 7/13/05

QC Batch: 199765
QC Batch Method: EPA 300.0

Anal ysis Method: EPA 300.0
Anal ysi s Description: Anions, |on Chromatography

Associ ated Lab Sanpl es: 608354999 608355012
METHOD BLANK: 608391462
Associ ated Lab Sanpl es: 608354999 608355012
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Fl uori de mg/ | ND 0. 200
Sul fate my/ | ND 1.00
LABORATORY CONTROL SAMPLE: 608391470

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Fl uori de my/ | 20. 00 18.10 90 90-110
Sul fate my/ | 150.00 146.7 98  90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608391488 608391496

608318408 Spi ke MS MSD Ms MSD % Rec Max

Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Limts RPD RPD Footnotes
Fl uori de ny/ | 0. 2250 5. 000 4. 868 4. 884 93 93 90-110 O 10
Sul fate my/ | 36. 97 5. 000 39.99 40. 42 61 69 90-110 1 10 3
SAMPLE DUPLI CATE: 608391504

608318416 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Fl uori de my/ | 0.2210 0.2190 1 10
Sul fate ny/ | 75. 00 73.90 1 10

Date: 07/27/05 Page: 11 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.



Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

wisw. pacelabs.com Fax: 913.599.1759

Lab Project Nunber: 6097348
Cient Project ID: NPDES SAMPLING 7/13/05

QUALI TY CONTROL DATA PARAMETER FOOTNOTES

Consi stent with EPA guidelines, unrounded concentrations are displayed and have been used to cal cul ate % Rec and RPD val ues.

LCS(D) Laboratory Control Sanple (Duplicate)

MS(D)  Matrix Spike (Duplicate)

DUP Sanpl e Duplicate

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Estimated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt

MDL Adj usted Method Detection Linmt

RPD Rel ative Percent Difference

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

[2] The spi ke recovery was outside acceptance limts for the M5 and /or MSD due to matrix interference. The LCS
and/or LCSD were within acceptance linits showing that the anal ytical systemwas in control.

[3] The sanple matrix affected the Matrix Spike and Matrix Spike Duplicate (MS/ MSD) compound recovery. The
successful recovery of the Laboratory Control Sanple (LCS) denonstrates the analytical systemwas in control
for this Q& QC sanple group.

Date: 07/27/05 Page: 12 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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August 05, 2005

M. KAMYAR MANESH

FI M SSOURI REMEDI ATI ON TRUST
103 W 26TH

KANSAS CI TY, MO 64116

RE: Lab Project Nunmber: 6098056

Cient Project ID NPDES SAMPLI NG 08/ 02/ 05

Dear M. MANESH

Encl osed are the analytical results for sanple(s) received by the laboratory on August 3, 2005.

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Results reported

herein conformto the nost current NELAC standards, where applicable, unless otherwi se narrated in the body of

the report.

If you have any questions concerning this report please feel free to contact ne.

Sincerely,

Conni e Gardner
conni e. gar dner @acel abs. com
Proj ect Manager

Kansas/ NELAP Certification Nunber E-10116

Encl osures

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAMPLE SUMVARY

Lab Project Nunber:
Cient Project ID

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6098056
NPDES SAMPLI NG 08/ 02/ 05

Proj ect Sanpl e

Sanpl e Nunber Nunber Cient Sanple ID Mat rix Date Collected Date Received
6098056- 001 608416319  SLO01H2SO4 Wt er 08/02/05 06:00 08/03/05 06: 05
6098056- 002 608416327 SL0OO1 at er 08/ 02/ 05 06:00 08/03/05 06: 05
6098056- 003 608416335 WI003H2SO4 Mt er 08/02/05 06:15 08/03/05 06: 05
6098056- 004 608416343  WI003 Wt er 08/02/05 06:15 08/03/05 06: 05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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SAVMPLE ANALYTE COUNT

Lab Project Number: 6098056

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 08/ 02/ 05

Proj ect Anal ysi s Anal yt es
Sanple Nunber Sanple No Cient Sanple ID Code Anal ysis Description Repor t ed
6098056- 001 608416319 SLO01H2SO4 3501 WEPA  Ammoni a 1
3654T WEPA  Phosphorus, Total 1
6098056- 002 608416327 SL001 1501 EPA pH 1
1602 WEPA Total Suspended Solids 1
3000 WNO3  Anions | C 48hr Water 1
3000 WPAC Anions, lon Chronatography 2
6098056- 003 608416335 WI003H2SO4 3501 WEPA  Ammoni a 1
3654T WEPA  Phosphorus, Total 1
6098056- 004 608416343 WI003 1501 EPA pH 1
1602 WEPA Total Suspended Solids 1
3000 WNO3  Anions | C 48hr Water 1
3000 WPAC Anions, lon Chronatography 2

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6098056
Cient Project ID: NPDES SAVPLI NG 08/ 02/ 05

Lab Sanple No: 608416319

Proj ect Sanple Nunber: 6098056- 001 Date Col | ected: 08/02/05 06:00

Cient Sanple ID: SLOOIH2SO4 Matrix: Water Date Received: 08/03/05 06: 05
Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry
Anmoni a Met hod: EPA 350.1

Ni trogen, Ammonia 9. 66 mg/ | 0.400 08/04/05 ACM 7727-37-9

Phosphorus, Total Met hod: EPA 365. 4

Phosphor us 0.595 mg/ | 0.500 08/04/05 ACM 7723-14-0

Date: 08/ 05/05 Page: 1 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6098056
Cient Project ID: NPDES SAVPLI NG 08/ 02/ 05

Lab Sanple No: 608416327 Proj ect Sanple Nunber: 6098056- 002 Date Col | ected: 08/02/05 06:00
Client Sanple ID SLOO1 Matrix: Water Date Received: 08/03/05 06: 05
Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry

pH Met hod: EPA 150.1

pH 7.34 08/03/05 11:45 AIM 1

Total Suspended Solids Met hod: EPA 160. 2

Total Suspended Solids 5.00 mg/ | 5.00 08/ 04/ 05 AIM

Anions | C 48hr Wter Met hod: EPA 300.0

Nitrate as N 2.50 mg/ | 1.00 08/ 03/ 05 23: 09 PDA

Ani ons, |on Chromat ography Met hod: EPA 300.0

Fl uori de 1.59 mg/ | 0.200 08/04/05 02:16 PDA 16984-48-8

Sulfate 396. my/ | 50.0 08/04/05 02:16 PDA 14808-79-8

Date: 08/ 05/05 Page: 2 of 12

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6098056
Cient Project ID: NPDES SAVPLI NG 08/ 02/ 05

Lab Sanple No: 608416335

Proj ect Sanple Nunber: 6098056- 003 Date Col | ected: 08/02/05 06: 15

Cient Sanple ID: WI003H2SO4 Matrix: Water Date Received: 08/03/05 06: 05
Par anet er s Resul ts Units Report Limt Anal yzed By CAS No. Qual  RegLnt
Vet Chemistry
Anmoni a Met hod: EPA 350.1

Ni trogen, Ammonia 31.2 mg/ | 10.0 08/ 04/ 05 ACM 7727-37-9

Phosphorus, Total Met hod: EPA 365. 4

Phosphor us 0.304 J ny/l 0.500 08/04/05 ACM 7723-14-0

Date: 08/ 05/05 Page: 3 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Lab Project Nunber: 6098056

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAVPLI NG 08/ 02/ 05

Lab Sanple No: 608416343 Proj ect Sanple Nunber: 6098056- 004 Date Col | ected: 08/02/05 06: 15
Client Sanple ID: WI003 Matrix: Water Date Received: 08/03/05 06: 05
Par anet er s Resul ts Units Report Limt Anal yzed By Qual  RegLnt
Vet Chemistry

pH Met hod: EPA 150.1

pH 8.81 08/03/05 11:45 AIM 1

Total Suspended Solids Met hod: EPA 160. 2

Total Suspended Solids 9.00 mg/ | 5.00 08/ 04/ 05 AIM

Anions | C 48hr Wter Met hod: EPA 300.0

Nitrate as N 4.09 mg/ | 1.00 08/ 03/ 05 23:46 PDA

Ani ons, |on Chromat ography Met hod: EPA 300.0

Fl uori de 5.00 mg/ | 0.200 08/04/05 02:29 PDA 16984-48-8

Sulfate 1020 my/ | 50.0 08/04/05 02:29 PDA 14808-79-8

Date: 08/ 05/05 Page: 4 of 12

REPORT OF LABORATORY ANALYSIS
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Lab Project Nunber:
Cient Project ID:

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

6098056
NPDES SAMPLI NG 08/ 02/ 05

PARAMETER FOOTNOTES

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Esti mated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt
MDL Adj usted Method Detection Linmit

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

Dat e: 08/ 05/ 05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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QUALITY CONTROL DATA

Lab Project Number: 6098056

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Cient Project ID: NPDES SAMPLI NG 08/ 02/ 05

QC Batch: 200446

QC Batch Method: EPA 150.1

Anal ysi s Method: EPA 150.1
Anal ysi s Description: pH

Associ ated Lab Sanpl es: 608416327 608416343
SAMPLE DUPLI CATE: 608417770
608416251 DUP Max
Par anet er Units Resul t Resul t RPD RPD Foot notes
pH 5.220 5.200 0 10 1
Date: 08/ 05/ 05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

Lab Project Nunber: 6098056
Cient Project |D: NPDES SAVPLI NG 08/ 02/ 05

QC Batch: 200448
QC Batch Method: EPA 160. 2

Anal ysi s Method: EPA 160. 2
Anal ysis Description: Total Suspended Solids

Associ ated Lab Sanpl es: 608416327 608416343
METHOD BLANK: 608417788
Associ ated Lab Sanpl es: 608416327 608416343
Bl ank Reporting

Par anet er Units Resul t Linmt Foot not es
Total Suspended Solids mg/ | ND 5.00
SAMVPLE DUPLI CATE: 608418927

608418521 DUP Max
Par anet er Units Resul t Resul t RPD RPD  Footnotes
Total Suspended Solids my/ | 3680 3710 1 18

Dat e: 08/ 05/ 05

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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Pace Analytical Services, Inc.

9608 Em& Bivd.

. ™ Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

- www. pacelabs.com Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Nunber: 6098056
Cient Project |D: NPDES SAVPLI NG 08/ 02/ 05

QC Batch: 200398 Anal ysis Method: EPA 350.1
QC Batch Method: EPA 350.1 Anal ysi s Description: Amonia
Associ ated Lab Sanpl es: 608416319 608416335

METHCD BLANK: 608417358

Associ ated Lab Sanpl es: 608416319 608416335

Bl ank Reporting
Par anet er Units Resul t Linmt Foot not es
Ni trogen, Ammonia mg/ | ND 0. 200

LABORATORY CONTRCL SAMPLE: 608417366

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Amonia my/ | 2.000 2.073 104  90-110
MATRI X SPI KE: 608417374

608416319 Spi ke MS MS % Rec

Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Ni trogen, Ammonia my/ | 9. 665 4. 000 14.02 109 90-110
SAMPLE DUPLI CATE: 608417382

608416335 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Ni trogen, Amonia my/ | 31.20 31.70 1 20

Date: 08/ 05/05 Page: 8 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.
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9608 Em& Bivd.

. ™ Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

- www. pacelabs.com Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Nunber: 6098056
Cient Project |D: NPDES SAVPLI NG 08/ 02/ 05

QC Batch: 200484 Anal ysi s Method: EPA 300.0
QC Batch Method: EPA 300.0 Anal ysi s Description: Anions |C 48hr Water
Associ ated Lab Sanpl es: 608416327 608416343

METHCD BLANK: 608419339

Associ ated Lab Sanpl es: 608416327 608416343

Bl ank Reporting
Par anet er Units Resul t Linmt Foot not es
Nitrate as N mg/ | ND 1.00

LABORATORY CONTROL SAMPLE: 608419347

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Nitrate as N my/ | 25.00 26. 40 106  90-110

MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608419354 608419362

608416327 Spi ke MS MSD MS MSD % Rec Max

Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Linits RPD RPD Footnotes
Nitrate as N my/ | 2.499 5. 000 8.778 8. 631 126 123 90-110 2 2
SAMPLE DUPLI CATE: 608419370

608416343 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Nitrate as N mg/ | 4.090 4. 060 1 10

Date: 08/ 05/05 Page: 9 of 12
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Nunber: 6098056
Cient Project |D: NPDES SAVPLI NG 08/ 02/ 05

QC Batch: 200485

QC Batch Method: EPA 300.0 Anal ysi s Description: An

Anal ysis Method: EPA 300.0

ions, lon Chromatography

Associ ated Lab Sanpl es: 608416327 608416343
METHOD BLANK: 608419420
Associ ated Lab Sanpl es: 608416327 608416343
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Fl uori de mg/ | ND 0. 200
Sul fate my/ | ND 1.00
LABORATORY CONTROL SAMPLE: 608419438

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Fl uori de my/ | 20. 00 19. 16 96  90-110
Sul fate my/ | 150.00 149.8 100 90-110
MATRI X SPI KE & MATRI X SPI KE DUPLI CATE: 608419446 608419453

608416327 Spi ke MS MSD Ms MSD % Rec Max

Par anet er Units Resul t Conc. Resul t Resul t %Rec %Rec _Limts RPD RPD Footnotes
Fl uori de ny/ | 1.586 5. 000 5. 940 5.824 87 85 90-110 2 2
Sul fate my/ | 396. 2 5. 000 518.1 515.6 2440 2388 90-110 1 2
SAMPLE DUPLI CATE: 608419461

608416343 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Fl uori de my/ | 5. 000 4.990 0 10
Sul fate ny/ | 1020 941.0 8 10

Date: 08/ 05/05 Page: 10 of 12

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

Phone: 913.599.5665
Fax: 913.599.1759

QUALITY CONTROL DATA

Lab Project Nunber: 6098056
Cient Project |D: NPDES SAVPLI NG 08/ 02/ 05

QC Batch: 200487
QC Batch Method: EPA 365. 4

Anal ysis Method: EPA 365. 4
Anal ysi s Description: Phosphorus, Total

Associ ated Lab Sanpl es: 608416319 608416335
METHOD BLANK: 608419677
Associ ated Lab Sanpl es: 608416319 608416335
Bl ank Reporting

Par anet er Units Resul t Limt Foot not es
Phosphor us mg/ | ND 0. 500
LABORATORY CONTROL SAMPLE: 608419685

Spi ke LCS LCS % Rec
Par anet er Units Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 2.000 1.822 91  86-117
MATRI X SPI KE: 608419693

608416319 Spi ke VB MS % Rec

Par anet er Units Resul t Conc. Resul t %Rec _Limts Footnotes
Phosphor us my/ | 0. 5950 2.000 2. 497 95 61-134
SAMPLE DUPLI CATE: 608419701

608416335 DUP Max
Par anet er Units Resul t Resul t RPD RPD Footnotes
Phosphor us mg/ | 0. 3040 0. 3070 0 17

Date: 08/ 05/05 Page: 11 of 12

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.



Pace Analytical Services, Inc.
9608 Loriet Bivd.
Lenexa, KS 66219

ace Analytical Phone: 913.599.5665

wisw. pacelabs.com Fax: 913.599.1759

Lab Project Nunber: 6098056
Cient Project ID: NPDES SAVPLI NG 08/ 02/ 05

QUALI TY CONTROL DATA PARAMETER FOOTNOTES

Consi stent with EPA guidelines, unrounded concentrations are displayed and have been used to cal cul ate % Rec and RPD val ues.

LCS(D) Laboratory Control Sanple (Duplicate)

MS(D)  Matrix Spike (Duplicate)

DUP Sanpl e Duplicate

ND Not detected at or above adjusted reporting limt

NC Not Cal cul abl e

J Estimated concentration above the adjusted nethod detection limt and bel ow the adjusted reporting limt

MDL Adj usted Method Detection Linmt

RPD Rel ative Percent Difference

[1] pH anal ysis initiated nore than 15 mnutes fromsanple collection.

[2] The spi ke recovery was outside acceptance limts for the M5 and /or MSD due to matrix interference. The LCS
and/or LCSD were within acceptance linits showing that the anal ytical systemwas in control.

Date: 08/ 05/05 Page: 12 of 12
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July 27, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60102514

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on July 13, 2011. The
results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards, where applicable, unless otherwise narrated in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Dl G
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Page 1 of 12



aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60102514

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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MONTHLY NPDES

SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Pace Project No.: 60102514

Lab ID Sample ID Matrix Date Collected Date Received
60102514001 SLO001 Water 07/12/11 06:30 07/13/11 22:32
60102514002 WTO003 Water 07/12/11 06:15 07/13/11 22:32

Page 3 of 12



ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60102514

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Analytes

Lab ID Sample ID Method Analysts Reported Laboratory
60102514001 SL001 SM 2540D LAJ 1 PASI-K
SM 4500-H+B SRM1 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 AIM 1 PASI-K
60102514002 WTO003 SM 2540D LAJ 1 PASI-K
SM 4500-H+B SRM1 1 PASI-K
EPA 300.0 JML 1 PASI-K
EPA 300.0 JML 2 PASI-K
EPA 350.1 AIM 1 PASI-K
EPA 365.4 AIM 1 PASI-K

REPORT OF LABORATORY ANALYSIS Page 4 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Project: MONTHLY NPDES

Pace Project No.: 60102514

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 60102514001 Collected: 07/12/11 06:30 Received: 07/13/11 22:32

Matrix: Water

Parameters Results Units Report Limit DF Prepared CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 07/14/11 14:02
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.1 Std. Units 0.10 1 07/14/11 15:55 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 2.7 mg/L 0.10 1 07/14/11 19:11 14797-55-8 H1
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 7.0 mg/L 0.20 1 07/25/11 19:46 16984-48-8
Sulfate 398 mg/L 100 100 07/26/11 09:45 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 3.1 mg/L 0.10 1 07/19/11 18:11 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus 0.53 mg/L 0.10 1 07/25/11 15:43 7723-14-0

Sample: WT003

Lab ID: 60102514002 Collected: 07/12/11 06:15 Received: 07/13/1122:32 Matrix: Water

Parameters Results Units Report Limit DF Prepared CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 07/14/11 14:02
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.1 Std. Units 0.10 1 07/14/11 15:55 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 2.2 mg/L 0.10 1 07/14/11 18:57 14797-55-8 H1
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 7.0 mg/L 0.20 1 07/25/11 20:12 16984-48-8
Sulfate 754 mg/L 100 100 07/26/11 09:59 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 11.3 mg/L 0.50 1 07/19/11 19:10 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus ND mg/L 0.10 1 07/25/11 15:47 7723-14-0

Date: 07/27/2011 08:05 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60102514

QC Batch: WET/30018 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 60102514001, 60102514002

METHOD BLANK: 844793 Matrix: Water
Associated Lab Samples: 60102514001, 60102514002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 07/14/11 14:00
SAMPLE DUPLICATE: 844794
60102496001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 27.0 19.0 35 25 R1
SAMPLE DUPLICATE: 844795
60102462002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25
Date: 07/27/2011 08:05 AM REPORT OF LABORATORY ANALYSIS Page 6 of 12

This report shall not be reproduced, except in full,
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QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60102514

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/30027 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60102514001, 60102514002
SAMPLE DUPLICATE: 844930
60102136005 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 7.8 7.8 5 H6

Date: 07/27/2011 08:05 AM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60102514

QC Batch: WETA/16979 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60102514001, 60102514002

METHOD BLANK: 844820

Associated Lab Samples:

Matrix: Water

60102514001, 60102514002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 07/14/11 18:28
LABORATORY CONTROL SAMPLE: 844821
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 25 2.4 97 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 844822 844823
MS MSD
60102517001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L 14 2.5 2.5 3.4 35 84 86 68-120 1 16
MATRIX SPIKE SAMPLE: 844824
60102472001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 12 25 3.4 87 68-120
Date: 07/27/2011 08:05 AM REPORT OF LABORATORY ANALYSIS Page 8 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



. @ Pace Analytical Services, Inc.
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(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60102514

QC Batch: WETA/17079 Analysis Method: EPA 300.0
QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions
Associated Lab Samples: 60102514001, 60102514002

METHOD BLANK: 849771 Matrix: Water
Associated Lab Samples: 60102514001, 60102514002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 07/25/11 13:02
Sulfate mg/L ND 1.0 07/25/11 13:02
METHOD BLANK: 850274 Matrix: Water
Associated Lab Samples: 60102514001, 60102514002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 07/26/11 08:53
Sulfate mg/L ND 1.0 07/26/11 08:53
LABORATORY CONTROL SAMPLE: 849772
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 5 4.9 99 90-110
Sulfate mg/L 10 10.2 102 90-110
LABORATORY CONTROL SAMPLE: 850275
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Sulfate mg/L 5 4.6 92 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 849773 849774
MS MSD
60102516002  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L ND 125 125 121 122 94 95 75-110 0 10
Sulfate mg/L 466 250 250 726 736 104 108 61-119 1 10
MATRIX SPIKE SAMPLE: 849775
60102359001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L ND 25 23.8 92 75-110
Sulfate mg/L 123 50 169 92 61-119
Date: 07/27/2011 08:05 AM REPORT OF LABORATORY ANALYSIS Page 9 of 12
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60102514

QC Batch: WETA/17015 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60102514001, 60102514002

METHOD BLANK: 846940

Associated Lab Samples:

Matrix: Water

60102514001, 60102514002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 07/19/11 17:57
LABORATORY CONTROL SAMPLE: 846941
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 107 90-110
MATRIX SPIKE SAMPLE: 846942
60102486002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 3.1 2 4.8 81 90-110 MO
MATRIX SPIKE SAMPLE: 846943
60102487001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 8.4 10 18.1 97 90-110
SAMPLE DUPLICATE: 846944
60102520001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L ND ND 18

Date: 07/27/2011 08:05 AM

REPORT OF LABORATORY ANALYSIS Page 10 of 12

This report shall not be reproduced, except in full,
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60102514

QC Batch: WETA/17058 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60102514001, 60102514002

METHOD BLANK: 848686

Associated Lab Samples:

Matrix: Water

60102514001, 60102514002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 07/25/11 15:35
LABORATORY CONTROL SAMPLE: 848687
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 848688
60102520001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 0.10 2 2.3 109 72-121
MATRIX SPIKE SAMPLE: 848689
60102520002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 2.2 109 72-121
SAMPLE DUPLICATE: 848690
60102520003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L ND ND 15

Date: 07/27/2011 08:05 AM
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This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60102514

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

ANALYTE QUALIFIERS

H1 Analysis conducted outside the EPA method holding time.
H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
R1 RPD value was outside control limits.
Date: 07/27/2011 08:05 AM REPORT OF LABORATORY ANALYSIS Page 12 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



Pace Analytical

Services, Inc.

ace Analytical secs Loner v

= Lenexa, KS 66219

www.pacelabs.com

September 26, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60105587

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on September 06, 2011.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards, where applicable, unless otherwise narrated in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Dl G
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

(913)599-5665
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Project: MONTHLY NPDES
Pace Project No.: 60105587

Washington Certification IDs
940 South Harney Street, Seattle, WA 98108
Alaska CS Certification #: UST-025
Arizona Certification #: AZ0770
California Certification #: 01153CA

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Florida/NELAP Certification #: E87617
Oregon Certification #: WA200007
Washington Certification #: C555

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 12

This report shall not be reproduced, except in full,
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MONTHLY NPDES

SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Pace Project No.: 60105587

Lab ID Sample ID Matrix Date Collected Date Received
60105587001 SLO001 Water 09/06/11 13:10 09/06/11 22:37
60105587002 WTO003 Water 09/06/11 13:00 09/06/11 22:37
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Project: MONTHLY NPDES
Pace Project No.: 60105587

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Analytes

Lab ID Sample ID Method Analysts Reported Laboratory
60105587001 SL001 SM 2540D KLB 1 PASI-K
SM 4500-H+B JML 1 PASI-K
EPA 300.0 JPF 1 PASI-K
EPA 300.0 KMT 2 PASI-S
EPA 350.1 SRM1 1 PASI-K
EPA 365.4 SRM1 1 PASI-K
60105587002 WTO003 SM 2540D KLB 1 PASI-K
SM 4500-H+B JML 1 PASI-K
EPA 300.0 JPF 1 PASI-K
EPA 300.0 KMT 2 PASI-S
EPA 350.1 SRM1 1 PASI-K
EPA 365.4 SRM1 1 PASI-K

REPORT OF LABORATORY ANALYSIS Page 4 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60105587

Sample: SL001 Lab ID: 60105587001 Collected: 09/06/11 13:10 Received: 09/06/11 22:37 Matrix: Water
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

2540D Total Suspended Solids Analytical Method: SM 2540D

Total Suspended Solids 9.0 mg/L 5.0 1 09/08/11 09:22

4500H+ pH, Electrometric Analytical Method: SM 4500-H+B

pH at 25 Degrees C 8.8 Std. Units 0.10 1 09/07/11 14:30 H6

300.0 IC Anions Analytical Method: EPA 300.0

Nitrate as N 4.2 mg/L 0.10 1 09/07/11 15:07 14797-55-8 CH

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Fluoride 4.5 mg/L 1.0 5 09/22/11 08:31 16984-48-8

Sulfate 860 mg/L 50.0 50 09/22/11 06:36 14808-79-8

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 5.2 mg/L 0.50 5 09/20/11 10:24 7664-41-7

365.4 Total Phosphorus Analytical Method: EPA 365.4

Phosphorus 0.28 mg/L 0.10 1 09/15/11 16:00 7723-14-0

Sample: WT003

Lab ID: 60105587002

Collected: 09/06/11 13:00 Received: 09/06/11 22:37 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids 5.0 mg/L 5.0 1 09/08/11 09:23
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.0 Std. Units 0.10 1 09/07/11 14:30 H6
300.0 IC Anions Analytical Method: EPA 300.0
Nitrate as N 2.6 mg/L 0.10 1 09/07/11 14:37 14797-55-8 CH
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 4.0 mg/L 20 10 09/22/11 08:12 16984-48-8
Sulfate 1120 mg/L 100 100 09/22/11 06:55 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 11.8 mg/L 0.50 5 09/20/11 10:27 7664-41-7
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus ND mg/L 0.10 1 09/15/11 16:01 7723-14-0

Date: 09/26/2011 08:26 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

§ www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60105587

QC Batch: WET/30860 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 60105587001, 60105587002

METHOD BLANK: 871857 Matrix: Water
Associated Lab Samples: 60105587001, 60105587002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 09/08/11 09:17
SAMPLE DUPLICATE: 871858
60105437001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 6.0 9.0 40 25 R1
SAMPLE DUPLICATE: 871859
60105581006 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 18.0 13.0 32 25 R1
Date: 09/26/2011 08:26 AM REPORT OF LABORATORY ANALYSIS Page 6 of 12

This report shall not be reproduced, except in full,
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QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60105587

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/30848 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60105587001, 60105587002
SAMPLE DUPLICATE: 871636
60105577001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 6.3 6.3 5 H6

Date: 09/26/2011 08:26 AM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60105587

QC Batch: WETA/17501 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60105587001, 60105587002

METHOD BLANK: 871172

Associated Lab Samples:

Matrix: Water

60105587001, 60105587002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrate as N mg/L ND 0.10 09/07/11 09:32
LABORATORY CONTROL SAMPLE: 871173
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 25 2.4 96 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 871174 871175
MS MSD
60105577001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Nitrate as N mg/L ND 2.5 2.5 3.3 3.3 132 132 68-120 0 16 MO
MATRIX SPIKE SAMPLE: 871176
60105587002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrate as N mg/L 2.6 25 5.1 102 68-120
Date: 09/26/2011 08:26 AM REPORT OF LABORATORY ANALYSIS Page 8 of 12
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60105587

QC Batch: WETA/2187 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60105587001, 60105587002

METHOD BLANK: 86194

Associated Lab Samples:

Matrix: Water

60105587001, 60105587002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 09/22/11 00:10
Sulfate mg/L ND 1.0 09/22/11 00:10
LABORATORY CONTROL SAMPLE: 86195
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 2 1.8 92 90-110
Sulfate mg/L 15 16.1 107 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 86196 86197
MS MSD
60105471001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L ND 100 100 83.5 85.5 83 85 90-110 2 10 M1
Sulfate mg/L 3640 7500 7500 11100 11200 100 100 90-110 5 10
MATRIX SPIKE SAMPLE: 86198
60105346008 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 2.7 2 4.3 81 90-110 M1
Sulfate mg/L ND 15 15.8 100 90-110
Date: 09/26/2011 08:26 AM REPORT OF LABORATORY ANALYSIS Page 9 of 12
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60105587

QC Batch: WETA/17625 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60105587001, 60105587002

METHOD BLANK: 877946

Associated Lab Samples:

Matrix: Water

60105587001, 60105587002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 09/20/11 08:45
LABORATORY CONTROL SAMPLE: 877947
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.0 100 90-110
MATRIX SPIKE SAMPLE: 877948
60105587001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 5.2 10 15.1 99 90-110
MATRIX SPIKE SAMPLE: 877949
60105587002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 11.8 10 21.1 92 90-110
SAMPLE DUPLICATE: 877950
60105589001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 11 1.1 1 18

Date: 09/26/2011 08:26 AM
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60105587

QC Batch: WETA/17590 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60105587001, 60105587002

METHOD BLANK: 875483

Associated Lab Samples:

Matrix: Water

60105587001, 60105587002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 09/15/11 15:35
LABORATORY CONTROL SAMPLE: 875484
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.0 100 90-110
MATRIX SPIKE SAMPLE: 875485
60105446001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 4.0 2 4.9 49 72-121 MO
MATRIX SPIKE SAMPLE: 875486
60105446003 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 4.2 2 4.9 39 72-121 MO
SAMPLE DUPLICATE: 875487
60105744001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 4.5 45 15

Date: 09/26/2011 08:26 AM

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
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K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60105587

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
LABORATORIES

PASI-K Pace Analytical Services - Kansas City

PASI-S Pace Analytical Services - Seattle

ANALYTE QUALIFIERS

CH The continuing calibration for this compound is outside of Pace Analytical acceptance limits. The results may be biased
high.
H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
M1 Matrix spike recovery exceeded QC limits. Batch accepted based on laboratory control sample (LCS) recovery.
R1 RPD value was outside control limits.
Date: 09/26/2011 08:26 AM REPORT OF LABORATORY ANALYSIS Page 12 of 12
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CHAIN-OF-CUSTODY / Analytical Request Document

ace \b :N\v\ﬂsﬁm\ The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fields must be completed accurately. -
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Sample Condition Upon Receipt

(A ot Name:FZ 10 project#__ (71 035

Courier: [ JFedEx [JuPs [JusPS [Jclient [ JCommercial [ JPace mmﬂ:mﬂ \,N £ Optional I
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Pace Analytical

Services, Inc.

ace Analytical secs Loner v

= Lenexa, KS 66219

www.pacelabs.com

October 18, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60107454

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on October 05, 2011.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards, where applicable, unless otherwise narrated in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Dl G
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

(913)599-5665

Page 1 of 12
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www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60107454

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60107454

Lab ID Sample ID Matrix Date Collected Date Received
60107454001 SLO001 Water 10/03/11 17:30 10/05/11 05:25
60107454002 WTO003 Water 10/03/11 17:15 10/05/11 05:25

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

SAMPLE ANALYTE COUNT

Project: MONTHLY NPDES
Pace Project No.: 60107454

Analytes
Lab ID Sample ID Method Analysts Reported
60107454001 SL001 SM 2540D KLB 1
SM 4500-H+B JML 1
EPA 300.0 JML 2
EPA 350.1 AIM 1
EPA 353.2 AIM 1
EPA 365.4 AIM 1
60107454002 WTO003 SM 2540D KLB 1
SM 4500-H+B JML 1
EPA 300.0 JML 2
EPA 350.1 AIM 1
EPA 353.2 AIM 1
EPA 365.4 AIM 1
REPORT OF LABORATORY ANALYSIS Page 4 of 12

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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www.pacelabs.com

Project: MONTHLY NPDES

Pace Project No.: 60107454

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 60107454001 Collected: 10/03/11 17:30 Received: 10/05/11 05:25 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 10/08/11 10:52
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.6 Std. Units 0.10 1 10/05/11 15:05 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Analytical Method: EPA 300.0

3.9 mg/L 0.20 1
550 mg/L 50.0 50

Analytical Method: EPA 350.1

5.1 mg/L 0.10 1
Analytical Method: EPA 353.2

4.6 mg/L 0.20 1
Analytical Method: EPA 365.4

0.64 mg/L 0.10 1

10/17/11 20:45 16984-48-8
10/17/11 21:00 14808-79-8

10/12/11 17:24 7664-41-7

10/05/11 14:48

10/06/11 10:41 7723-14-0

Sample: WT003

Lab ID: 60107454002 Collected: 10/03/11 17:15 Received: 10/05/11 05:25 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 10/08/11 10:52
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.0 Std. Units 0.10 1 10/05/11 15:05 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Date: 10/18/2011 03:37 PM

Analytical Method: EPA 300.0

6.5 mg/L 0.20 1
854 mg/L 100 100

Analytical Method: EPA 350.1
12.6 mg/L 0.50 1

Analytical Method: EPA 353.2
4.0 mg/L 0.50 1

Analytical Method: EPA 365.4

0.10 mg/L 0.10 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

10/17/11 21:16 16984-48-8
10/17/11 21:31 14808-79-8

10/12/11 17:56 7664-41-7

10/05/11 14:47

10/06/11 10:42 7723-14-0
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60107454

QC Batch: WET/31402 Analysis Method: SM 2540D

QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids

Associated Lab Samples:

60107454001, 60107454002

METHOD BLANK: 888686

Associated Lab Samples:

Matrix: Water

60107454001, 60107454002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 10/08/11 10:47
SAMPLE DUPLICATE: 888687
60107638001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25
SAMPLE DUPLICATE: 888688
60107477002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 105 122 15 25

Date: 10/18/2011 03:37 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60107454

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/31355 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60107454001, 60107454002
SAMPLE DUPLICATE: 886714
60107441001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 7.3 7.3 5 H6

Date: 10/18/2011 03:37 PM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60107454
QC Batch: WETA/17930 Analysis Method: EPA 300.0
QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions
Associated Lab Samples: 60107454001, 60107454002
METHOD BLANK: 892340 Matrix: Water
Associated Lab Samples: 60107454001, 60107454002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 10/17/11 18:13
Sulfate mg/L ND 1.0 10/17/1118:13
LABORATORY CONTROL SAMPLE: 892341
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 25 25 98 90-110
Sulfate mg/L 5 55 110 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 892342 892343
MS MSD
60107467001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L 0.49 2.5 2.5 2.9 3.0 98 101 75-110 3 10
Sulfate mg/L 883 250 250 1150 1110 106 93 61-119 3 10
Date: 10/18/2011 03:37 PM REPORT OF LABORATORY ANALYSIS Page 8 of 12
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60107454

QC Batch: WETA/17888 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60107454001, 60107454002

METHOD BLANK: 889842

Associated Lab Samples:

Matrix: Water

60107454001, 60107454002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 10/12/11 17:04
LABORATORY CONTROL SAMPLE: 889843
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 889844
60107472001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.4 70 90-110 MO
MATRIX SPIKE SAMPLE: 889845
60107445002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 4.2 2 5.7 76 90-110 MO
SAMPLE DUPLICATE: 889846
60107466001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 0.18 0.18 1 18
Date: 10/18/2011 03:37 PM REPORT OF LABORATORY ANALYSIS Page 9 of 12
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60107454

QC Batch: WETA/17819 Analysis Method: EPA 353.2

QC Batch Method:  EPA 353.2 Analysis Description: 353.2 Nitrate + Nitrite, Unpres.

Associated Lab Samples:

60107454001, 60107454002

METHOD BLANK: 886583

Associated Lab Samples:

Matrix: Water

60107454001, 60107454002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Nitrate mg/L ND 0.10 10/05/11 14:25
LABORATORY CONTROL SAMPLE: 886584
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 1.6 1.6 101 90-110
MATRIX SPIKE SAMPLE: 886585
60107471001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 11 1.6 2.7 98 90-110
MATRIX SPIKE SAMPLE: 886586
60107471002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 11 1.6 2.7 99 90-110
SAMPLE DUPLICATE: 886587
60107469001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Nitrate mg/L 11 1.1 15

Date: 10/18/2011 03:37 PM

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60107454

QC Batch: WETA/17823 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60107454001, 60107454002

METHOD BLANK: 886810

Associated Lab Samples:

Matrix: Water

60107454001, 60107454002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 10/06/11 10:11
LABORATORY CONTROL SAMPLE: 886811
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 886812
60107476001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 2.2 109 72-121
MATRIX SPIKE SAMPLE: 886813
60107469001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 2.2 108 72-121
SAMPLE DUPLICATE: 886814
60107469002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L ND ND 15

Date: 10/18/2011 03:37 PM

REPORT OF LABORATORY ANALYSIS Page 11 of 12
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60107454

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 10/18/2011 03:37 PM REPORT OF LABORATORY ANALYSIS Page 12 of 12
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= Lenexa, KS 66219
(913)599-5665

www.pacelabs.com

November 14, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60109295

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on November 01, 2011.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Project: MONTHLY NPDES
Pace Project No.: 60109295

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60109295

Lab ID Sample ID Matrix Date Collected Date Received
60109295001 SLO001 Water 11/01/11 07:30 11/01/11 23:40
60109295002 WTO003 Water 11/01/11 07:00 11/01/11 23:40

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

SAMPLE ANALYTE COUNT

Project: MONTHLY NPDES
Pace Project No.: 60109295

Analytes
Lab ID Sample ID Method Analysts Reported
60109295001 SL001 SM 2540D KLB 1
SM 4500-H+B JML 1
EPA 300.0 JPF 2
EPA 350.1 AIM 1
EPA 353.2 AIM 1
EPA 365.4 AIM 1
60109295002 WTO003 SM 2540D KLB 1
SM 4500-H+B JML 1
EPA 300.0 JPF 2
EPA 350.1 AIM 1
EPA 353.2 AIM 1
EPA 365.4 AIM 1
REPORT OF LABORATORY ANALYSIS Page 4 of 13
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Project: MONTHLY NPDES

Pace Project No.: 60109295

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 60109295001 Collected: 11/01/11 07:30 Received: 11/01/11 23:40 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 11/04/11 11:18
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.9 Std. Units 0.10 1 11/02/11 15:00 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Analytical Method: EPA 300.0

3.8 mg/L 0.20 1
587 mg/L 50.0 50

Analytical Method: EPA 350.1

3.6 mg/L 0.10 1
Analytical Method: EPA 353.2

3.5 mg/L 0.10 1
Analytical Method: EPA 365.4

0.24 mg/L 0.10 1

11/11/11 23:43  16984-48-8
11/12/11 00:00 14808-79-8

11/14/11 11:36  7664-41-7

11/02/11 16:16

11/07/11 10:05 7723-14-0

Sample: WT003

Lab ID: 60109295002 Collected: 11/01/11 07:00 Received: 11/01/11 23:40 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 11/04/11 11:27
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.5 Std. Units 0.10 1 11/02/11 15:00 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Date: 11/14/2011 02:42 PM

Analytical Method: EPA 300.0

5.8 mg/L 0.20 1
833 mg/L 50.0 50

Analytical Method: EPA 350.1

9.1 mg/L 0.50 1
Analytical Method: EPA 353.2

2.7 mg/L 0.20 1
Analytical Method: EPA 365.4

0.10 mg/L 0.10 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

11/12/11 00:16 16984-48-8
11/12/11 00:33 14808-79-8

11/14/11 11:40 7664-41-7

11/02/11 16:28

11/07/11 10:06 7723-14-0

Page 5 of 13



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60109295
QC Batch: WET/31880 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 60109295001
METHOD BLANK: 905164 Matrix: Water
Associated Lab Samples: 60109295001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 11/04/11 11:14
SAMPLE DUPLICATE: 905165
60109232001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 8.0 8.0 0 25
SAMPLE DUPLICATE: 905933
60109238003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 309 366 17 25

Date: 11/14/2011 02:42 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60109295
QC Batch: WET/31884 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 60109295002
METHOD BLANK: 905230 Matrix: Water
Associated Lab Samples: 60109295002
Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 11/04/11 11:26
SAMPLE DUPLICATE: 905231

60109569001 Dup Max

Parameter Units Result Result RPD RPD Qualifiers

Total Suspended Solids mg/L 11.0 11.0 25

Date: 11/14/2011 02:42 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60109295
QC Batch: WET/31843 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60109295001, 60109295002
SAMPLE DUPLICATE: 903945
60109243001 Dup Max

Parameter Units Result Result RPD RPD Qualifiers

pH at 25 Degrees C Std. Units 121 12.1 5 H6

Date: 11/14/2011 02:42 PM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 8 of 13



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60109295

QC Batch: WETA/18264 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60109295001, 60109295002

METHOD BLANK: 909330

Associated Lab Samples:

Matrix: Water

60109295001, 60109295002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 11/11/11 21:47
Sulfate mg/L ND 1.0 11/11/11 21:47
LABORATORY CONTROL SAMPLE: 909331
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 25 2.4 96 90-110
Sulfate mg/L 5 4.8 97 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 909332 909333
MS MSD
60109293001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L ND 50 50 47.7 46.6 92 90 75-110 2 10
Sulfate mg/L 121 100 100 211 210 90 90 61-119 0 10
MATRIX SPIKE SAMPLE: 909334
60109446001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 0.51 25 2.9 95 75-110
Sulfate mg/L 340 100 416 76 61-119
Date: 11/14/2011 02:42 PM REPORT OF LABORATORY ANALYSIS Page 9 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60109295

QC Batch: WETA/18299 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60109295001, 60109295002

METHOD BLANK: 911054

Associated Lab Samples:

Matrix: Water

60109295001, 60109295002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 11/14/11 11:06
LABORATORY CONTROL SAMPLE: 911055
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 103 90-110
MATRIX SPIKE SAMPLE: 911056
60109305006 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 2.0 97 90-110
MATRIX SPIKE SAMPLE: 911057
60109305007 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 2.1 105 90-110
SAMPLE DUPLICATE: 911058
60109200001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L ND ND 18

Date: 11/14/2011 02:42 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60109295

QC Batch: WETA/18147 Analysis Method: EPA 353.2

QC Batch Method:  EPA 353.2 Analysis Description: 353.2 Nitrate + Nitrite, Unpres.

Associated Lab Samples:

60109295001, 60109295002

METHOD BLANK: 903915

Associated Lab Samples:

Matrix: Water

60109295001, 60109295002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Nitrate mg/L ND 0.10 11/02/11 16:07
LABORATORY CONTROL SAMPLE: 903916
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 1.6 15 96 90-110
MATRIX SPIKE SAMPLE: 903919
60109293001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 10.5 8 15.7 65 90-110 MO
MATRIX SPIKE SAMPLE: 903920
60109298001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L ND 1.6 15 93 90-110
SAMPLE DUPLICATE: 903917
60109139005 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Nitrate mg/L 3.1 3.1 15
SAMPLE DUPLICATE: 903918
60109139006 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Nitrate mg/L ND ND 15

Date: 11/14/2011 02:42 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60109295

QC Batch: WETA/18187 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60109295001, 60109295002

METHOD BLANK: 905727

Associated Lab Samples:

Matrix: Water

60109295001, 60109295002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 11/07/11 09:54
LABORATORY CONTROL SAMPLE: 905728
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 905729
60109439001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L ND 2 21 105 72-121
MATRIX SPIKE SAMPLE: 905730
60109441001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 0.021J 2 2.2 108 72-121
SAMPLE DUPLICATE: 905731
60109441002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L ND ND 15

Date: 11/14/2011 02:42 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60109295

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 11/14/2011 02:42 PM REPORT OF LABORATORY ANALYSIS Page 13 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



ace Analytical

wiww. pacelabs.com

J—

{

CHAIN-OF-CUSTODY / Analytical Request Document

The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fields must be completed accurately.

Section A Section B Section C Page: of
Required Client Information: Required Project Informatior:: Invoice Information: )
Company: FI MO Remediation Trust Report To: Keith Brown Attention:
Address: 4400 College Blvd Copy To:  Doug Engel, Kamyar Manesh Company Name: REGULATORY AGENCY
Joplin, MO 64801 Address: W NPDES [~ GROUNDWATER [~ UN_Z_A_ZO WATER
Email To: Purchase Order No.: < Pace Quote
kamyar.manesh@shawgrp.com S¢l = M\ 4 Pace Aol I~ usT ™ RCRA - OTHER
._u:o:m“ _mwx” . _.uﬂQ.mQAZmBmu Zo:ﬁq ZUU._mm _ﬂm»wwﬂw.mn. m:m:_ O:mmm Site Location] 2_0 \\\\ \ 7
Requested Due Date/TAT: Project Number: Pace Profile #. 76 STATE: \\\
Requested Analysis Filtered (Y/N)
-t
Section D Valid Matrix Codes gls . =
Required Client information MATRIX CODE s nMu COLLECTED Preservatives =
DRINKING WATER DWW 2 O z
WATER wr R D Q
WASTE WATER ~ WW - COMPOSITE COMPOSITE ﬂ =z
PRODUCT P 5 mm, START END/GRAB o <
SOILSOLID sL o | x = >
oL oL g% 8l e - @
SAMPLEID  we  w & g 1RE g
AR AR w <| =z h=s S
(A-Z,0-9/,-) OTHER ot o | w ol Z|T Lot 3 <
Sample IDs MUST BE UNIQUE ~ Tissug s Q| & cle g R o w O :_ -
Q W =1 Z2 c ol B 7] [} 2 —
Xy wul Q3 Sl 8 > ] g - T
pid g g 212l =S8l gl® 2 SlelE B
= Elg Sy |al@lols|olRE|8 sl |&alelgtg|ge 2
m <13 21 O | EQz|0l 8|8l < Al18|8j&|8|E @ .
= 2| o| pate | TIME | oate Tive | S ® |SITIT|ZIZ|Z|Z|Ofee| | 13|31 [2]E o Pace Project No./ Lab I.D.
A 5L001 v & 25 |{ 200 §7] 5 [2] x| Ll L L [ 18R (6] 18026 72 “/
A g
2 WT003 ww| 6 \N\%\\\ NE\M_WM‘ 3 [2]1 x P x ] x| x| x| x] x A\ I—.\ Iw\ At
3
4
5 -
6
7
8
9
10
11
12
ADDITIONAL COMMENTS RELINQUISHED BY / AFFILIATION DATE TIME > ACCEPTED w\\y AE =L>.—._O\~M\ U>._.m~. TIME SAMPLE CONDITIONS
24t/ [ IR UL i VY LIREXE
L4 [§ ,.”
1o fo fo1 | feas | b Bo b - el [f250 (16 |\ |y |y
o 7= T e
SAMPLER NAME AND SIGNATURE o s | &z g
.n .% Z Aw v/lux £~
£ S - g £
PRINT Name of SAMPLER: #7/c L7 \§ — B 3% £y mw\
igne: — s 2 o = w R
SIGNATURE of SAMPLER: § _ (MMDDIYY): /2 ~& — 2~ b4 g s

7

*Important Note: By signing this form you are accepting Pace's NET 30 day payment terms and agreeing to late charges of 1.5% per month for any invoices not paid within 30 days.

F-ALL-Q-020rev.07, 15-Feb-2007




Sample Condition Upon Receipt

/Hacednalyical ClientName: ¥ T oy Reme X Project # %S\\QW
'
Courier: [JFed Ex [JUPS [JusPs [JClient [JCommercial [(Pace g@ N% Optional
Tracking #: Pace Shipping Label Used? [] Yes No Proj. Due O.RQ \
Proj. Name: X P2Y
Custody Seal on Cooler/Box Present: \%mm ] No Seals intact: Yes [ ] No
Packing Material: .chg_m Wrap  [JBubble Bags [(Foam [ None [ DPther
Thermometer Used: __ 1491/ ﬁ-lmh Type of Ice: K\m\ﬁ Biue None [] samples on ice, cooling process has begun
Cooler Temperature: __ 40 oow“wﬂum.a:w_ﬁ of Psreon exgmiping
Temperature should be above freezing to 6°C Comments: )
Chain of Custody present: i \mﬂwm OONo  Ova |1,
Chain of Custody filled out: Jd%es ONo [N 2.
Chain of Custody relinquished: JAfes ONo TINA |3,
Sampler name & signature on COC: \Da\mw One DOnva 4.
Samples arrived within holding time: i \&ﬂ& Ono  Ona |5,
Short Hold Time analyses (<72hr): Nﬂmm Ono OnAle. P ag Y
Rush Turn Around Time requested: Clves \N_ﬁ Ona 7. ' 7
Sufficient volume: LNAS Ono  Onva s,
Correct containers used: S\lﬂ% Ono  Ona o,
-Pace containers used: <mm. Ono  Ona
Containers intact: ) es [INo [n/a 0.
Unpreserved 5035A soils frozen w/in 48hrs? (ves [OIno NA 11,
Filtered volume received for dissolved tests Oves ONo \g 12.
Sample labels match COC: ~ives ONo Dl 13.

-Includes date/time/ID/analyses  Matrix: C,\_j

All containers needing preservation have been checked. \ﬂ‘&m Cine Onia 14

All containers needing preservation are found to be in
i Y N N/A
compliance with EPA recommendation. \N.\mm Ono O

Exceptions: VOA, coliform, TOC, 0&G, WI-DRO (water), Oy \N_\ Initial when Lot # of added
Phenolics es #~No completed preservative
Trip Blank present: Oves Ono .\%\\, 15.
Pace Trip Blank lot # (if purchased):
Headspace in VOA vials ( >6mm): Oves Ono E 16.
Project sampled in USDA Regulated Area: Oves One O 17. List State: Nl
P
4 ¢
Client Notification/ Resolution: Copy COC to Client? @\ N Field Data Required? Y 7/
Person Contacted: Date/Time:

Comments/ Resolution:

)

/A )\ _

_uﬂo_.mo;\_m:mmm.‘mmsmén Pj\ %& §x \ Date: -
NPAY N

Note: Whenever there is a discrepancy &ffecting North Carolina compliance samples, a copy of this form will be sent to the North Carolina DEHNR
Certification Office (i.e out of hold, incorrect preservative, out of temp, incorrect containers)

F-KS-C-003-Rev.05, 19February2010



Pace Analytical Services, Inc.

ace Analytical secs Loner v

= Lenexa, KS 66219
(913)599-5665

www.pacelabs.com

December 19, 2011

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60111532

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on December 06, 2011.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 1 of 13



aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60111532

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



Project:

ace Analytical

www.pacelabs.com

MONTHLY NPDES

SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Pace Project No.: 60111532

Lab ID Sample ID Matrix Date Collected Date Received
60111532001 SLO001 Water 12/05/11 17:00 12/06/11 22:35
60111532002 WTO003 Water 12/06/11 10:15 12/06/11 22:35

Page 3 of 13



Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

SAMPLE ANALYTE COUNT

Project: MONTHLY NPDES
Pace Project No.: 60111532

Analytes
Lab ID Sample ID Method Analysts Reported
60111532001 SL001 SM 2540D BGM 1
SM 4500-H+B oL 1
EPA 300.0 JML 2
EPA 350.1 JPF 1
EPA 353.2 AIM 1
EPA 365.4 JPF 1
60111532002 WTO003 SM 2540D BGM 1
SM 4500-H+B oL 1
EPA 300.0 JML 2
EPA 350.1 JPF 1
EPA 353.2 AIM 1
EPA 365.4 JPF 1
REPORT OF LABORATORY ANALYSIS Page 4 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES

Pace Project No.: 60111532

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 60111532001 Collected: 12/05/11 17:00 Received: 12/06/11 22:35 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 12/09/11 07:39
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.4 Std. Units 0.10 1 12/07/11 16:00 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Analytical Method: EPA 300.0

1.1 mg/L 0.20 1
140 mg/L 200 20

Analytical Method: EPA 350.1
0.98 mg/L 0.10 1

Analytical Method: EPA 353.2
1.4 mg/L 0.10 1

Analytical Method: EPA 365.4
0.98 mg/L 0.10 1

12/16/11 00:28 16984-48-8
12/16/11 00:44 14808-79-8

12/12/11 13:59 7664-41-7

12/07/11 13:16

12/14/11 13:42 7723-14-0

Sample: WT003

Lab ID: 60111532002 Collected: 12/06/11 10:15 Received: 12/06/11 22:35 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids 18.0 mg/L 5.0 1 12/09/11 09:34
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.2 Std. Units 0.10 1 12/07/11 16:00 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Date: 12/19/2011 01:39 PM

Analytical Method: EPA 300.0

1.0 mg/L 0.20 1
486 mg/L 50.0 50

Analytical Method: EPA 350.1
8.8 mg/L 0.30 1

Analytical Method: EPA 353.2
3.2 mg/L 0.10 1

Analytical Method: EPA 365.4
0.10 mg/L 0.10 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

12/16/11 01:01 16984-48-8
12/16/11 01:17 14808-79-8

12/12/11 14:00 7664-41-7

12/07/11 13:25

12/14/11 13:43 7723-14-0

Page 5 of 13
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www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60111532

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

QC Batch: WET/32475
QC Batch Method:  SM 2540D
Associated Lab Samples: 60111532001

SM 2540D
2540D Total Suspended Solids

Analysis Method:
Analysis Description:

METHOD BLANK: 923853
Associated Lab Samples: 60111532001

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 12/09/11 07:39
SAMPLE DUPLICATE: 923854
60111521003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND 63.0 25

Date: 12/19/2011 01:39 PM

Page 6 of 13
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60111532
QC Batch: WET/32478 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids
Associated Lab Samples: 60111532002
METHOD BLANK: 923917 Matrix: Water
Associated Lab Samples: 60111532002
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 12/09/11 09:32
SAMPLE DUPLICATE: 923918
60111501003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 82.7 86.7 25
SAMPLE DUPLICATE: 923919
60111534002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 154 127 25

Date: 12/19/2011 01:39 PM
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QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60111532

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/32444 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60111532001, 60111532002
SAMPLE DUPLICATE: 922976
60111536001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 8.3 8.3 5 H6

Date: 12/19/2011 01:39 PM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60111532

QC Batch: WETA/18672 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60111532001, 60111532002

METHOD BLANK: 927131

Associated Lab Samples:

Matrix: Water

60111532001, 60111532002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 12/15/11 21:09
Sulfate mg/L ND 1.0 12/15/11 21:09
LABORATORY CONTROL SAMPLE: 927132
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 25 2.4 97 90-110
Sulfate mg/L 5 51 102 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 927133 927134
MS MSD
20942018 Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L 125 125 119 121 95 97 75-110 1 10
Sulfate mg/L 250 250 526 535 96 100 61-119 2 10
MATRIX SPIKE SAMPLE: 927135
60111569002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L ND 25 24.1 96 75-110
Sulfate mg/L 133 50 175 83 61-119
Date: 12/19/2011 01:39 PM REPORT OF LABORATORY ANALYSIS Page 9 of 13
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60111532

QC Batch: WETA/18621 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60111532001, 60111532002

METHOD BLANK: 924929

Associated Lab Samples:

Matrix: Water

60111532001, 60111532002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 12/12/11 13:33
LABORATORY CONTROL SAMPLE: 924930
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 924931
60111252001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 3.0 2 45 77 90-110 MO
MATRIX SPIKE SAMPLE: 924933
60111455001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 1.8 91 90-110
SAMPLE DUPLICATE: 924932
60111503001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 93.4 93.5 0 18

Date: 12/19/2011 01:39 PM
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60111532

QC Batch: WETA/18572 Analysis Method: EPA 353.2

QC Batch Method:  EPA 353.2 Analysis Description: 353.2 Nitrate + Nitrite, Unpres.

Associated Lab Samples:

60111532001, 60111532002

METHOD BLANK: 922753

Associated Lab Samples:

Matrix: Water

60111532001, 60111532002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Nitrate mg/L ND 0.10 12/07/11 13:15
LABORATORY CONTROL SAMPLE: 922754
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 1.6 1.7 107 90-110
MATRIX SPIKE SAMPLE: 922755
60111509001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L ND 1.6 15 95 90-110
SAMPLE DUPLICATE: 922756
60111509002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Nitrate mg/L 21.3 20.4 15

Date: 12/19/2011 01:39 PM
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60111532

QC Batch: WETA/18639 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60111532001, 60111532002

METHOD BLANK: 925555

Associated Lab Samples:

Matrix: Water

60111532001, 60111532002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 12/14/11 13:29
LABORATORY CONTROL SAMPLE: 925556
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.0 100 90-110
MATRIX SPIKE SAMPLE: 925557
60111759001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2.8 2 45 84 72-121
MATRIX SPIKE SAMPLE: 925559
60111543001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 11 2 3.1 100 72-121
SAMPLE DUPLICATE: 925558
60111465003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L ND ND 15

Date: 12/19/2011 01:39 PM
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Pace Analytical Services, Inc.
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K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60111532

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 12/19/2011 01:39 PM REPORT OF LABORATORY ANALYSIS Page 13 of 13
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= Lenexa, KS 66219
(913)599-5665

www.pacelabs.com

January 25, 2012

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60113525

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on January 11, 2012.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Sherri Guess

sherri.guess@pacelabs.com
Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS
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without the written consent of Pace Analytical Services, Inc..

Page 1 of 13



aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60113525

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 13
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MONTHLY NPDES

SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Pace Project No.: 60113525

Lab ID Sample ID Matrix Date Collected Date Received
60113525001 SLO001 Water 01/10/12 14:30 01/11/12 23:45
60113525002 WTO003 Water 01/10/12 14:00 01/11/12 23:45

Page 3 of 13
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Project: MONTHLY NPDES
Pace Project No.: 60113525

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

Analytes

Lab ID Sample ID Method Analysts Reported
60113525001 SL001 SM 2540D CMG 1
SM 4500-H+B oL 1

EPA 300.0 JML 2

EPA 350.1 AIM 1

EPA 353.2 LAJ 1

EPA 365.4 AIM 1

60113525002 WTO003 SM 2540D CMG 1
SM 4500-H+B oL 1

EPA 300.0 JML 2

EPA 350.1 AIM 1

EPA 353.2 LAJ 1

EPA 365.4 AIM 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

Pace Analytical Services, Inc.

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60113525

Sample: SL001 Lab ID: 60113525001 Collected: 01/10/12 14:30 Received: 01/11/12 23:45 Matrix: Water
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

2540D Total Suspended Solids Analytical Method: SM 2540D

Total Suspended Solids 7.0 mg/L 5.0 1 01/13/12 10:36

4500H+ pH, Electrometric Analytical Method: SM 4500-H+B

pH at 25 Degrees C 7.4 Std. Units 0.10 1 01/12/12 14:30 H6

300.0 IC Anions 28 Days Analytical Method: EPA 300.0

Fluoride 2.3 mg/L 0.20 1 01/20/12 17:01 16984-48-8

Sulfate 278 mg/L 20.0 20 01/20/12 17:43 14808-79-8

350.1 Ammonia Analytical Method: EPA 350.1

Nitrogen, Ammonia 2.0 mg/L 0.10 1 01/17/12 13:49 7664-41-7

353.2 Nitrogen, NO2/NO3 unpres Analytical Method: EPA 353.2

Nitrogen, Nitrate 2.2 mg/L 0.10 1 01/12/12 14:03

365.4 Total Phosphorus Analytical Method: EPA 365.4

Phosphorus 1.6 mg/L 0.10 1 01/18/12 10:06 7723-14-0

Sample: WT003

Lab ID: 60113525002

Collected: 01/10/12 14:00 Received: 01/11/12 23:45 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 01/13/12 10:36
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.5 Std. Units 0.10 1 01/12/12 14:30 H6
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Fluoride 2.9 mg/L 0.20 1 01/20/12 17:57 16984-48-8
Sulfate 695 mg/L 50.0 50 01/20/12 18:12 14808-79-8
350.1 Ammonia Analytical Method: EPA 350.1
Nitrogen, Ammonia 5.8 mg/L 0.20 1 01/17/12 15:02 7664-41-7
353.2 Nitrogen, NO2/NO3 unpres Analytical Method: EPA 353.2
Nitrogen, Nitrate 4.3 mg/L 0.10 1 01/12/12 14:01 H1
365.4 Total Phosphorus Analytical Method: EPA 365.4
Phosphorus ND mg/L 0.10 1 01/18/12 10:07 7723-14-0
Date: 01/25/2012 10:34 AM REPORT OF LABORATORY ANALYSIS Page 5 of 13
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60113525

QC Batch: WET/33041 Analysis Method: SM 2540D

QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids

Associated Lab Samples:

60113525001, 60113525002

METHOD BLANK: 938803

Associated Lab Samples:

Matrix: Water

60113525001, 60113525002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 01/13/12 10:35
SAMPLE DUPLICATE: 938804
60113492001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND 8.0 25
SAMPLE DUPLICATE: 938805
60113531003 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L 19.0 19.0 0 25

Date: 01/25/2012 10:34 AM

REPORT OF LABORATORY ANALYSIS
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QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60113525

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/33030 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60113525001, 60113525002
SAMPLE DUPLICATE: 938381
60113525002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 6.5 6.6 5 H6

Date: 01/25/2012 10:34 AM REPORT OF LABORATORY ANALYSIS
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60113525

QC Batch: WETA/18987 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60113525001, 60113525002

METHOD BLANK: 940740

Associated Lab Samples:

Matrix: Water

60113525001, 60113525002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 01/20/12 11:42
Sulfate mg/L ND 1.0 01/20/12 11:42
LABORATORY CONTROL SAMPLE: 940741
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 25 2.4 94 90-110
Sulfate mg/L 5 4.9 99 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 940742 940743
MS MSD
60113512001 Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Fluoride mg/L ND 500 500 505 498 101 100 75-110 1 10
Sulfate mg/L 2550 1000 1000 3480 3540 92 99 61-119 2 10
MATRIX SPIKE SAMPLE: 940744
60113512010 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Fluoride mg/L ND 125 131 98 75-110
Sulfate mg/L 22.3 25 43.3 84 61-119
Date: 01/25/2012 10:34 AM REPORT OF LABORATORY ANALYSIS Page 8 of 13
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Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60113525

QC Batch: WETA/18958 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60113525001, 60113525002

METHOD BLANK: 939616

Associated Lab Samples:

Matrix: Water

60113525001, 60113525002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 01/17/12 13:47
LABORATORY CONTROL SAMPLE: 939617
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 105 90-110
MATRIX SPIKE SAMPLE: 939618
60113525001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2.0 2 3.9 98 90-110
MATRIX SPIKE SAMPLE: 939619
60113525002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 5.8 4 9.0 80 90-110 MO
SAMPLE DUPLICATE: 939620
60113526002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 5.3 5.3 0 18
Date: 01/25/2012 10:34 AM REPORT OF LABORATORY ANALYSIS Page 9 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60113525

QC Batch: WETA/18930 Analysis Method: EPA 353.2

QC Batch Method:  EPA 353.2 Analysis Description: 353.2 Nitrate + Nitrite, Unpres.

Associated Lab Samples:

60113525001, 60113525002

METHOD BLANK: 938318

Associated Lab Samples:

Matrix: Water

60113525001, 60113525002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Nitrate mg/L ND 0.10 01/12/12 13:59
LABORATORY CONTROL SAMPLE: 938319
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 1.6 1.7 109 90-110
MATRIX SPIKE SAMPLE: 938320
60113525002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 4.3 1.6 6.1 112 90-110 MO
MATRIX SPIKE SAMPLE: 938322
60113552001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 6.5 3.2 10.0 111 90-110 MO
SAMPLE DUPLICATE: 938321
60113525001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Nitrate mg/L 2.2 2.2 15

Date: 01/25/2012 10:34 AM
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QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60113525

QC Batch: WETA/18961 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60113525001, 60113525002

METHOD BLANK: 939634

Associated Lab Samples:

Matrix: Water

60113525001, 60113525002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 01/18/12 09:41
LABORATORY CONTROL SAMPLE: 939635
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.2 109 90-110
MATRIX SPIKE SAMPLE: 939636
60113595001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 0.85 2 3.0 106 72-121
MATRIX SPIKE SAMPLE: 939637
60113716001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 11 2 3.3 109 72-121
SAMPLE DUPLICATE: 939638
60113539002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 2.0 2.0 15

Date: 01/25/2012 10:34 AM
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(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60113525

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.

ANALYTE QUALIFIERS

H1 Analysis conducted outside the EPA method holding time.
H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 01/25/2012 10:34 AM REPORT OF LABORATORY ANALYSIS Page 12 of 13
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Pace Analytical Services, Inc.

QUALITY CONTROL DATA CROSS REFERENCE TABLE

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60113525
Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
60113525001 SLO01 SM 2540D WET/33041
60113525002 WTO003 SM 2540D WET/33041
60113525001 SL001 SM 4500-H+B WET/33030
60113525002 WTO003 SM 4500-H+B WET/33030
60113525001 SLO01 EPA 300.0 WETA/18987
60113525002 WTO003 EPA 300.0 WETA/18987
60113525001 SL001 EPA 350.1 WETA/18958
60113525002 WTO003 EPA 350.1 WETA/18958
60113525001 SL001 EPA 353.2 WETA/18930
60113525002 WTO003 EPA 353.2 WETA/18930
60113525001 SL001 EPA 365.4 WETA/18961
60113525002 WTO003 EPA 365.4 WETA/18961

Date: 01/25/2012 10:34 AM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

= Lenexa, KS 66219
(913)599-5665

www.pacelabs.com

February 27, 2012

Keith Brown

PCS Phosphate Company Inc.
PO Box 225

301 State Line Road

Joplin, MO 64802

RE: Project: MONTHLY NPDES
Pace Project No.: 60115383

Dear Keith Brown:

Enclosed are the analytical results for sample(s) received by the laboratory on February 15, 2012.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

R
Sherri Guess
sherri.guess@pacelabs.com

Project Manager

Enclosures

cc: Mr. Doug Engel, PCS Phosphate Company, Inc.
Mr. Kamyar Manesh, FI Missouri Remediation Trust

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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aceAnalytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60115383

Kansas Certification IDs
9608 Loiret Boulevard, Lenexa, KS 66219
A2LA Certification #: 2456.01
Arkansas Certification #: 05-008-0
Illinois Certification #: 001191
lowa Certification #: 118
Kansas/NELAP Certification #: E-10116

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

CERTIFICATIONS

Louisiana Certification #: 03055

Nevada Certification #: KS000212008A
Oklahoma Certification #: 9205/9935
Texas Certification #: T104704407-08-TX
Utah Certification #: 9135995665

REPORT OF LABORATORY ANALYSIS Page 2 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



Project:

ace Analytical

www.pacelabs.com

MONTHLY NPDES

SAMPLE SUMMARY

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Pace Project No.: 60115383

Lab ID Sample ID Matrix Date Collected Date Received
60115383001 SLO001 Water 02/14/12 16:45 02/15/12 22:30
60115383002 WTO003 Water 02/14/12 16:30 02/15/12 22:30

Page 3 of 13



ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES
Pace Project No.: 60115383

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

Analytes

Lab ID Sample ID Method Analysts Reported
60115383001 SL001 SM 2540D CMG 1
SM 4500-H+B oL 1

EPA 300.0 SRM1 2

EPA 350.1 AIM 1

EPA 353.2 LAJ 1

EPA 365.4 AIM 1

60115383002 WTO003 SM 2540D CMG 1
SM 4500-H+B oL 1

EPA 300.0 SRM1 2

EPA 350.1 AIM 1

EPA 353.2 LAJ 1

EPA 365.4 AIM 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665
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ace Analytical

www.pacelabs.com

Project: MONTHLY NPDES

Pace Project No.: 60115383

ANALYTICAL RESULTS

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Sample: SL001

Lab ID: 60115383001 Collected: 02/14/12 16:45 Received: 02/15/12 22:30 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 02/17/12 14:49
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 7.6 Std. Units 0.10 1 02/16/12 11:45 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Analytical Method: EPA 300.0

2.0 mg/L 0.20 1
253 mg/L 200 20

Analytical Method: EPA 350.1

2.2 mg/L 0.10 1
Analytical Method: EPA 353.2

2.0 mg/L 0.10 1
Analytical Method: EPA 365.4

1.1 mg/L 0.10 1

02/23/12 22:08 16984-48-8
02/23/12 22:23 14808-79-8

02/22/12 12:45 7664-41-7

02/16/12 13:06

02/24/12 11:11  7723-14-0

Sample: WT003

Lab ID: 60115383002 Collected: 02/14/12 16:30 Received: 02/15/12 22:30 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D Total Suspended Solids Analytical Method: SM 2540D
Total Suspended Solids ND mg/L 5.0 1 02/17/12 14:49
4500H+ pH, Electrometric Analytical Method: SM 4500-H+B
pH at 25 Degrees C 6.8 Std. Units 0.10 1 02/16/12 11:45 H6

300.0 IC Anions 28 Days

Fluoride
Sulfate

350.1 Ammonia

Nitrogen, Ammonia

353.2 Nitrogen, NO2/NO3 unpres
Nitrogen, Nitrate

365.4 Total Phosphorus

Phosphorus

Date: 02/27/2012 02:09 PM

Analytical Method: EPA 300.0

3.8 mg/L 0.20 1
722 mg/L 50.0 50

Analytical Method: EPA 350.1

6.7 mg/L 0.50 1
Analytical Method: EPA 353.2

4.2 mg/L 0.10 1
Analytical Method: EPA 365.4

0.22 mg/L 0.10 1

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

02/23/12 22:38 16984-48-8
02/23/12 22:53 14808-79-8

02/22/12 13:48 7664-41-7

02/16/12 13:05

02/24/12 11:14 7723-14-0
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www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60115383

QC Batch: WET/33543 Analysis Method: SM 2540D

QC Batch Method:  SM 2540D Analysis Description: 2540D Total Suspended Solids

Associated Lab Samples:

60115383001, 60115383002

METHOD BLANK: 952766

Associated Lab Samples:

Matrix: Water

60115383001, 60115383002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 5.0 02/17/12 14:47
SAMPLE DUPLICATE: 952767
60115452001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25
SAMPLE DUPLICATE: 952768
60115382001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Suspended Solids mg/L ND ND 25

Date: 02/27/2012 02:09 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Project: MONTHLY NPDES
Pace Project No.: 60115383

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QC Batch: WET/33530 Analysis Method: SM 4500-H+B
QC Batch Method:  SM 4500-H+B Analysis Description: 4500H+B pH
Associated Lab Samples: 60115383001, 60115383002
SAMPLE DUPLICATE: 952362
60115275001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
pH at 25 Degrees C Std. Units 7.9 7.9 5 H6

Date: 02/27/2012 02:09 PM REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60115383

QC Batch: WETA/19297 Analysis Method: EPA 300.0

QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions

Associated Lab Samples:

60115383001, 60115383002

METHOD BLANK: 955286

Associated Lab Samples:

Matrix: Water

60115383001, 60115383002

Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Fluoride mg/L ND 0.20 02/23/12 15:01
Sulfate mg/L ND 1.0 02/23/12 15:01
LABORATORY CONTROL SAMPLE: 955287

Spike LCS LCS % Rec

Parameter Units Conc. Result % Rec Limits Qualifiers
Fluoride mg/L 25 2.4 98 90-110
Sulfate mg/L 5 5.0 101 90-110

Date: 02/27/2012 02:09 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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www.pacelabs.com

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: MONTHLY NPDES

Pace Project No.: 60115383

QC Batch: WETA/19281 Analysis Method: EPA 350.1

QC Batch Method:  EPA 350.1 Analysis Description: 350.1 Ammonia

Associated Lab Samples:

60115383001, 60115383002

METHOD BLANK: 954669

Associated Lab Samples:

Matrix: Water

60115383001, 60115383002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.10 02/22/12 12:21
LABORATORY CONTROL SAMPLE: 954670
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 2 2.1 106 90-110
MATRIX SPIKE SAMPLE: 954671
60115393001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 4.6 2 6.2 80 90-110 MO
MATRIX SPIKE SAMPLE: 954672
60115397002 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L ND 2 2.2 104 90-110
SAMPLE DUPLICATE: 954673
60115335012 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Ammonia mg/L 121 11.9 2 18
Date: 02/27/2012 02:09 PM REPORT OF LABORATORY ANALYSIS Page 9 of 13

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60115383

QC Batch: WETA/19231 Analysis Method: EPA 353.2

QC Batch Method:  EPA 353.2 Analysis Description: 353.2 Nitrate + Nitrite, Unpres.

Associated Lab Samples:

60115383001, 60115383002

METHOD BLANK: 952255

Associated Lab Samples:

Matrix: Water

60115383001, 60115383002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Nitrate mg/L ND 0.10 02/16/12 13:01
LABORATORY CONTROL SAMPLE: 952256
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 1.6 1.7 108 90-110
MATRIX SPIKE SAMPLE: 952257
60115342001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 24.6 16 34.1 60 90-110 MO
MATRIX SPIKE SAMPLE: 952259
60115405001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Nitrogen, Nitrate mg/L 4.0 3.2 7.8 119 90-110 MO
SAMPLE DUPLICATE: 952258
60115383001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Nitrogen, Nitrate mg/L 2.0 2.0 15

Date: 02/27/2012 02:09 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES

Pace Project No.: 60115383

QC Batch: WETA/19302 Analysis Method: EPA 365.4

QC Batch Method:  EPA 365.4 Analysis Description: 365.4 Phosphorus

Associated Lab Samples:

60115383001, 60115383002

METHOD BLANK: 955344

Associated Lab Samples:

Matrix: Water

60115383001, 60115383002

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Phosphorus mg/L ND 0.10 02/24/12 11:06
LABORATORY CONTROL SAMPLE: 955345
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 2 2.1 105 90-110
MATRIX SPIKE SAMPLE: 955346
60115477004 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 0.92 2 3.1 108 72-121
MATRIX SPIKE SAMPLE: 955347
60115383001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Phosphorus mg/L 11 2 3.3 109 72-121
SAMPLE DUPLICATE: 955350
60115335013 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Phosphorus mg/L 3.3 3.2 15

Date: 02/27/2012 02:09 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical secs Loner v

K www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: MONTHLY NPDES
Pace Project No.: 60115383

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.

ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.

ANALYTE QUALIFIERS

H6 Analysis initiated more than 15 minutes after sample collection.
MO Matrix spike recovery and/or matrix spike duplicate recovery was outside laboratory control limits.
Date: 02/27/2012 02:09 PM REPORT OF LABORATORY ANALYSIS Page 12 of 13
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Pace Analytical Services, Inc.

QUALITY CONTROL DATA CROSS REFERENCE TABLE

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: MONTHLY NPDES
Pace Project No.: 60115383
Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
60115383001 SLO01 SM 2540D WET/33543
60115383002 WTO003 SM 2540D WET/33543
60115383001 SL001 SM 4500-H+B WET/33530
60115383002 WTO003 SM 4500-H+B WET/33530
60115383001 SLO01 EPA 300.0 WETA/19297
60115383002 WTO003 EPA 300.0 WETA/19297
60115383001 SL001 EPA 350.1 WETA/19281
60115383002 WTO003 EPA 350.1 WETA/19281
60115383001 SL001 EPA 353.2 WETA/19231
60115383002 WTO003 EPA 353.2 WETA/19231
60115383001 SL001 EPA 365.4 WETA/19302
60115383002 WTO003 EPA 365.4 WETA/19302

Date: 02/27/2012 02:09 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB December 01 Through December 31, 2008
DATE SAMPLED 12/1/2008
TIME OF DAY SAMPLED 16:30:00 PM
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/3/2008
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l NONE 21.0 a EPA 160.2
pH Units 6.0-9.0 7.50 a EPA 150.1
TEMPERATURE °F NONE 44 a EPA 170.1
FLUORIDE mg/l 8.00 ND a EPA 300.0
PHOSPHORUS mg/l 1.00 1.10 a EPA 365.4 Bypass pipe still out of service. Awaiting
NO;3 - N mg/l NONE 0.55 a EPA 300.0 delivery of Materials to replace 80 ft.
NH;z - N mg/l NONE 0.7 a EPA 350.1
SULFATES mg/| NONE 82.7 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB December 01 Through December 31, 2008
DATE SAMPLED 12/1/2008
TIME OF DAY SAMPLED 16:50:00 PM
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/3/2008
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 20.0 a EPA 160.2
pH Units 6.0-9.0 7.40 a EPA 150.1
TEMPERATURE °F NONE 46 a EPA 170.1
FLUORIDE mg/l 8.00 ND a EPA 300.0
PHOSPHORUS mg/l 1 0.17 a EPA 365.4
NO; - N mg/| NONE 0.97 a EPA 300.0
NH;z - N mg/| NONE 1.1 a EPA 350.1
SULFATES mg/l NONE 294 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB September 01 Through September 30, 2008
DATE SAMPLED 9/2/2008
TIME OF DAY SAMPLED 6:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 9/3/2008
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l NONE ND a EPA 160.2
pH Units 6.0-9.0 7.20 a EPA 150.1
TEMPERATURE °F NONE 70 a EPA 170.1
FLUORIDE mg/l 8.00 2.00 a EPA 300.0
PHOSPHORUS mg/l 1.00 0.62 a EPA 365.4
NO; - N mg/l NONE 2.20 a EPA 300.0
NH;z - N mg/l NONE 3.8 a EPA 350.1
SULFATES mg/| NONE 329 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB September 01 Through September 30, 2008
DATE SAMPLED 9/2/2008
TIME OF DAY SAMPLED 6:45
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 9/3/2008
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 9.0 a EPA 160.2
pH Units 6.0-9.0 7.00 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mg/l 8.00 5.4 a EPA 300.0
PHOSPHORUS mg/l 1 0.52 a EPA 365.4
NO; - N mg/| NONE 3.3 a EPA 300.0
NH;z - N mg/| NONE 15.9 a EPA 350.1
SULFATES mg/l NONE 1020 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




SELS Administrative Services, L.L.C.

==
Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

913.317.2623
Fax 913.451.2005

January 4, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of December 1, 2006 through
December 31, 2006 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 2.80 inches. Please note that the Phosphorus
concentration from Short Creek at the state line is 1.2 milligram per liter. We will
continue the water treatment activities and decide on a corrective course of action
following the planed meeting with EPA and MDNR on January 24, 2007.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

January 5, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period December 1, 2004 through
December 31, 2004 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 1.34 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

January 7, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of December 1, 2012, through
December 31, 2012, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. There are no sampling and results available for this reporting period. Outfall 003
no longer exists; the new capture system was constructed without a discharge to Short

Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI
to remove the east pond dam restoring the natural flow of the Short Creek,

Abandon the Short Creek by-pass,

Clear and grade the channel,

oA~ wWNE

e The above activities were completed in October 2012.

Remove the existing crossing and replace it with a rock low water crossing,

Remove the former waste water treatment plant inlet structure, and
Install a French Drain system along the west toe of the gypsum stack.

A Shaw Group Company
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The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.

Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during December 2012 reporting period.

Shaw completed the service and maintenance of the Leachate Collection System on
December 13, 2012. The Leachate Collection system is operating as designed.

Shaw collected water samples on December 13, 2012, in accordance with the
November 7, 2012 Sampling Plan. The results will be submitted with the System
Inspection Report.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Leasue Meyers, MDNR

A Shaw Group Company



January 7, 2013
Page 3

A Shaw Group Company
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

January 8, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of December 1, 2009, through
December, 2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 2.03 inches. The Phosphate concentration at the Short Creek
sampling station and at Outfall #003 were below 1.0 parts per million.

The Trust submitted a feasibility study to address the long term containment and
treatment of leachate from the gyp stack. The Trust and MDNR met on August 6, 2009
to review alternatives and develop an action plan. The Trust submitted a work plan on
August 27, 2009 to define the data gaps and plan for collecting the necessary data to
design the proposed containment system. On September 11, 2009 state provided
comments and authorization to proceed. On September 15, 2009 a revised work plan
was submitted and followed by data collection on September 24, 2009. A total of 12 soail
borings were installed, four borings along the southern extent of the two drains, and
eight along the centerline of the proposed slurry wall. The borings were logged and
depth to bedrock was identified to assist with the final design. Shaw reviewed soil boring
and survey data with MDNR and worked on administrative procedures to retain Naturally
Wallace, LLC (wetland company) to assist in design and evaluation process. Shaw is
currently working on the hydraulic containment system design report and coordinating
the wetland evaluation project with the consultant. We anticipate submitting draft reports
to MDNR in February 2010.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

January 4, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of December 1, 2005 through
December 31, 2005 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 0.42 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company
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Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

January 5, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of December 1, 2008 through
December 31, 2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 2.51 inches.

The Phosphorus concentration at Short Creek sampling point was 1.1 milligram per liter. Based
on our discussions with PCS, it appears that the intake by pass pipe is blocked by a beaver dam
and very little flow is by passing the system resulting in water going over the low water dam. A
professional trapper has been contacted to trap the beavers and remove the dam. PCS is also
in the process of replacing 80 feet of the by pass pipe that has been blocked.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In letter dated
December 17, 2008, the Trust requested for a 90-day extension to address the comments and
also initiate a Feasibility Study to evaluate long term remediation options.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

January 5, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of December 1, 2011, through
December 31, 2011, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. The phosphate concentration at the Short Creek sampling station was 0.98
milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater
Treatment Plant discharge) was 0.10 mg/l. Rainfall for the period totaled 2.76 inches.

The following are the highlights of pertinent activities during December 2011.

e On December 14, 2011, Shaw sent “Request for Bid” documents to three subcontractors
(EMA, Hulcher, and RSI) to commence construction of the approved leachate collection

system.

e On December 21, 2011, The Trust and Shaw conducted a site walk with the potential

bidders to answer questions.

e Shaw and the Trust responded to questions from the bidders during the remaining days

of the year.
e The bids are due on January 9, 2012.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&l

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

January 10, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of December 1, 2010, through
December 31, 2010, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. The phosphate concentration at the Short Creek sampling station was 0.59
milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater
Treatment Plant discharge) was 0.19mg/l. Rainfall for the period totaled 1.52 inches.

The following are the highlights of pertinent activities during December 2010.

e Finalized draft plans and specifications for channel cleanout.

e On December 6, 2010 submitted draft plans for channel cleanout and regrading to

MDNR.

e Requested for clarification on the format of the construction permit.

o We are currently waiting to receive comments and/or approval for the December 6, 2010
plans. We are also waiting to receive specific directions on the format of the
construction permit and approval for the construction expenditures.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

A Shaw Group Company
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Page 2

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company
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Shaw

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

February 2, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2009 through January
31, 2009 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 1.31 inches.

The Phosphorus concentration at Short Creek sampling point was 2.6 milligram per liter. As
reported last month the intake by pass pipe was blocked by a beaver dam. An 80-ft damaged
section of the pipe was also replaced in January 2009. During the repairs the water was going
over the low water dam.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In letter dated
December 17, 2008, the Trust requested for a 90-day extension to address the comments and
also initiate a Feasibility Study to evaluate long term remediation options.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

February 4, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2009, through January
31, 2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 1.4 inches. The Phosphate concentration at the Short Creek sampling station
and at Outfall #003 were below 1.0 parts per million.

The Trust submitted a feasibility study to address the long term containment and
treatment of leachate from the gyp stack. The Trust and MDNR met on August 6, 2009
to review alternatives and develop an action plan. The Trust submitted a work plan on
August 27, 2009 to define the data gaps and plan for collecting the necessary data to
design the proposed containment system. On September 11, 2009 state provided
comments and authorization to proceed. On September 15, 2009 a revised work plan
was submitted and followed by data collection on September 24, 2009. A total of 12 soail
borings were installed, four borings along the southern extent of the two drains, and
eight along the centerline of the proposed slurry wall. The borings were logged and
depth to bedrock was identified to assist with the final design. Shaw is currently working
on the hydraulic containment system design report and coordinating the wetland
evaluation project with the consultant. We anticipate submitting draft reports to MDNR in
February 2010.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

February 5, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2007 through
January 31, 2007 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 2.54 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company
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Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

February 6, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2008 through
January 31, 2008 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 1.07 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke
dated January 28, 2008 authorizing us to proceed with the plant relocation project. We
will be contacting you with regard to the planning, permits and construction schedule in
the next few weeks.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

February 6, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2013, through
January 31, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists; the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI
to remove the east pond dam restoring the natural flow of the Short Creek,

Abandon the Short Creek by-pass,

Clear and grade the channel,

oA wWNE

e The above activities were completed in October 2012.

Remove the existing crossing and replace it with a rock low water crossing,

Remove the former waste water treatment plant inlet structure, and
Install a French Drain system along the west toe of the gypsum stack.

A Shaw Group Company



February 6, 2013
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The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.

Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during January 2013 reporting period.

Shaw conducted monthly inspection, repairs and surface water sampling on
January 16", and 23" 2013.

Shaw constructed a security fence along Malang Road and at SW entrance of
the property on January 23, 2013.

Two magnetic flow meters and replacement hoses were ordered for MH1N on
January 28, 2013.

On January 31, 2013, Shaw submitted the monthly Monitoring Report to MDNR.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Leasue Meyers, MDNR

A Shaw Group Company
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

February 8, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period January 1, 2005 through
January 31, 2005 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 5.1 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

February 1, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of January 1, 2006 through
January 31, 2006 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 1.05 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

February 7, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2011, through
January 31, 2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
The phosphate concentration at the Short Creek sampling station was 0.38 milligram per
liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was 0.11mg/l. Rainfall for the period totaled 0.26 inches.

The following are the highlights of pertinent activities during January 2011.

e Based on conversation with Mr. Van Dyke on January 12, 2011, MDNR is reviewing the
December 6, 2010 draft plans for channel cleanout and regarding. Once this document
is approved we will solicit proposals from vendors to start the construction process.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

February 9, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of January 1, 2012, through
January 31, 2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
The phosphate concentration at the Short Creek sampling station was 0.71 milligram per
liter (mg/l). The phosphate was not detected at Outfall #003, (the Wastewater Treatment

Plant discharge). Rainfall for the period totaled 0.16 inches.

The following are the highlights of pertinent activities during December 2011.

e Bids for construction of Leachate Collection System were received on January 9, 2012.
e The Trust with concurrence from MDNR awarded Hulcher to construct the Leachate

Collection System.

e Trust and Hulcher met on January 19, 2011 to discuss mobilization and project logistics.

e Hulcher mobilized equipment and personnel on January 23, 2012.

e During the last week of January 2012, materials were delivered and staged, clearing and
grubbing were done, and the construction of the catch basin was started.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

A Shaw Group Company



February 9, 2012
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company
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Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

March 2, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2009, through February
28, 2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 1.61 inches.

The Phosphorus concentration at Short Creek sampling point was below 1.0 milligram per liter
following the repair of an 80-foot damaged section of the pipe that was replaced in January
2009. As reported last month, the intake by-pass pipe was blocked by a beaver dam, and
during the repairs the water was going over the low water dam.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In February 2009, Shaw
conducted the following activities:

¢ Addressed MDNR Comments for the WWTP Relocation Construction Permit Application
e Initiated the Focused Feasibility Study
o Conducted a Site Walk with engineers to familiarize the Feasibility Study team
with the site logistics.
Contracted Stantec (NAWE) to conduct the wetlands evaluation
Identified data gaps
Selected contractor to provide aerial photograph with 2-foot contours
Attended Meeting with MDNR, EPA, and KDHE to discuss constructing a wetland
on Short Creek near the Spring River to address mine waste.
e Revised analyte list for the Metals Investigation to include wetland requirements and
WQRS analytes.
e Coordinated sampling for March 3, 2009

o o0 oo

A Shaw Group Company
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If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

March 5, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2007 through
February 28, 2007 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 2.08 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

March 7, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period February 1, 2005 through
February 28, 2005 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 2.36 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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Shaw"
4400 College Boulevard, Suite 350

Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

March 7, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2008 through February
29, 2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 3.82 inches.

The Phosphorus concentration at Short Creek station was 1.1 milligram per liter which is above
the 1.0 milligram per liter permitted amount. As you know we are in the process of performing a
feasibility study to enhance the capture system of the gypsum stack. The result form Outfall
003 (effluent of the waste water treatment plant) confirms that the plant is operating effectively
removing the phosphate from the influent water.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. We will be
contacting you with regard to the planning, permits and construction schedule in the next few
weeks.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

March 8, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2010, through February
28, 2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 0.88 inches. The Phosphate concentration at the Short Creek sampling

station and at Outfall #003 were below 1.0 parts per million.

The following is the highlight of pertinent activities during February 2010.

e The Trust submitted the Treatability Work Plan Treatment Wetland Design document to

MDNR.

¢ Shaw has been working on resolving design issues related to hydraulic containment

system

e PCS Phosphate notified the Trust in a letter dated February 22, 2010 that they will
terminate the Agreement for operating the existing waste treatment plant on February

2012.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



March 8, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of February 1, 2013, through
February 28, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists; the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ wONE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.

A Shaw Group Company



March 8, 2013
Page 2

Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during January 2013 reporting period.

The Trust and EPA are negotiating the terms of an access agreement to allow
the EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted
soils at the property.

CBI, formerly Shaw, conducted monthly inspection, repairs and surface water
sampling on February 19 2013.

CBI's attempt to install two magnetic flow meters and replacement hoses were
delayed due to inclement weather on February 20, 2013.

Per MDNR’s request, CBI attempted to burn the brush pile generated during the
clearing of the past year activities.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Leasue Meyers, MDNR

A Shaw Group Company



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang

A Shaw Group Company



March 8, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of February 1, 2013, through
February 28, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists; the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ wONE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.
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e Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

o The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

e The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during January 2013 reporting period.

e The Trust and EPA are negotiating the terms of an access agreement to allow the EPA,
City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the

property.

¢ CBI, formerly Shaw, conducted monthly inspection, repairs and surface water sampling
on February 19 2013.

e CBI's attempt to install two magnetic flow meters and replacement hoses were delayed
due to inclement weather on February 20, 2013.

o Per MDNR'’s request, CBI attempted to burn the brush pile generated during the clearing
of the past year activities.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&I
Leasue Meyers, MDNR



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

March 8, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2013, through
February 28, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists; the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI
to remove the east pond dam restoring the natural flow of the Short Creek,

Abandon the Short Creek by-pass,

Clear and grade the channel,

oA wWNE

e The above activities were completed in October 2012.

Remove the existing crossing and replace it with a rock low water crossing,

Remove the former waste water treatment plant inlet structure, and
Install a French Drain system along the west toe of the gypsum stack.

A Shaw Group Company
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The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.

Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during January 2013 reporting period.

The Trust and EPA are negotiating the terms of an access agreement to allow
the EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted
soils at the property.

CBI, formerly Shaw, conducted monthly inspection, repairs and surface water
sampling on February 19 2013.

CBI's attempt to install two magnetic flow meters and replacement hoses were
delayed due to inclement weather on February 20, 2013.

Per MDNR'’s request, CBI attempted to burn the brush pile generated during the
clearing of the past year activities.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Leasue Meyers, MDNR

A Shaw Group Company
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A Shaw Group Company
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

March 2, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2011, through
February 28, 2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
The phosphate concentration at the Short Creek sampling station was 0.58 milligram per
liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was none detect. Rainfall for the period totaled 2.46 inches.

The following are the highlights of pertinent activities during February 2011.

e Based on conversation with Mr. Van Dyke on January 12, 2011, MDNR is reviewing the
December 6, 2010 draft plans for channel cleanout and grading.

¢ |dentified contractors to perform the channel clean out and grading and initiated

contractor pre-approval process.

e On February 9, 2011, obtained approval from MDNR to solicit bids for the channel clean

out and grading, but not award the contract.

e On February 17, 2011, solicited Request for Quotation (RFQ) to contractor for the

channel clean out and grading.

e On February 22, 2011, conducted a site walk with the pre qualified contractors and
MDNR to answer questions and clarify construction, access, and permitting related

issues. .

A Shaw Group Company
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If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

March 9, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of February 1, 2006 through
February 28, 2006 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 0.01 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

March 12, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of February 1, 2012, through
February 29, 2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
The phosphate concentration at the Short Creek sampling station was 1.1 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was 0.22 mg/l. Rainfall for the period totaled 2.58 inches. The phosphate
concentration at the Short Creek sampling station was slightly above 1.0 mg/l due to

construction activities.

The following are the highlights of pertinent activities during February 2012.

e On February 8, 2012, the Trust confirmed the termination of interim agreement with
Potash Corp (PCS) for operation and maintenance of Water Treatment Plant.

e The construction of Leachate Collection System continued during this reporting period.

e The Trust met with PCS regarding specific tasks for termination of Water Treatment

Plant operation and notified MDNR.

e The Trust met with PCS regarding the dismantling and removal of existing Water
Treatment Plant. The trust will meet with subcontractors in March 2012 to obtain cost

estimate for dismantling and removal.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

A Shaw Group Company
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Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

April 2, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2008 through March 31,
2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 7.63 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. We will be
contacting you with regard to the planning, permits and construction schedule in the next few
weeks.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I

A Shaw Group Company
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Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

April 6, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2009, through March 31,
2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 3.85 inches.

The Phosphorus concentration at Short Creek sampling point was 1.0 milligram per liter
following the repair of an 80-foot damaged section of the pipe that was replaced in January
2009.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In a letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In March 2009, Shaw
conducted the following activities:

e Collected water samples for Metals Investigation, March 3, 2009

¢ Submitted the revised Construction Permit Application on March 12, 2009

e Submitted test data to NAWE to finalize wetland evaluation

e Prepared draft Metals Investigation report, waiting on radionuclide test results to
complete.

e Started preparing Focused FS report (slurry wall, cap/cover, lined channel sections)

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

April 4, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2013, through March
31, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There
are no sampling and results available for this reporting period. Outfall 003 no longer exists;
the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI
to remove the east pond dam restoring the natural flow of the Short Creek,

Abandon the Short Creek by-pass,

Clear and grade the channel,

ok wNE

e The above activities were completed in October 2012.

Remove the existing crossing and replace it with a rock low water crossing,

Remove the former waste water treatment plant inlet structure, and
Install a French Drain system along the west toe of the gypsum stack.

o The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.
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Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during January 2013 reporting period.

The Trust and EPA are negotiating the terms of an access agreement to allow the EPA,
City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the

property.

CBI, formerly Shaw, conducted monthly inspection, repairs and surface water sampling
on March 13-14, 2013.

On March 27, 2013, the Trust received a draft Missouri State Operating Permit for
review and comment. The draft permit is a no discharge permit with provisions
for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP).

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

April 5, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2010, through March 31,
2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 4.29 inches. The Phosphate concentration at the Short Creek sampling station

and at Outfall #003 were below 1.0 parts per million.

The following is the highlight of pertinent activities during February 2010.

e The Trust submitted the Treatability Work Plan Treatment Wetland Design document to
MDNR and received a letter from MDNR indicating an authorization to proceed to the

next phase.

e Shaw has been working on resolving design issues related to hydraulic containment
system. Shaw has prepared a summary of letter outlining constructability issues and
cost associated with several design options. This document will be submitted to MDNR

in April 2010.

e PCS Phosphate notified the Trust in a letter dated February 22, 2010 that they will
terminate the Agreement for operating the existing waste treatment plant on February
2012. PCS requested a meeting with MDNR in April 2010. We are waiting on MDNR to

provide dates for this meeting.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office

Mark Finney, Shaw E&l

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

April 7, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period March 1, 2005 through March
31, 2005 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 1.08 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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Shaw"

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

April 9, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2007 through
March 31, 2007 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 3.42 inches.

Please note that the Phosphorus concentration from Short Creek at Outfall 003 was 1.1
milligram per liter but 0.53 milligram per liter at Short Creek compliance point. The Total
Suspended Solids were above 50.0 milligram per litter in February and March at Outfall
003. We received a letter dated March 14, 2007 from Mr. Kevin Hess (attached) about
the reported concentrations. As you know we are working with you on a short and long
term plans for treating the seepage from gypstack. We will continue the water treatment
activities and decide on a corrective course of action after we hear from you about our
proposal(s) outlined in our March 2, 2007 letter.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Kevin Hess

A Shaw Group Company
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A Shaw Group Company



VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

April 3, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of March 1, 2006 through
March 31, 2006 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 1.57 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

April 9, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2012, through March
31, 2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There
are no sampling and results available for this reporting period. Outfall 003 no longer exists;

the new capture and treatment system is being constructed.

The following are the highlights of pertinent activities during March 2012.

e The construction of Leachate Collection System continued during this reporting period.
e The operation of Waste Water Treatment system was terminated on March 1, 2012 and .

Outfall 003 no longer exists.

e Trust requested MDNR to provide direction with regard to continuing compliance
monitoring during the Leachate Collection construction period.

¢ MDNR indicated that they need from the Trust a completed Form A (Application for
Construction or Operating Permit Under Missouri Clean Water Law) and form C
(Application for Discharge Permit). The Trust is in the process of completing these

forms.

e There were no samples collected or analyzed during this reporting period.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

A Shaw Group Company
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Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

April 8, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of March 1, 2011, through March
31, 2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri. The
phosphate concentration at the Short Creek sampling station was 0.50 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was 0.12 mg/l. Rainfall for the period totaled 5.18 inches.

The following are the highlights of pertinent activities during March 2011.

o The Trust received verbal authorization to proceed with selection of contractor to

implement the channel cleanout and grading.

e A total of six contractors submitted bids to perform the work. The bids were summarized
and were sent to MDNR for input. The Trust will contract with one of the bidders subject

to MDNR'’s approval.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company



March 2, 2011
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



==
Shaw"
4400 College Boulevard, Suite 350

Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

May 3, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of April 1, 2007 through April
30, 2007 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 4.28 inches.

Please note that the Phosphorus concentration from Short Creek at state line was 1.1
milligram per liter but non-detect at outfall 003. The Total Suspended Solids were
below 50.0 milligram per litter in April 2007.

As you know we are working with you on a short and long term plans for treating the
seepage from gypstack. We will continue the water treatment activities and decide on a
corrective course of action after we hear from you about our proposal(s) outlined in our
March 2, 2007 letter.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

May 5, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of April 1, 2009, through April 30,
2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 8.26 inches.

The Phosphorus concentration at Short Creek sampling point was 1.0 milligram per liter
following the repair of an 80-foot damaged section of the pipe that was replaced in January
2009.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In a letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In April 2009, Shaw
conducted the following activities:

e Responded to “Public Notice for Proposed State Operating Permit for Former Farmland Industries
Gypstack Leachate Treatment, Jasper County”, dated April 3, 2009.

e Worked on the draft Metals Investigation report.

e Received preliminary evaluation and applicability of the engineered wetland

e Prepared draft Metals Investigation report.

e Continued work on the Focused FS report

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS

A Shaw Group Company



May 6, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of April 1, 2013, through April 30,
2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ wONE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.



May 6, 2013
Page 2

e Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

o The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

e The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during April 2013 reporting period.

e The Trust and EPA are negotiating the terms of an access agreement to allow the EPA,
City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
certain issues with regard to the draft access agreement. This meeting is scheduled for
May 7, 2013.

e CBI, formerly Shaw, conducted monthly inspection, repairs and surface water sampling
on April 17, 2013.

e On March 27, 2013, the Trust received a draft Missouri State Operating Permit for
review and comment. The draft permit is a no discharge permit with provisions
for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP). The Trust
contacted MDNR with questions and clarifications about deliverables in April.
MDNR will have the permit available for public review before issuing a final
permit.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Alan Moreau, MDNR
Mark Finney, CBI



May 6, 2013
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

April 9, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period April 1, 2005 through April 30,
2005 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall

for the period totaled 3.12 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

May 12, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of April 1, 2008 through April 30, 2008
for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the period
totaled 7.42 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. We will be
contacting you with regard to the planning, permits and construction schedule in the next few
weeks.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

May 12, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of April , 2010, through April 30,
2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 1.94 inches. The phosphate concentration at the Short Creek sampling
station was 1.6 milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the
Wastewater Treatment Plant discharge) was 0.2 mg/l. We believe the excess phosphate
concentrations at the Short Creek sampling station is due to the fact the inlet of the 24"
bypass line had failed. The anchor point that had been installed to hold the end of the pipe
down failed allowing the inlet of the pipe to raise thus allowing water to run over the dam
and not into the bypass line. PCS indicated that they are in the process of correcting the

problem. PCS planed to install large concrete blocks on the sides of this line and securing
the line to the concrete blocks so the inlet of the bypass line will remain lower than the dam
spillway. The pond had to be drained to complete the work.

The following is the highlight of pertinent activities during April 2010.

e On April 6, 2010, Shaw finalized the “Leachate Management System Design
Evaluation” letter report. On April 6, 2010, the Trust received an e-mail from Ms.
Megan Hart advising that “ ...prior to construction of any pilot program or permanent
structure Water Pollution must issue a construction permit.” Ms. Hart also indicated that
all further correspondence to be addressed to Mr. Kevin Hess, Water Pollution Section
Chief. We are currently waiting on MDNR to select one of the recommended design
options before proceeding further with planning and construction of the Leachate
Management System.

e On April 27, 2010, the Trust submitted Shaw’s scope of work, budget, and schedule to
implement the column test and pilot testing portion of the proposed Engineered Wetland.
MDNR has notified the Trust that based on the schedule and the cost, MDNR wants to
have an internal discussion before issuing its comments on this document. We are
currently waiting on MDNR’s instructions.

A Shaw Group Company
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e PCS Phosphate notified the Trust in a letter dated February 22, 2010 that they will
terminate the Agreement for operating the existing waste treatment plant on February
2012. PCS requested a meeting with MDNR. MDNR has agreed to meet with PCS and
the Trust on May 26, 2010.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

May 3, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of April 1, 2006 through April
31, 2006 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 4.88 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davies

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

May 10, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of April 1, 2011, through April 30,
2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri. The
phosphate concentration at the Short Creek sampling station was 0.96 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was not detected. Rainfall for the period totaled 6.37 inches.

The following are the highlights of pertinent activities during April 2011.

e The Trust retained Environmental Management Alternatives (EMA) to perform the
channel clean up scope of work. MDNR also approved EMA to perform the work. A
slight delay occurred shortly after the start of the project due to heavy rain falls on April

23, 24, and 25"™. This work is currently in progress.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



==
Shaw"
4400 College Boulevard, Suite 350

Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

June 2, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of May 1, 2008 through May 31, 2008
for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the period
totaled 10.79 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. Shaw is currently
working on the design and permitting. The Trust submitted it's NPDES renewal application on
September 27, 2007. To date we have not received a response from MDNR regarding the
status of our NPDES renewal. The Trust is working on coordinating a meeting with MDNR to
review the status of the permits and relocation project.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

June 2, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of May 1, 2010, through May 31,
2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 7.75 inches. The phosphate concentration at the Short Creek sampling
station was 0.36 milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the
Wastewater Treatment Plant discharge) was 0.98 mg/l. The repairs to the 24" bypass line
were completed in May. The anchor point, that had been installed to hold the end of the
pipe down, failed allowing the inlet of the pipe to raise thus allowing water to run over the
dam and not into the bypass line. PCS installed large concrete blocks on the sides of this
line and securing the line to the concrete blocks so the inlet of the bypass line now remains
lower than the dam spillway.

The following is the highlight of pertinent activities during April 2010.

¢ On May 26, 2010, the representatives of MDNR, PCS, Trust, Shaw, and CERTUS met
at Joplin to recap the progress made to date toward the resolution of proposed
remediation and future activities at the site. Mr. Van Dyke indicated that he is planning
an internal meeting to formulate a response to the proposed leachate collection system
and the column tests for design of the Engineered Wet Land proposal. The Trust is
currently waiting on MDNR for approval and directions on these proposals.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

==
Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

913.317.2623
Fax 913.451.2005

June 6, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period May 1, 2005 through May 31,
2005 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall

for the period totaled 3.96 inches.

Please note that the phosphate concentration at Short Creek sampling location
exceeded 1.0 parts per million (ppm). However, the phosphate concentration
immediately down gradient of the treatment plant is below 1.0 ppm. | have contacted
Mr. Bruce Martin and Mrs. Cynthia Davis to discuss the results and develop a sampling
plan to better understand and remedy the phosphate concentrations at Short Creek

sampling location.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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A Shaw Group Company



SELS Administrative Services, L.L.C.

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

June 6, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of May 1, 2007 through May
31, 2007 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 5.10 inches.

As you know we are working with you on a short and long term plans for treating the
seepage from gypstack. We will continue the water treatment activities and decide on a
corrective course of action after we hear from you about our proposal(s) outlined in our

March 2, 2007 letter.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



June 7, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of May 1, 2013, through May 31,
2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and

form C (Application for Discharge Permit).

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ WNE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.
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Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during May 2013 reporting period.

The Trust and EPA were negotiating the terms of an Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Access Agreement issues.
The parties agreed to enter into an Interim Access Agreement and negotiate the terms of
a final Access Agreement during the next few months.

On May 3, 2013, CBI issued March 2013 Monthly Leachate Sampling Report

CBI, conducted monthly inspection, repairs and surface water sampling on May 23,
2013. Due to heavy rains part of the creek crossing access road was submerged.

On March 27, 2013, the Trust received a draft Missouri State Operating Permit for
review and comment. The draft permit is a no discharge permit with provisions
for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP). On May
16, 2013, MDNR made the draft permit available for public review.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang
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Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

June 6, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of May 1, 2009, through May 31, 2009,
for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the period
totaled 4.43 inches.

The Phosphorus concentration at Short Creek sampling point was 1.1 milligram per liter slightly
above the 1.0 milligram per liter. We had 8.25" of rain in April and more than 2" of rain in the
first 3 days of May. Short Creek was in high water for 2 or 3 weeks.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In a letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In May 2009, Shaw
conducted the following activities:

e Submitted Metals Investigation report.
¢ Submitted the Focused FS report
e Received comments on deficiencies of the waste water construction permit.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office

A Shaw Group Company
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Mark Finney, Shaw E&lI
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

June 7, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Tina;

Enclosed is the NPDES Monitoring Report for the period of May 1, 2006 through May
31, 2006 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 7.47 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

June 7, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of April 1, 2012, through April 30,
2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the

new capture and treatment system is being constructed.

The following are the highlights of pertinent activities during April 2012.

e The construction of Leachate Collection System was completed in April 2012.
e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e Trust requested MDNR to provide direction with regard to continuing compliance

monitoring during the Leachate Collection construction period.

e On April 25, 2012, per MDNR's instruction the Trust a completed Form A (Application for
Construction or Operating Permit Under Missouri Clean Water Law) and form C
(Application for Discharge Permit). The Trust is waiting for response on status of Form

A and Form C.

e There were no samples collected or analyzed during this reporting period.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&l

Leasue Meyers, MDNR

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

June 10, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of May 1, 2011, through May 31,
2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri. The
phosphate concentration at the Short Creek sampling station was 2.0 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant

discharge) was 0.89. Rainfall for the period totaled 7.53 inches.

The result of Phosphate concentration at the Short Creek sampling station appears to have
been impacted by two factors. In May 2011, the channel clean out activities was in
progress. In late May 2011, significant storms and precipitation occurred. The sampling
event coincided with extremely high water levels in the short creak shortly after the channel
clean out activities were completed. These incidents contributed to the Phosphate

concentrations at the Short Creek sampling station.

The following are the highlights of pertinent activities during April 2011.

e The Short Creek Channel clean out activities was completed on May 20, 2011.

¢ Mr. Vandyke inspected the channel clean out progress on May 11, 2011.

e On May 22, 2001, a category 4-5 storm and tornado devastated the Joplin area.
Fortunately, there were no personnel or property damages at the project and PCS site.
However, the storm created flooding in the area and in Short Creek.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

A Shaw Group Company
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Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

June 13, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of May 1, 2012, through May 31,
2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities during May 2012.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction the Trust a completed Form A (Application for
Construction or Operating Permit Under Missouri Clean Water Law) and form C
(Application for Discharge Permit). The Trust is waiting for response on status of Form
A and Form C.

e There were no samples collected or analyzed during this reporting period.

e The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&l

Leasue Meyers, MDNR

A Shaw Group Company



SELS Administrative Services, L.L.C.

==
Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

913.317.2623
Fax 913.451.2005

July 2, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2007 through June
30, 2007 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 17.12 inches. Also enclosed is a copy of the annual WET

test for your review.

As you know we are working with you on a short and long term plans for treating the
seepage from gypstack. We will continue the water treatment activities and decide on a
corrective course of action after we hear from you about our proposal(s) outlined in our

March 2, 2007 letter.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

July 2, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2008 through June 30, 2008
for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the period
totaled 9.27 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. Shaw is currently
working on the design and permitting. The Trust submitted it's NPDES renewal application on
September 27, 2007. To date we have not received a response from MDNR regarding the
status of our NPDES renewal.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I

A Shaw Group Company
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Shaw"

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

July 6, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of June 1, 2005 through June
30, 2005 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 3.65 inches.

Please note that the phosphate concentration at Short Creek sampling location
exceeded 1.0 parts per million (ppm). However, the phosphate concentration
immediately down gradient of the treatment plant is below 1.0 ppm. | contacted Mr.
Bruce Martin and Mrs. Cynthia Davis to discuss the results and developed a sampling
plan to better understand and remedy the phosphate concentrations at Short Creek
sampling location. We collected preliminary samples from the seeps and other areas in
June. We will present the results and our evaluation as soon as the data becomes
available.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company
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Shaw"
11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

July 6, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2009, through June 30,
2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 4.72 inches.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In a letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In June 2009, Shaw
conducted the following activities:

o Responded to deficiencies of the waste water construction permit.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

July 6, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2010, through June 30,
2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 4.22 inches. The phosphate concentration at the Short Creek sampling
station was 0.63 milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the
Wastewater Treatment Plant discharge) was 0.74 mg/l. The repairs to the 24" bypass line
were completed in May. The anchor point that had been installed to hold the end of the pipe
down failed, allowing the inlet of the pipe to rise, thus allowing water to run over the dam
and not into the bypass line. PCS installed large concrete blocks on the sides of this line
and secured the line to the concrete blocks, so the inlet of the bypass line now remains
lower than the dam spillway.

The following are the highlights of pertinent activities during April 2010.

On June 21, 2010 the Trust received a LETTER OF WARNING regarding the results of
the April 2010 phosphorous concentration. In our June 2010 Discharge Monitoring
Report (DMR), the Trust explained the reasons and corrective actions taken. A problem
was identified with the inlet of the 24" bypass line and was corrected. Due to extreme
rainfall events, the anchor point that had been installed to hold the end of the pipe down
failed allowing the end of the pipe to rise. This allowed water to run over the dam and not
into the bypass line, this allowed more water to go down the creek than water treatment
was designed to handle. Large concrete blocks were installed on the sides of this line
and the line was secured to these so the inlet of the bypass line will remain lower than
the dam spillway. Since April, 2010, the phosphorous results have been in compliance.

On June 16, 2010, Per Mr. Van Dyke’s request, Shaw resubmitted three copies of the
Leachate Management Option letter. The Trust understands that Mr. Van Dyke is trying
to get an internal MDNR meeting to finalize a decision on the design and construction of
the Leachate Management System. On May 26, 2010, the representatives of MDNR,

A Shaw Group Company
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PCS, the Trust, Shaw, and CERTUS met at Joplin to recap the progress made to date
toward the resolution of proposed remediation and future activities at the site. Mr. Van
Dyke indicated that he is planning an internal meeting to formulate a response to the
proposed leachate collection system and the column tests for design of the Engineered
Wet Land proposal. The Trust is currently waiting on MDNR for approval and directions
on these proposals.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



July 8, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of June 1, 2013, through June 30,
2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and

form C (Application for Discharge Permit).

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ wWNE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.
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e Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

e The Trust and EPA negotiated the terms of an Interim Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Interim Access Agreement
issues. The parties agreed to enter into an Interim Access Agreement and negotiate the
terms of a final Access Agreement during the next few months.

e The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during June 2013 reporting period.

¢ The terms and conditions of the Interim Access Agreement were finalized on June 12,
2013.

e OnJune 13, 2013, CBI issued April 2013 Monthly Leachate Sampling Report

e CBI, conducted monthly inspection, repairs and surface water sampling on June 26,
2013.

e The City started depositing lead and zinc impacted soils on the property.

e On March 27, 2013, the Trust received a draft Missouri State Operating Permit for
review and comment. The draft permit is a no discharge permit with provisions
for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP). On May
16, 2013, MDNR made the draft permit available for public review.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

July 5, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2006 through June
30, 2006 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 2.48 inches. A wet test was ran during this time period

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

July 6, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2012, through June 30,
2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities during June 2012.

The construction of Leachate Collection System was completed in April 2012.

The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of
Form A and Form C.

There were no samples collected or analyzed during this reporting period. The Leachate
Collection system is operating as designed.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.
Trust Administrator

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee

A Shaw Group Company



July 6, 2012
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&l

Leasue Meyers, MDNR

A Shaw Group Company



Mr. Don Vandyke

Hazardous Waste Program

Missouri Department of Natural Resources
POBOX 176

Jefferson City, MO 65102-0176



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

July 8, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of June 1, 2011, through June 30,
2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri. The
phosphate concentration at the Short Creek sampling station was 2.3 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was not detected. Rainfall for the period totaled 1.02 inches.

The result of Phosphate concentration at the Short Creek sampling station appears to have
been impacted by recent channel clean out activities and other hydraulic anomalies near the
spring. These issues should be resolved once the leachate collection system is in place.

The following are the highlights of pertinent activities during April 2011.

¢ Shaw E&I completed a site survey to finalize the design of the leachate collection

system.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company



July 8, 2011
Page 2

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

==
Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

913.317.2623
Fax 913.451.2005

August 1, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2007 through July
31, 2007 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 0.85 inches.

As you know we are working with you on a short and long term plans for treating the
seepage from gypstack. We will continue the water treatment activities and decide on a
corrective course of action after we hear from you about our proposal(s) outlined in our

March 2, 2007 letter.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

August 2, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2010, through June 31,
2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 8.00 inches. The phosphate concentration at the Short Creek sampling
station was 0.78 milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the

Wastewater Treatment Plant discharge) was 0.19 mg/l.

The following are the highlights of pertinent activities during April 2010.

e OnJune 16, 2010, Per Mr. Van Dyke’s request, Shaw resubmitted three copies of the
Leachate Management Option letter. The Trust understands that Mr. Van Dyke is trying
to get an internal MDNR meeting to finalize a decision on the design and construction of
the Leachate Management System. On May 26, 2010, the representatives of MDNR,
PCS, the Trust, Shaw, and CERTUS met at Joplin to recap the progress made to date
toward the resolution of proposed remediation and future activities at the site. Mr. Van
Dyke indicated that he is planning an internal meeting to formulate a response to the
proposed leachate collection system and the column tests for design of the Engineered
Wet Land proposal. The Trust is currently waiting on MDNR for approval and directions

on these proposals.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



August 2, 2010
Page 2

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



2
Shaw"
11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

August 4, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2008 through July 31, 2008
for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the period
totaled 4.86 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. Shaw is currently
working on the design and permitting. The Trust submitted it's NPDES renewal application on
September 27, 2007. To date we have not received a response from MDNR regarding the
status of our NPDES renewal.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I

A Shaw Group Company



2
Shaw"
11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

August 5, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2009, through July 31, 2009,
for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the period
totaled 3.70 inches.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In a letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In July MDNR directed the
Trust to prepare for discussions surrounding the submitted documents in order to arrive at a
comprehensive and long term solution for this project. The Trust and MDNR will meet on
August 6, 2009 to review alternatives and develop an action plan.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

August 8, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of July 1, 2005 through July
31, 2005 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 2.12 inches.

In July we cleaned the lower dam intake piping and improved the capture rate from
Short Creek reducing the creak flow over the lower dam. This maintenance appears to
have remedied the excess phosphorous that were detected last month.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



August 19, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of July 1, 2013, through July 31,
2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and

form C (Application for Discharge Permit).

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ wWNE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.



August 19, 2013
Page 2

Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust and EPA negotiated the terms of an Interim Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Interim Access Agreement
issues. The parties agreed to enter into an Interim Access Agreement and negotiate the
terms of a final Access Agreement during the next few months.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

The following activities were completed during June 2013 reporting period.

On July 22, 2013, the Trust received the final Missouri State Operating Permit
regulating the discharge from the gyp stack. The final Permit is a no discharge
permit with provisions for emergency sampling and compliance as well as
preparation and implementation of a Storm Water Pollution Prevention Plan
(SWPPP).

Solicited a bid for the construction of a second force main extending from MH1W Pump
#2 to the discharge basin.

Obtained quote for making repairs to system (removing sediment from MH1W vaults, fill
and grading erosion channels on berm, grading creek crossing).

On July 24, 2013, conducted the monthly site inspection and sampling.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



August 19, 2013
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

St

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

August 1, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2011, through July 31,
2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri. The
phosphate concentration at the Short Creek sampling station was 0.53 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was not detected. Rainfall for the period totaled 0.83 inches.

The following are the highlights of pertinent activities during April 2011.

e We received survey of soil borings and cross sections of south bank of Short

Creek

e Started on leachate collection system design

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company



August 1, 2011
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

August 7, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2006 through July
31, 2006 for the former Farmland Industries Gypstack Property at Joplin, Missouri.

Rainfall for the period totaled 3.29 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

August 8, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of July 1, 2012, through July 31,
2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There are
no sampling and results available for this reporting period. Outfall 003 no longer exists; the
new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities during June 2012.

The construction of Leachate Collection System was completed in April 2012.

The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

On April 25, 2012, per MDNR's instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of
Form A and Form C.

There were no samples collected or analyzed during this reporting period. The Leachate
Collection system is operating as designed.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company



August 8, 2012
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&l

Leasue Meyers, MDNR

A Shaw Group Company



SELS Administrative Services, L.L.C.

==
Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

913.317.2623
Fax 913.451.2005

September 2, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of August 1, 2005 through
August 31, 2005 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 3.89 inches.

In August we replaced the lower dam intake piping and improved the capture rate from
Short Creek reducing the creak flow over the lower dam. This maintenance appears to
have remedied the excess phosphorous that were detected last month.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



/\
Shaw

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

September 3, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2008 through August 31,
2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 4.01 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. Shaw submitted
the engineering report to MDNR on August 26, 2008. The Trust submitted it's NPDES renewal
application on September 27, 2007. On August 7, 2008, MDNR and the Trust participated in a
conference call to respond to MDNR questions with regard to the scope the permit and the plant
relocation project. We are currently waiting on the approval of the Engineering Report and the
permit application.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI

A Shaw Group Company
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Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

September 8, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2009, through August 31,
2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for the
period totaled 6.42 inches.

On December 16, 2008, the Trust and MDNR discussed MDNR’s comments on the permit
application and Engineering report to relocate the waste water treatment plant. In a letter dated
December 17, 2008, the Trust requested a 90-day extension to address the comments and also
initiate a Feasibility Study to evaluate long-term remediation options. In July MDNR directed the
Trust to prepare for discussions surrounding the submitted documents in order to arrive at a
comprehensive and long term solution for this project. The Trust and MDNR met on August 6,
2009 to review alternatives and develop an action plan. The Trust submitted a work plan on
August 27, 2009 to define the data gaps and plan for collecting the necessary data to design the
proposed containment system. The work plan for evaluation of discharge which consists of an
engineered landfill will be submitted later.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

==
Shaw

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

913.317.2623
Fax 913.451.2005

September 6, 2007

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2007 through
August 31, 2007 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 5.31 inches.

As you know we are working with you on a short and long term plans for treating the
seepage from gypstack. We will continue the water treatment activities and decide on a
corrective course of action after we hear from you about our proposal(s) outlined in our
March 2, 2007 letter. We received a letter form Mr. Dennis Stinson Dated August 29,
2007. We are working on responding to Mr. Stinson’s letter and arrange for

implementation of future plans.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

September 9, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2010, through August
31, 2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall
for the period totaled 0.84 inches. The phosphate concentration at the Short Creek
sampling station was 0.60 milligram per liter (mg/l). The phosphate concentration at Outfall
#003, (the Wastewater Treatment Plant discharge) was 0.20 mg/I.

The following are the highlights of pertinent activities during August 2010.

On August 9, 2010, the representatives of Trust, Shaw, MDNR, and US Army Corp of
Engineers met at the site to review and discuss the proposed improvement plans for Short
Creek. The purpose of the meeting was to ensure the improvement plans will meet the
requirements of the US army Corp of Engineers. The representative of the US Army Corp of
Engineers identified the need to submit the necessary Nation Wide Permit Application

before initiating construction. Shaw submitted the Nation Wide Permit Application on
August 27, 2010.

On August 12, 2010, the Trust submitted a letter, following conversations with Mr. Vandyke,
requesting withdrawal of its NPDES Permit Application. Later on August 19, 2010, the
Trust sent an e-mail clarifying its request confirming the August 12, 2010 letter incorrectly
requests for the withdrawal of the “NPDES Permit Application”. The intent of the
August 12, 2010 letter was to withdraw the “Construction Permit Application”.

A Shaw Group Company



September 9, 2010
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If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



September 10, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of August 1, 2013, through August
31, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There
are no sampling and results available for this reporting period. Outfall 003 no longer exists;
the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and

form C (Application for Discharge Permit).

e In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

oA~ wWNE

e The above activities were completed in October 2012.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.
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Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust and EPA negotiated the terms of an Interim Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Interim Access Agreement
issues. The parties agreed to enter into an Interim Access Agreement and negotiate the
terms of a final Access Agreement during the next few months.

On July 22, 2013, the Trust received the final Missouri State Operating Permit
regulating the discharge from the gyp stack. The final Permit is a no discharge
permit with provisions for emergency sampling and compliance as well as
preparation and implementation of a Storm Water Pollution Prevention Plan
(SWPPP).

The following activities were completed during August 2013 reporting period.

Awarded a bid for the construction of a second force main extending from MH1W Pump
#2 to the discharge basin.

Obtained quote and awarded work for making repairs to system (removing sediment
from MH1W vaults, fill and grading erosion channels on berm, grading creek crossing).
August 26, 2013, submitted the monthly inspection reports for May, June, and
July to MDNR

On August 27, 2013, conducted the monthly site inspection and sampling.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

September 5, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2006 through
August 31, 2006 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 2.46 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

September 6, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2012, through August
31, 2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri. There
are no sampling and results available for this reporting period. Outfall 003 no longer exists;
the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities during August 2012.

e The construction of Leachate Collection System was completed in April 2012.
e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR's instruction, the Trust completed and submitted Form A

(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of
Form A and Form C.

There were no samples collected or analyzed during this reporting period. The Leachate
Collection system is operating as designed.

The Trust recommends terminating the DMR reports since there is no outfall to sample.

Until MDNR approves the Trust's request, we will submit this report without any data.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&l

Leasue Meyers, MDNR

A Shaw Group Company
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dangt

A Shaw Group Company



SELS Administrative Services, L.L.C.

St

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

September 8, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of August 1, 2011, through August
31, 2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri. The
phosphate concentration at the Short Creek sampling station was 0.48 milligram per liter
(mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was not detected. Rainfall for the period totaled 2.37 inches.

The following are the highlights of pertinent activities during April 2011.

e A draft leachate collection system design was submitted to MDNR for review and

approval.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



2
Shaw"
11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

October 3, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of September 1, 2008 through
September 30, 2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 7.92 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. Shaw submitted
the engineering report to MDNR on August 26, 2008. The Trust submitted it's NPDES renewal
application on September 27, 2007. On August 7, 2008, MDNR and the Trust participated in a
conference call to respond to MDNR questions with regard to the scope the permit and the plant
relocation project. We are currently waiting on the approval of the Engineering Report and the
permit application.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI

A Shaw Group Company



VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.451.1224
SELS Administrative Services, L.L.C. Fax 913.451.2005

October 4, 2004

Division of Environmental Quality
Southwest Regional Office

Missouri department of natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period September 1, 2004 through
September 30, 2004 for the Former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 0.74 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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A Shaw Group Company
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A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

October 4, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of September 1, 2006 through
September 30, 2006 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 1.16 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company



SELS Administrative Services, L.L.C.

St

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

October 4, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of September 1, 2011, through
September 30, 2011, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. The phosphate concentration at the Short Creek sampling station was 0.28
milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater
Treatment Plant discharge) was not detected. Rainfall for the period totaled 3.93 inches.

The following are the highlights of pertinent activities during April 2011.

e A draft leachate collection system design was submitted to MDNR in August

2011 for review and approval.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

October 5, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of September 1, 2005 through
September 1, 2005 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 3.89 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company
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11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

October 6, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of September 1, 2009, through
September 30, 2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 6.31 inches. The Phosphate concentration at the Short Creek
sampling station exceeded the 1.0 parts per million. We believe the damaged by-pass intake
during the sever storms and excessive infiltration from the stack (approximately 13 inches of
rain fall during the past two months) have exasperated the compliance condition. PCS is in the
process of repairing the by pass intake.

The Trust submitted a feasibility study to address the long term containment and treatment of
leachate from the gyp stack. The Trust and MDNR met on August 6, 2009 to review
alternatives and develop an action plan. The Trust submitted a work plan on August 27, 2009
to define the data gaps and plan for collecting the necessary data to design the proposed
containment system. On September 11, 2009 state provided comments and authorization to
proceed. On September 15, 2009 a revised work plan was submitted and followed by data
collection on September 24, 2009. A total of 12 soil borings were installed, four borings along
the southern extent of the two drain and eight along the centerline of the proposed slurry wall.
The borings were logged and depth to bedrock was identified to assist with the final design.
The work plan for evaluation of discharge which consists of an engineered landfill will be
submitted later.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

October 7, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of September 1, 2010, through
September 30, 2010, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 6.83 inches. The phosphate concentration at the
Short Creek sampling station was 0..87 milligram per liter (mg/l). The phosphate
concentration at Outfall #003, (the Wastewater Treatment Plant discharge) was 0.11mg/l.

The following are the highlights of pertinent activities during August 2010.

e On September 10, 2010, we notified Mr. Van Dyke that, the US Army Corp of Engineers
(USACE) has received the Nation Wide Permit Application submitted to them on

August 27, 2010.

e On September 20, 2010, The Trust received the Nation Wide permit from USACE and

we forwarded a copy to MDNR.

e On September 23, received MDNR interval review “Review of Leachate

Management System Design Evaluation.

e We are currently waiting to receive a Waiver from MDNR. The Waiver is needed
to comply with the requirements and conditions of the USACE permit.

e We are also waiting on clarification of scope of our next design submittal to

MDNR.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

A Shaw Group Company
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FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



October 9, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

Enclosed is the NPDES Monitoring Report for the period of September 1, 2013, through
September 30, 2013, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. There are no sampling and results available for this reporting period. Outfall 003
no longer exists. The new capture system was constructed without a discharge to Short
Creek. On July 22, 2013, the Trust received the final Missouri State Operating Permit
regulating the discharge from the gyp stack. The final Permit is a no discharge permit

The following are the highlights of pertinent activities prior to this reporting period.

e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and

form C (Application for Discharge Permit).

e In October 2012 the Trust completed the following:

Removed the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Removed the existing crossing and replace it with a rock low water crossing,
Cleared and graded the channel,

Removed the former waste water treatment plant inlet structure, and
Installed a French Drain system along the west toe of the gypsum stack.

oA WNE

e The Trust also made improvements to the access road from Melang Road and cleared

the access road to improve visibility in November 2012.
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The Trust submitted a sampling plan for the Leachate Collection System on November
7,2012.

The Trust and EPA negotiated the terms of an Interim Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Interim Access Agreement
issues. The parties agreed to enter into an Interim Access Agreement and negotiate the
terms of a final Access Agreement during the next few months.

On July 22, 2013, the Trust received the final Missouri State Operating Permit regulating
the discharge from the gyp stack. The final Permit is a no discharge permit with
provisions for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP).

The following activities were completed during September 2013 reporting period.

On September 30, 2013, CB&I mobilized to the site to commence work on construction
of a second force main extending from MH1W Pump #2 to the discharge basin.

CB&l also began work on making repairs to system (removing sediment from MH1W
vaults, fill and grading erosion channels on berm, grading creek crossing).

On September 23, 2013, submitted the monthly inspection reports for August 2013 to
MDNR

On September 24, 2013, conducted the monthly site inspection and sampling.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

October 9, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of September 1, 2012, through
September 30, 2012, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. There are no sampling and results available for this reporting period. Outfall 003
no longer exists; the new capture system was constructed without a discharge to Short
Creek.

The following are the highlights of pertinent activities during September 2012.

The construction of Leachate Collection System was completed in April 2012.

The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

On April 25, 2012, per MDNR'’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of
Form A and Form C.

In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

ok wNRE

There were no samples collected or analyzed during this reporting period. The Leachate
Collection system is operating as designed.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

A Shaw Group Company



October 9, 2012
Page 2

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Leasue Meyers, MDNR

A Shaw Group Company



October 9, 2012
Page 3

Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dangt

A Shaw Group Company
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Shaw"
11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

November 3, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2008 through October
31, 2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 2.90 inches.

In response to our November 30, 2007 letter, we received a letter from Mr. Van Dyke dated
January 28, 2008 authorizing us to proceed with the plant relocation project. Shaw submitted
the engineering report to MDNR on August 26, 2008. The Trust submitted it's NPDES renewal
application on September 27, 2007. On August 7, 2008, MDNR and the Trust participated in a
conference call to respond to MDNR questions with regard to the scope the permit and the plant
relocation project. We are currently waiting on the approval of the Engineering Report and the
permit application.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&lI

A Shaw Group Company



VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.451.1224
SELS Administrative Services, L.L.C. Fax 913.451.2005

November 4, 2004

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period October 1, 2004 through
October 31, 2004 for the Former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 5.24 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

November 5, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of October 1, 2005 through
October 31, 2005 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 2.17 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

November 5, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2010, through
October 31, 2010, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 1.21 inches. The phosphate concentration at the Short Creek
sampling station was 0.71 milligram per liter (mg/l). The phosphate concentration at Outfall
#003, (the Wastewater Treatment Plant discharge) was 0.21mg/l.

The following are the highlights of pertinent activities during August 2010.

On October 22, 2010, MDNR issued the 401 Water Quality Certification. This
certification along with US Army Corps of Engineers Nationwide Permit, obtained
in September 2010, will resolve all permitting requirements to construct the
proposed leachate collection system.

On October 29, 2010, we received MDNR'’s authorization to proceed with a
modified design of Option 4 from the “Leachate Management System Design
Evaluation” report dated April 4, 2010.

The Trust received a letter from MDNR, date October 25, 2010, confirming the
withdrawal of the Construction Permit for relocation of the existing waste water
treatment plant. The withdrawal of the construction permit was mutually agreed
upon between the Trust and MDNR since the future permitting requirements for
the project will be administered through US Army Corps Nationwide Permit and
401 Water Quality Certification.

A Shaw Group Company
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If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&lI
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company



11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

November 7, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627/No Discharge Permit

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2013, through
October 31, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists. The new capture system was constructed without a discharge to Short Creek. On
July 22, 2013, the Trust received the final Missouri State Operating Permit regulating the
discharge from the gyp stack. The final Permit is a no discharge permit

The following are the highlights of pertinent activities prior to this reporting period.
e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit).

e In October 2012 the Trust completed the following:

Removed the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Removed the existing crossing and replace it with a rock low water crossing,
Cleared and graded the channel,

Removed the former waste water treatment plant inlet structure, and
Installed a French Drain system along the west toe of the gypsum stack.

oA WNE

e The Trust also made improvements to the access road from Melang Road and cleared
the access road to improve visibility in November 2012.



November 7, 2013
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The Trust submitted a sampling plan for the Leachate Collection System on November
7,2012.

The Trust and EPA negotiated the terms of an Interim Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Interim Access Agreement
issues. The parties agreed to enter into an Interim Access Agreement and negotiate the
terms of a final Access Agreement during the next few months.

On July 22, 2013, the Trust received the final Missouri State Operating Permit regulating
the discharge from the gyp stack. The final Permit is a no discharge permit with
provisions for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP).

The following activities were completed during October 2013 reporting period.

CB&I completed work on construction of a second force main extending from MH1W
Pump #2 to the discharge basin.

CB&l completed work on making repairs to system (removing sediment from MH1W
vaults, fill and grading erosion channels on berm, grading creek crossing).

On October 16, 2013, conducted the monthly site inspection and sampling.

CB&l prepared a draft Storm Water Pollution Prevention Plan (SWPPP).
Solicited bids for conducting property boundary survey along south property line.
Solicited bids for constructing a security fence along south property line.
Solicited information from drillers to abandon monitoring wells.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



November 7, 2013
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



SELS Administrative Services, L.L.C.

St

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

November 7, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2011, through
October 31, 2011, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
The phosphate concentration at the Short Creek sampling station was 0.64 milligram per
liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater Treatment Plant
discharge) was 0.1 mg/l. Rainfall for the period totaled 0.67 inches.

The following are the highlights of pertinent activities during October 2011.

e MDNR is reviewing the design documents for the leachate collection system.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

SELS Administrative Services, L.L.C. Fax 913.451.2005

November 7, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re:

Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2012, through
October 31, 2012, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists; the new capture system was constructed without a discharge to Short Creek.

The following are the highlights of pertinent activities during October 2012.

The construction of Leachate Collection System was completed in April 2012.

The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

On April 25, 2012, per MDNR's instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of
Form A and Form C.

In September 2012 the Trust awarded a contract to RSI

to remove the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Remove the existing crossing and replace it with a rock low water crossing,
Clear and grade the channel,

Remove the former waste water treatment plant inlet structure, and

Install a French Drain system along the west toe of the gypsum stack.

The above activities were completed in October 2012.

There were no samples collected or analyzed during this reporting period. The Leachate
Collection system is operating as designed.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

oA WNE

A Shaw Group Company
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If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&l
Leasue Meyers, MDNR

A Shaw Group Company
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dangt

A Shaw Group Company
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11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

November 9, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2009, through October
31, 20009, for the former Farmland Industries Gypstack Property at Joplin, Missouri. Rainfall for
the period totaled 8.88 inches. The Phosphate concentration at the Short Creek sampling
station slightly exceeded the 1.0 parts per million. We believe the containment system
effectiveness is compromised by the significant rain fall events. Noticeable seepage from the
gypstack flows over the dam structure without being captured. Higher than normal creek levels
caused by almost 9 inch of rain fall this month and 13 inches of rain fall in September have
made the containment system ineffective. PCS is also in the process of repairing the damaged
by-pass intake.

The Trust submitted a feasibility study to address the long term containment and treatment of
leachate from the gyp stack. The Trust and MDNR met on August 6, 2009 to review
alternatives and develop an action plan. The Trust submitted a work plan on August 27, 2009
to define the data gaps and plan for collecting the necessary data to design the proposed
containment system. On September 11, 2009 state provided comments and authorization to
proceed. On September 15, 2009 a revised work plan was submitted and followed by data
collection on September 24, 2009. A total of 12 soil borings were installed, four borings along
the southern extent of the two drains, and eight along the centerline of the proposed slurry wall.
The borings were logged and depth to bedrock was identified to assist with the final design.
The borings were also surveyed in October to facilitate the design. The work plan for evaluation
of discharge which consists of an engineered landfill will be submitted later.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust
SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

A Shaw Group Company
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Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&l
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

November 14, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of October 1, 2006 through
October 31, 2006 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 1.62 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company



SELS Administrative Services, L.L.C.

VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326
913.317.2623

Fax 913.451.2005

December 4, 2006

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2006 through
November 30, 2006 for the former Farmland Industries Gypstack Property at Joplin,

Missouri. Rainfall for the period totaled 3.64 inches.

If you have questions concerning the attached monitoring data or require additional

information, please contact me at 913-317-2623.
Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Cynthia Davies

A Shaw Group Company
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Shaw"
11206 Thompson Ave

Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

December 5, 2008

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Tina White

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. White:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2008 through
November 30, 2008 for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 1.39 inches.

The Phosphorus concentration at Short Creek sampling point was 1.7 milligram per liter. Based
on our discussions with PCS, it appears that the intake by pass pipe is blocked by a beaver dam
and very little flow is by passing the system resulting in water going over the low water dam. A
professional trapper has been contacted to trap the beavers and remove the dam.

On November 21, 2008, the Trust received MDNR’s comments on its original application for
construction/relocation of the waste water treatment plant. The Trust is working on preparing a
response to the comments.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

December 6, 2010

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2010, through
November 30, 2010, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. The phosphate concentration at the Short Creek sampling station was 0.50
milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater
Treatment Plant discharge) was 0.30mg/l. Rainfall for the period totaled 4.43 inches.

The following are the highlights of pertinent activities during November 2010.

e On November 4, 2010, the Trust received confirmation of its payment for the “401 Water

Quality Certification”.

e On November 16, 2010, MDNR (Don Van Dyke, Kevin Hess, Gregory Perkins, and
Leasue Meyers), Trust, and Shaw E&I representatives met at the site to inspect the

proposed project site and activities.

¢ In aletter dated November 23, 2010, MDNR provided the certification, and waivers to
certain conditions pursuant to the Trust’s request for Clean Water Act Section 401 Water
Quality Certification to accompany the Army Corp of Engineers Nation Wide Permit 38
for cleanup of waste. The certification and waivers will allow the Trust to proceed with
the design and construction of channel improvements and the leachate collection

system.

A Shaw Group Company
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If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC: Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office
Mark Finney, Shaw E&I
Doug Engel, PCS
Michael Brom, PCS

A Shaw Group Company
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Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.451.1224
SELS Administrative Services, L.L.C. Fax 913.451.2005

December 7, 2004

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period November 1, 2004 through
November 30, 2004 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 6.56 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company



Shaw-

11206 Thompson Ave
Lenexa, KS 66219

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

December 8, 2009

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2009, through
November 31, 2009, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
Rainfall for the period totaled 0.61 inches. The Phosphate concentration at the Short Creek
sampling station slightly exceeded the 1.0 parts per million. Noticeable seepage from the
gypstack flows over the dam structure without being captured.

e The Trust submitted a feasibility study to address the long term containment and
treatment of leachate from the gyp stack. The Trust and MDNR met on August 6, 2009
to review alternatives and develop an action plan. The Trust submitted a work plan on
August 27, 2009 to define the data gaps and plan for collecting the necessary data to
design the proposed containment system. On September 11, 2009 state provided
comments and authorization to proceed. On September 15, 2009 a revised work plan
was submitted and followed by data collection on September 24, 2009. A total of 12 soil
borings were installed, four borings along the southern extent of the two drains, and
eight along the centerline of the proposed slurry wall. The borings were logged and
depth to bedrock was identified to assist with the final design. Shaw reviewed soll
boring and survey data with MDNR and worked on administrative procedures to
retain Naturally Wallace, LLC (wetland company) to assist in design and
evaluation process. Shaw is currently working on the hydraulic containment
system design report.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Megan Hart, MDNR, Southwest Regional Office

Mark Finney, Shaw E&I

Doug Engel, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

December 8, 2011

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2011, through
November 30, 2011, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. The phosphate concentration at the Short Creek sampling station was 0.24
milligram per liter (mg/l). The phosphate concentration at Outfall #003, (the Wastewater
Treatment Plant discharge) was 0.10 mg/l. Rainfall for the period totaled 5.62 inches.

The following are the highlights of pertinent activities during November 2011.

e On November 3, 2011, the Trust, Shaw, and MDNR representatives met in Jefferson
City to review the proposed design for the leachate collection system. MDNR approved
the design and authorized the Trust to proceed with preparing specification and bid

package and obtain bids for construction.

If you have questions concerning the attached monitoring data or require additional information,

please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

A Shaw Group Company
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CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Doug Engel, PCS

Michael Brom, PCS

A Shaw Group Company



SELS Administrative Services, L.L.C.

Shaw-

11206 Thompson Ave
Lenexa, KS 66219
913.317.2623

Fax 913.451.2005

December 10, 2012

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2012, through
November 30, 2012, for the former Farmland Industries Gypstack Property at Joplin,
Missouri. There are no sampling and results available for this reporting period. Outfall 003
no longer exists; the new capture system was constructed without a discharge to Short

Creek.

The following are the highlights of pertinent activities prior to this reporting period.

The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.

Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit). The Trust is waiting for response on status of

Form A and Form C.

e In September 2012 the Trust awarded a contract to RSI
to remove the east pond dam restoring the natural flow of the Short Creek,

Abandon the Short Creek by-pass,

Clear and grade the channel,

ok wNRE

Remove the existing crossing and replace it with a rock low water crossing,

Remove the former waste water treatment plant inlet structure, and
Install a French Drain system along the west toe of the gypsum stack.
e The above activities were completed in October 2012.

The following activities were completed during November 2012 reporting period.

e The Trust retained RSI to make improvements to the access road from Melang Road
and cleared the access road to improve visibility in November 2012.

A Shaw Group Company
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Shaw completed the service and maintenance of the Leachate Collection System on
November 15, 2012.

Shaw submitted a sampling plan for the Leachate Collection System on November 7,
2012.

The Trust prepared and submitted a draft Access Agreement for use by the City of
Joplin, Jasper County, and U.S. Environmental Protection Agency (EPA) in anticipation
of use of the stack for storage of lead and zinc impacted soils in November 2012.
There were no samples collected or analyzed during this reporting period. The Leachate
Collection system is operating as designed.

The Trust recommends terminating the DMR reports since there is no outfall to sample.
Until MDNR approves the Trust's request, we will submit this report without any data.

If you have questions concerning the attached monitoring data or require additional information,
please contact me at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Mark Finney, Shaw E&lI

Leasue Meyers, MDNR

A Shaw Group Company
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Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Leasue Meyers, Environmental Engineer
Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dangt

A Shaw Group Company



VA

Shaw-

4400 College Boulevard, Suite 350
Overland Park, KS 66211-2326

.. . . 913.317.2623
SELS Administrative Services, L.L.C. Fax 913.451.2005

December 14, 2005

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 west Woodland

Springfield, MO 65807-5912

Re: Discharge Monitoring Report
Permit Number MO-0053627

Dear Sires;

Enclosed is the NPDES Monitoring Report for the period of November 1, 2005 through
November 30, 2005 for the former Farmland Industries Gypstack Property at Joplin,
Missouri. Rainfall for the period totaled 1.06 inches.

If you have questions concerning the attached monitoring data or require additional
information, please contact me at 913-317-2623.

Sincerely,

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee
Kamyar Manesh, P.E.

Trust Administrator

CC: Bruce Martin
Cynthia Davis

A Shaw Group Company



11206 Thompson Avenue
Lenexa, KS 66219
913-317-2623

Fax: 913-317-2660

December 13, 2013

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Lana Cypret

Re: Discharge Monitoring Report
Permit Number MO-0053627/No Discharge Permit

Dear Mrs. Cypret:

Enclosed is the NPDES Monitoring Report for the period of November 1, 2013, through
October 30, 2013, for the former Farmland Industries Gypstack Property at Joplin, Missouri.
There are no sampling and results available for this reporting period. Outfall 003 no longer
exists. The new capture system was constructed without a discharge to Short Creek. On
July 22, 2013, the Trust received the final Missouri State Operating Permit regulating the
discharge from the gyp stack. The final Permit is a no discharge permit

The following are the highlights of pertinent activities prior to this reporting period.
e The construction of Leachate Collection System was completed in April 2012.

e The operation of Waste Water Treatment system was terminated on March 1, 2012.
Outfall 003 no longer exists.

e On April 25, 2012, per MDNR’s instruction, the Trust completed and submitted Form A
(Application for Construction or Operating Permit Under Missouri Clean Water Law) and
form C (Application for Discharge Permit).

e In October 2012 the Trust completed the following:

Removed the east pond dam restoring the natural flow of the Short Creek,
Abandon the Short Creek by-pass,

Removed the existing crossing and replace it with a rock low water crossing,
Cleared and graded the channel,

Removed the former waste water treatment plant inlet structure, and
Installed a French Drain system along the west toe of the gypsum stack.

oA WNE

e The Trust also made improvements to the access road from Melang Road and cleared
the access road to improve visibility in November 2012.



December 13, 2013
Page 2

The Trust submitted a sampling plan for the Leachate Collection System on November
7,2012.

The Trust and EPA negotiated the terms of an Interim Access Agreement to allow the
EPA, City of Joplin, and Jasper County to dispose lead and zinc impacted soils at the
property. The Trust Residual Beneficiary wanted to meet with EPA and MDNR to clarify
duration and termination of the Access Agreement. The Residual Beneficiary, EPA,
MDNR, and the Trustee met on May 7, 2013, to resolve the Interim Access Agreement
issues. The parties agreed to enter into an Interim Access Agreement and negotiate the
terms of a final Access Agreement during the next few months.

On July 22, 2013, the Trust received the final Missouri State Operating Permit regulating
the discharge from the gyp stack. The final Permit is a no discharge permit with
provisions for emergency sampling and compliance as well as preparation and
implementation of a Storm Water Pollution Prevention Plan (SWPPP).

The following activities were completed during October 2013 reporting period.

On November 19, 2013, conducted the November 2013 Site Inspection and Sampling.
On November 18, 2013, submitted the October 2013 Inspection Report.
Finalized the PO for KVE to conduct the survey of the south property line.

If you have questions concerning this report or require additional information, please contact me
at 913-317-2623.

Sincerely,

Kamyar Manesh, P.E.

Trust Administrator

FI Missouri Remediation Trust

SELS Administrative Services, LLC, as Trustee

CC:

Donald Van Dyke, MDNR, Hazardous Waste Program
Kevin Hess, MDNR, Water Pollution Section Chief
Sieu Dang, Southwest Regional Office

Alan Moreau, MDNR

Mark Finney, CBI



Donald Van Dyke, Hazardous Waste Program
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Kevin Hess, Water Pollution Section Chief
Missouri Department of Natural Resources
PO Box 176

Jefferson City, MO 65102-0176

Allen Moreau, Environmental Specialist

Water Protection Program, Engineering Section
Missouri Department of Natural Resources

PO Box 176

Jefferson City, MO 65102-0176

Division of Environmental Quality
Southwest Regional Office

Missouri Department of Natural Resources
2040 West Woodland

Springfield, MO 65807-5912

Attention: Sieu Dang



MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

FARMLAND INDUSTRIES JOPLIN PLANT MO-0053627 JASPER FARMLAND INDUSTRIES INC., K.C., MO FERTILIZER MFG.
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB April 1 through April 30, 2004
DATE SAMPLED 4/6/2004
TIME OF DAY SAMPLED 7:20
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/7/2004
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 10.0 a EPA 160.2
pH Units 6.0-9.0 7.53 a EPA 150.1
TEMPERATURE °F NONE 58 a EPA 170.1
FLUORIDE mgl/l 8.00 0.87 a EPA 300.0
PHOSPHORUS mg/l 1.00 1.16 a EPA 365.4 retest on 4/26/04 1.31
NO;z - N mg/l NONE 1.39 a EPA 300.0
NH; - N mg/l NONE 3.17 a EPA 350.1
SULFATES mg/l NONE 109 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

FARMLAND INDUSTRIES JOPLIN PLANT MO-0053627 JASPER FARMLAND INDUSTRIES INC., K.C., MO FERTILIZER MFG.
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB April 1 Through April 30, 2004
DATE SAMPLED 4/6/2004
TIME OF DAY SAMPLED 6:35
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/7/2004
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 10.0 a EPA 160.2
pH Units 6.0-9.0 6.50 a EPA 150.1
TEMPERATURE °F NONE 58 a EPA 170.1
FLUORIDE mg/l 8.00 2.7 a EPA 300.0
PHOSPHORUS mg/| 1 0.455 a EPA 365.4
NO; - N mg/| NONE 3.8 a EPA 300.0
NH; - N mg/| NONE 27.4 a EPA 350.1
SULFATES mg/| NONE 721 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB April 1 Through April 30, 2005
DATE SAMPLED 4/5/2005
TIME OF DAY SAMPLED 6:55
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/6/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 29.0 a EPA 160.2
pH Units 6.0-9.0 7.61 a EPA 150.1
TEMPERATURE °F NONE 48 a EPA 170.1
FLUORIDE mgl/| 8.00 4.0 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.439 a EPA 365.4
NO; - N mg/| NONE 2.8 a EPA 300.0
NH; - N mg/| NONE 21.9 a EPA 350.1
SULFATES mg/| NONE 682 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME PERMIT NUMBER COUNTY OWNER TYPE OF FACILITY
Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB April 1 Through April 30, 2005
DATE SAMPLED 4/5/2005
TIME OF DAY SAMPLED 7:10
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/6/2005
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL
PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 n/d a EPA 160.2
pH Units 6.0-9.0 7.95 a EPA 150.1
TEMPERATURE °F NONE 50 a EPA 170.1
FLUORIDE mg/l 8.00 1.2 a EPA 300.0
PHOSPHORUS mg/l 1 1 a EPA 365.4
NO; - N mg/| NONE 1.0 a EPA 300.0
NH;z - N mg/| NONE 3.2 a EPA 350.1
SULFATES mg/l NONE 188 a EPA 300.0
ANALYSES PERFORMED BY SIGNATURE OF ANALYST
Pace Analytical

REPORT APPROVED BY OWNER DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB April 1 Through April 30, 2006
DATE SAMPLED 4/3/2006
TIME OF DAY SAMPLED 19:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/5/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE N/D a EPA 160.2
pH Units 6.0-9.0 7.80 a EPA 150.1
TEMPERATURE °F NONE 60 a EPA 170.1
FLUORIDE mgl/| 8.00 0.6 a EPA 300.0
PHOSPHORUS mg/| 1.00 N/D a EPA 365.4
NO; - N mg/| NONE N/D a EPA 300.0
NH; - N mg/| NONE 4.3 a EPA 350.1
SULFATES mg/| NONE 208 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB April 1 Through April 30, 2006
DATE SAMPLED 4/3/2006
TIME OF DAY SAMPLED 19:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/5/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 9.0 a EPA 160.2
pH Units 6.0-9.0 7.20 a EPA 150.1
TEMPERATURE °F NONE 64 a EPA 170.1
FLUORIDE mgl/| 8.00 3.4 a EPA 300.0
PHOSPHORUS mg/| 1 0.9 a EPA 365.4
NO; - N mg/| NONE 1.9 a EPA 300.0
NH; - N mg/| NONE 36.7 a EPA 350.1
SULFATES mg/| NONE 1090 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB April 1 Through April 30, 2007
DATE SAMPLED 4/13/2007
TIME OF DAY SAMPLED 6:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/14/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 11.0 a EPA 160.2
pH Units 6.0-9.0 7.10 a EPA 150.1
TEMPERATURE °F NONE 56 a EPA 170.1
FLUORIDE mgl/| 8.00 3.8 a EPA 300.0
PHOSPHORUS mg/| 1.00 1.10 a EPA 365.4 sampled on 4/26/07
NO; - N mg/| NONE 2.1 a EPA 300.0
NH; - N mg/| NONE 47 a EPA 350.1
SULFATES mg/| NONE 218 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB April 1 Through April 30, 2007
DATE SAMPLED 4/14/2007
TIME OF DAY SAMPLED 6:20
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 4/14/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 6.0 a EPA 160.2
pH Units 6.0-9.0 7.60 a EPA 150.1
TEMPERATURE °F NONE 57 a EPA 170.1
FLUORIDE mgl/| 8.00 5.6 a EPA 300.0
PHOSPHORUS mg/| 1 N/D a EPA 365.4
NO; - N mg/| NONE 2.4 a EPA 300.0
NH; - N mg/| NONE 2.7 a EPA 350.1
SULFATES mg/| NONE 571 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB August 1 Through August 31, 2004
DATE SAMPLED 8/3/2004
TIME OF DAY SAMPLED 7:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/4/2004
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE n/d a EPA 160.2
pH Units 6.0-9.0 7.13 a EPA 150.1
TEMPERATURE °F NONE 78 a EPA 170.1
FLUORIDE mgl/| 8.00 1.6 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.476 a EPA 365.4 was 1.02 / retested on 7/28/04
NO; - N mg/| NONE 2.1 a EPA 300.0
NH; - N mg/| NONE 8.0 a EPA 350.1
SULFATES mg/| NONE 304 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB August 1 Through August 31, 2004
DATE SAMPLED 8/3/2004
TIME OF DAY SAMPLED 7:10
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/4/2004
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 n/d a EPA 160.2
pH Units 6.0-9.0 6.70 a EPA 150.1
TEMPERATURE °F NONE 79 a EPA 170.1
FLUORIDE mgl/| 8.00 5.2 a EPA 300.0
PHOSPHORUS mg/| 1 0.673 a EPA 365.4
NO; - N mg/| NONE 4.0 a EPA 300.0
NH; - N mg/| NONE 27.1 a EPA 350.1
SULFATES mg/| NONE 992 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB August 1 Through August 31, 2005
DATE SAMPLED 8/2/2005
TIME OF DAY SAMPLED 6:00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/3/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 5.0 a EPA 160.2
pH Units 6.0-9.0 7.34 a EPA 150.1
TEMPERATURE °F NONE 72 a EPA 170.1
FLUORIDE mgl/| 8.00 1.6 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.595 a EPA 365.4
NO; - N mg/| NONE 2.5 a EPA 300.0
NH; - N mg/| NONE 9.7 a EPA 350.1
SULFATES mg/| NONE 396 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME PERMIT NUMBER COUNTY OWNER TYPE OF FACILITY
Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB August 1 Through August 31, 2005
DATE SAMPLED 8/2/2005
TIME OF DAY SAMPLED 6:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/3/2005
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL
PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 9.0 a EPA 160.2
pH Units 6.0-9.0 8.81 a EPA 150.1
TEMPERATURE °F NONE 72 a EPA 170.1
FLUORIDE mg/l 8.00 5.0 a EPA 300.0
PHOSPHORUS mg/l 1 0.304 a EPA 365.4
NO; - N mg/| NONE 4.1 a EPA 300.0
NH;z - N mg/| NONE 31.2 a EPA 350.1
SULFATES mg/l NONE 1020 a EPA 300.0
ANALYSES PERFORMED BY SIGNATURE OF ANALYST
Pace Analytical

REPORT APPROVED BY OWNER DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB August 1 Through August 31, 2006
DATE SAMPLED 8/7/2006
TIME OF DAY SAMPLED 17:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/10/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 7.0 a EPA 160.2
pH Units 6.0-9.0 7.80 a EPA 150.1
TEMPERATURE °F NONE 80 a EPA 170.1
FLUORIDE mgl/| 8.00 4.0 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.67 a EPA 365.4
NO; - N mg/| NONE 2.2 a EPA 300.0
NH; - N mg/| NONE 9.8 a EPA 350.1
SULFATES mg/| NONE 501 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB August 1 Through August 31, 2006
DATE SAMPLED 8/7/2006
TIME OF DAY SAMPLED 17:50
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/10/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 14.0 a EPA 160.2
pH Units 6.0-9.0 8.40 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mgl/| 8.00 6.5 a EPA 300.0
PHOSPHORUS mg/| 1 N/D a EPA 365.4
NO; - N mg/| NONE N/D a EPA 300.0
NH; - N mg/| NONE 27.4 a EPA 350.1
SULFATES mg/| NONE 996 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB August 1 Through August 31, 2007
DATE SAMPLED 8/7/2007
TIME OF DAY SAMPLED 6:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/8/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 8.0 a EPA 160.2
pH Units 6.0-9.0 7.10 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mgl/| 8.00 2.4 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.70 a EPA 365.4
NO; - N mg/| NONE 2.6 a EPA 300.0
NH; - N mg/| NONE 5.8 a EPA 350.1
SULFATES mg/| NONE 331 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB August 1 Through August 31, 2007
DATE SAMPLED 8/7/2007
TIME OF DAY SAMPLED 6:20
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 8/8/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 N/D a EPA 160.2
pH Units 6.0-9.0 7.20 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mgl/| 8.00 7.1 a EPA 300.0
PHOSPHORUS mg/| 1 N/D a EPA 365.4
NO; - N mg/| NONE 4.1 a EPA 300.0
NH; - N mg/| NONE 23.6 a EPA 350.1
SULFATES mg/| NONE 943 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB December 1 Through December 31, 2004
DATE SAMPLED 12/7/2004
TIME OF DAY SAMPLED 6:50
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/8/2004
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE N/D a EPA 160.2
pH Units 6.0-9.0 7.69 a EPA 150.1
TEMPERATURE °F NONE 48 a EPA 170.1
FLUORIDE mgl/| 8.00 N/D a EPA 300.0
PHOSPHORUS mg/| 1.00 0.349 a EPA 365.4
NO; - N mg/| NONE 0.6 a EPA 300.0
NH; - N mg/| NONE 0.2 a EPA 350.1
SULFATES mg/| NONE 0.349 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB December 1 Through December 31, 2004
DATE SAMPLED 12/7/2004
TIME OF DAY SAMPLED 6:00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/8/2004
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 N/D a EPA 160.2
pH Units 6.0-9.0 7.59 a EPA 150.1
TEMPERATURE °F NONE 48 a EPA 170.1
FLUORIDE mgl/| 8.00 0.4 a EPA 300.0
PHOSPHORUS mg/| 1 0.143 a EPA 365.4
NO; - N mg/| NONE 1.1 a EPA 300.0
NH; - N mg/| NONE 4.3 a EPA 350.1
SULFATES mg/| NONE 535 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB December 1 Through December 31, 2005
DATE SAMPLED 12/6/2005
TIME OF DAY SAMPLED 0:00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/8/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 0.6 a EPA 160.2
pH Units 6.0-9.0 7.40 a EPA 150.1
TEMPERATURE °F NONE 51 a EPA 170.1
FLUORIDE mgl/| 8.00 2.5 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.55 a EPA 365.4
NO; - N mg/| NONE 2.8 a EPA 300.0
NH; - N mg/| NONE 10.9 a EPA 350.1
SULFATES mg/| NONE 504 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME PERMIT NUMBER COUNTY OWNER TYPE OF FACILITY
Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB December 1 Through December 31, 2005
DATE SAMPLED 12/6/2005
TIME OF DAY SAMPLED 6:20
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/8/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL
PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 6.0 a EPA 160.2
pH Units 6.0-9.0 8.00 a EPA 150.1
TEMPERATURE °F NONE 55 a EPA 170.1
FLUORIDE mgl/| 8.00 6.9 a EPA 300.0
PHOSPHORUS mg/| 1 N/D a EPA 365.4
NO; - N mg/| NONE 3.4 a EPA 300.0
NH; - N mg/| NONE 26.7 a EPA 350.1
SULFATES mg/| NONE 1100 a EPA 300.0
ANALYSES PERFORMED BY SIGNATURE OF ANALYST
Pace Analytical

REPORT APPROVED BY OWNER DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB Dec. 1 Through Dec. 31, 2006
DATE SAMPLED 12/4/2006
TIME OF DAY SAMPLED 17:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/7/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 6.0 a EPA 160.2
pH Units 6.0-9.0 7.30 a EPA 150.1
TEMPERATURE °F NONE 42 a EPA 170.1
FLUORIDE mgl/| 8.00 1.7 a EPA 300.0
PHOSPHORUS mg/| 1.00 1.2 -12/27 a EPA 365.4 2.4 on 12/4/2006
NO; - N mg/| NONE 2.6 a EPA 300.0
NH; - N mg/| NONE 32.1 a EPA 350.1
SULFATES mg/| NONE 1130 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB Dec. 1 Through Dec. 31, 2006
DATE SAMPLED 12/4/2006
TIME OF DAY SAMPLED 17:45
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 12/7/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 59.0 a EPA 160.2
pH Units 6.0-9.0 8.60 a EPA 150.1
TEMPERATURE °F NONE 50 a EPA 170.1
FLUORIDE mgl/| 8.00 3.6 a EPA 300.0
PHOSPHORUS mg/| 1 0.64 - 12/27 a EPA 365.4 2.3 on 12/4/06
NO; - N mg/| NONE 2.4 a EPA 300.0
NH; - N mg/| NONE 4.0 a EPA 350.1
SULFATES mg/| NONE 194 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB February 1 Through February 28, 2005
DATE SAMPLED 2/1/2005
TIME OF DAY SAMPLED 8:05
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 2/2/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 17.0 a EPA 160.2
pH Units 6.0-9.0 7.55 a EPA 150.1
TEMPERATURE °F NONE 45 a EPA 170.1
FLUORIDE mgl/| 8.00 1.1 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.639 a EPA 365.4
NO; - N mg/| NONE 1.0 a EPA 300.0
NH; - N mg/| NONE 1.7 a EPA 350.1
SULFATES mg/| NONE 134 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB February 1 Through February 28, 2005
DATE SAMPLED 2/1/2005
TIME OF DAY SAMPLED 8:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 2/2/2005
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 21.0 a EPA 160.2
pH Units 6.0-9.0 6.82 a EPA 150.1
TEMPERATURE °F NONE 48 a EPA 170.1
FLUORIDE mg/l 8.00 1.0 a EPA 300.0
PHOSPHORUS mg/l 1 0.32 a EPA 365.4 1.07 so tested again on 2/28/05
NO; - N mg/| NONE 2.8 a EPA 300.0
NH;z - N mg/| NONE 17.8 a EPA 350.1
SULFATES mg/l NONE 819 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB February 1 Through February 28, 2006
DATE SAMPLED 2/6/2006
TIME OF DAY SAMPLED 17:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 2/8/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE N/D a EPA 160.2
pH Units 6.0-9.0 7.30 a EPA 150.1
TEMPERATURE °F NONE 52 a EPA 170.1
FLUORIDE mgl/| 8.00 1.4 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.73 a EPA 365.4
NO; - N mg/| NONE 2.9 a EPA 300.0
NH; - N mg/| NONE 10.4 a EPA 350.1
SULFATES mg/| NONE 471 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB February 1 Through February 28, 2006
DATE SAMPLED 2/6/2006
TIME OF DAY SAMPLED 18:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 2/8/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 15.0 a EPA 160.2
pH Units 6.0-9.0 6.70 a EPA 150.1
TEMPERATURE °F NONE 54 a EPA 170.1
FLUORIDE mgl/| 8.00 1.7 a EPA 300.0
PHOSPHORUS mg/| 1 0.85 a EPA 365.4
NO; - N mg/| NONE 2.8 a EPA 300.0
NH; - N mg/| NONE 33.2 a EPA 350.1
SULFATES mg/| NONE 1240 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB Februaryl Through February 29, 2008
DATE SAMPLED 2/5/2008
TIME OF DAY SAMPLED 0:00
SAMPLES COLLECTED BY 6:30
DATES OF ANALYSES 2/6/2008
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE N/D a EPA 160.2
pH Units 6.0-9.0 7.30 a EPA 150.1
TEMPERATURE °F NONE 53 a EPA 170.1
FLUORIDE mgl/| 8.00 2.2 a EPA 300.0
PHOSPHORUS mg/l 1.00 1.10 a EPA 365.4 (retest on 2/19/08 - 1.1) (retest on 2/29/08 -1.3)
NO; - N mg/| NONE 1.9 a EPA 300.0
NH; - N mg/| NONE 4.5 a EPA 350.1
SULFATES mg/| NONE 292 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB Februaryl Through February 29, 2008
DATE SAMPLED 2/5/2008
TIME OF DAY SAMPLED 6:40
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 2/6/2008
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 N/D a EPA 160.2
pH Units 6.0-9.0 7.10 a EPA 150.1
TEMPERATURE °F NONE 58 a EPA 170.1
FLUORIDE mgl/| 8.00 47 a EPA 300.0
PHOSPHORUS mg/| 1 0.65 a EPA 365.4
NO; - N mg/| NONE 2.9 a EPA 300.0
NH; - N mg/| NONE 14.3 a EPA 350.1
SULFATES mg/| NONE 756 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB January 1 Through January 31, 2005
DATE SAMPLED 1/10/2005
TIME OF DAY SAMPLED 10;00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/12/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 17.0 a EPA 160.2
pH Units 6.0-9.0 7.15 a EPA 150.1
TEMPERATURE °F NONE 48 a EPA 170.1
FLUORIDE mgl/| 8.00 1.4 a EPA 300.0
PHOSPHORUS mg/l 1.00 0.888 a EPA 365.4 1.59 so tested again on 1/31/05
NO; - N mg/| NONE 1.0 a EPA 300.0
NH; - N mg/| NONE 1.3 a EPA 350.1
SULFATES mg/| NONE 86.8 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB January 1 Through January 31, 2005
DATE SAMPLED 1/10/2005
TIME OF DAY SAMPLED 10:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/12/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 14.0 a EPA 160.2
pH Units 6.0-9.0 6.80 a EPA 150.1
TEMPERATURE °F NONE 47 a EPA 170.1
FLUORIDE mgl/| 8.00 1.0 a EPA 300.0
PHOSPHORUS mg/| 1 0.499 a EPA 365.4
NO; - N mg/| NONE 0.7 a EPA 300.0
NH; - N mg/| NONE 2.3 a EPA 350.1
SULFATES mg/| NONE 148 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB January 1 Through January 31, 2006
DATE SAMPLED 1/3/2006
TIME OF DAY SAMPLED 6:20
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/4/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 5.0 a EPA 160.2
pH Units 6.0-9.0 7.20 a EPA 150.1
TEMPERATURE °F NONE 43 a EPA 170.1
FLUORIDE mgl/| 8.00 2.9 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.86 a EPA 365.4 Sampled 1/17/06 4.4 // sampled 1/04/06 4.3
NO; - N mg/| NONE 2.9 a EPA 300.0
NH; - N mg/| NONE 14.0 a EPA 350.1
SULFATES mg/| NONE 539 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB January 1 Through January 31, 2006
DATE SAMPLED 1/3/2006
TIME OF DAY SAMPLED 6:35
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/4/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 N/D a EPA 160.2
pH Units 6.0-9.0 6.90 a EPA 150.1
TEMPERATURE °F NONE 53 a EPA 170.1
FLUORIDE mgl/| 8.00 1.2 a EPA 300.0
PHOSPHORUS mg/| 1 N/D a EPA 365.4
NO; - N mg/| NONE 2.9 a EPA 300.0
NH; - N mg/| NONE 30.9 a EPA 350.1
SULFATES mg/| NONE 1300 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB Jan. 1 Through Jan. 31, 2007
DATE SAMPLED 1/9/2007
TIME OF DAY SAMPLED 6:15
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/10/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE N/D a EPA 160.2
pH Units 6.0-9.0 7.30 a EPA 150.1
TEMPERATURE °F NONE 45 a EPA 170.1
FLUORIDE mgl/| 8.00 1.2 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.61 a EPA 365.4
NO; - N mg/| NONE 2.1 a EPA 300.0
NH; - N mg/| NONE 5.4 a EPA 350.1
SULFATES mg/| NONE 281 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB Jan. 1 Through Jan. 31, 2007
DATE SAMPLED 1/9/2007
TIME OF DAY SAMPLED 17:45
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/10/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 N/D a EPA 160.2
pH Units 6.0-9.0 8.00 a EPA 150.1
TEMPERATURE °F NONE 48 a EPA 170.1
FLUORIDE mgl/| 8.00 47 a EPA 300.0
PHOSPHORUS mg/| 1 N/D a EPA 365.4
NO; - N mg/| NONE 3.9 a EPA 300.0
NH; - N mg/| NONE 24.8 a EPA 350.1
SULFATES mg/| NONE 834 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB Januaryl Through January 31, 2008
DATE SAMPLED 1/8/2008
TIME OF DAY SAMPLED 6:35
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/9/2008
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE N/D a EPA 160.2
pH Units 6.0-9.0 7.40 a EPA 150.1
TEMPERATURE °F NONE 54 a EPA 170.1
FLUORIDE mgl/| 8.00 1.1 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.67 a EPA 365.4
NO; - N mg/| NONE 1.4 a EPA 300.0
NH; - N mg/| NONE 2.8 a EPA 350.1
SULFATES mg/| NONE 163 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB Januaryl Through January 31, 2008
DATE SAMPLED 1/8/2008
TIME OF DAY SAMPLED 7:00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 1/9/2008
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| 50 N/D a EPA 160.2
pH Units 6.0-9.0 7.10 a EPA 150.1
TEMPERATURE °F NONE 57 a EPA 170.1
FLUORIDE mgl/| 8.00 3.5 a EPA 300.0
PHOSPHORUS mg/| 1 0.66 a EPA 365.4
NO; - N mg/| NONE 4.2 a EPA 300.0
NH; - N mg/| NONE 20.7 a EPA 350.1
SULFATES mg/| NONE 731 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB July 1 Through July 31, 2005
DATE SAMPLED 7/13/2005
TIME OF DAY SAMPLED 6:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 7/14/2005
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 6.0 a EPA 160.2
pH Units 6.0-9.0 7.13 a EPA 150.1
TEMPERATURE °F NONE 72 a EPA 170.1
FLUORIDE mgl/| 8.00 2.0 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.432 a EPA 365.4 1.47 on 7/13/05
NO; - N mg/| NONE 2.3 a EPA 300.0
NH; - N mg/| NONE 9.2 a EPA 350.1
SULFATES mg/| NONE 376 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME PERMIT NUMBER COUNTY OWNER TYPE OF FACILITY
Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB July 1 Through July 31, 2005
DATE SAMPLED 7/13/2005
TIME OF DAY SAMPLED 6:45
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 7/14/2005
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL
PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 n/d a EPA 160.2
pH Units 6.0-9.0 7.02 a EPA 150.1
TEMPERATURE °F NONE 72 a EPA 170.1
FLUORIDE mg/l 8.00 4.2 a EPA 300.0
PHOSPHORUS mg/l 1 0.81 a EPA 365.4
NO; - N mg/| NONE 3.2 a EPA 300.0
NH;z - N mg/| NONE 28.5 a EPA 350.1
SULFATES mg/l NONE 927 a EPA 300.0
ANALYSES PERFORMED BY SIGNATURE OF ANALYST
Pace Analytical

REPORT APPROVED BY OWNER DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB July 1 Through July 31, 2006
DATE SAMPLED 7/10/2006
TIME OF DAY SAMPLED 13:00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 7/13/2006
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 10.0 a EPA 160.2
pH Units 6.0-9.0 8.00 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mgl/| 8.00 2.7 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.92 a EPA 365.4
NO; - N mg/| NONE 2 a EPA 300.0
NH; - N mg/| NONE 13.6 a EPA 350.1
SULFATES mg/| NONE 505 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB July 1 Through July 31, 2006
DATE SAMPLED 7/10/2006
TIME OF DAY SAMPLED 12:45
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 7/13/2006
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 6.0 a EPA 160.2
pH Units 6.0-9.0 7.40 a EPA 150.1
TEMPERATURE °F NONE 75 a EPA 170.1
FLUORIDE mg/l 8.00 3.8 a EPA 300.0
PHOSPHORUS mg/l 1 N/D a EPA 365.4
NO; - N mg/| NONE 3.8 a EPA 300.0
NH;z - N mg/| NONE 28.0 a EPA 350.1
SULFATES mg/l NONE 1040 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB July 1 Through July 31, 2007
DATE SAMPLED 7/18/2007
TIME OF DAY SAMPLED 6:40
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 7/19/2007
PERMITTED ACTUAL RESULTS | SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/| NONE 7.0 a EPA 160.2
pH Units 6.0-9.0 7.20 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mgl/| 8.00 2.1 a EPA 300.0
PHOSPHORUS mg/| 1.00 0.83 a EPA 365.4
NO; - N mg/| NONE 2.3 a EPA 300.0
NH; - N mg/| NONE 3.2 a EPA 350.1
SULFATES mg/| NONE 230 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




DIVISION OF ENVIRONMENTAL QUALITY

MISSOURI DEPARTMENT OF NATURAL RESOURCES

NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
OUTFALL #003 ONCE/MONTH GRAB July 1 Through July 31, 2007
DATE SAMPLED 7/18/2007
TIME OF DAY SAMPLED 6:00
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 7/19/2007
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 0.18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l 50 9.0 a EPA 160.2
pH Units 6.0-9.0 7.10 a EPA 150.1
TEMPERATURE °F NONE 76 a EPA 170.1
FLUORIDE mg/l 8.00 5.7 a EPA 300.0
PHOSPHORUS mg/l 1 0.51 a EPA 365.4
NO; - N mg/| NONE 3.4 a EPA 300.0
NH;z - N mg/| NONE 134 a EPA 350.1
SULFATES mg/l NONE 639 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES

DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

REQUIRED FREQUENCY OF MONITORING

THIS REPORT COVERS PERIOD

THROUGH

DATE SAMPLED

TIME OF DAY SAMPLED

SAMPLES COLLECTED BY

DATES OF ANALYSES

PARAMETERS

PERMITTED
FINAL LIMITS

ACTUAL RESULTS
OF ANALYSIS

SAMPLE
TYPE

ANALYTICAL
METHOD

REMARKS AND COMMENTS

ANALYSES PERFORMED BY

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE




MISSOURI DEPARTMENT OF NATURAL RESOURCES
DIVISION OF ENVIRONMENTAL QUALITY
NPDES MONITORING REPORT FOR NON-MUNICIPAL WASTEWATER DISCHARGES

FACILITY NAME

PERMIT NUMBER

COUNTY

OWNER

TYPE OF FACILITY

Former FARMLAND INDUSTRIES Gypsum Stack MO-0053627 JASPER FI Missouri Remediation Trust Gypsum Stack
REQUIRED FREQUENCY OF MONITORING THIS REPORT COVERS PERIOD
SHORT CREEK AT MO/KS STATE LINE ONCE/MONTH GRAB June 1 through June 30, 2004
DATE SAMPLED 6/1/2004
TIME OF DAY SAMPLED 7:30
SAMPLES COLLECTED BY PCS
DATES OF ANALYSES 6/2/2004
PERMITTED ACTUAL RESULTS SAMPLE ANALYTICAL

PARAMETERS FINAL LIMITS OF ANALYSIS TYPE METHOD REMARKS AND COMMENTS
FLOW MGD NONE 18 b ESTIMATE
TOTAL SUSPENDED SOLIDS mg/l NONE 10.0 a EPA 160.2
pH Units 6.0-9.0 7.21 a EPA 150.1
TEMPERATURE °F NONE 69 a EPA 170.1
FLUORIDE mg/l 8.00 1.22 a EPA 300.0
PHOSPHORUS mg/l 1.00 0.25 a EPA 365.4
NO; - N mg/l NONE 0.26 a EPA 300.0
NH;z - N mg/l NONE 4.48 a EPA 350.1
SULFATES mg/| NONE 223 a EPA 300.0

ANALYSES PERFORMED BY

Pace Analytical

SIGNATURE OF ANALYST

REPORT APPROVED BY OWNER

DATE
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